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CITIZEN PETITION 

i. 

Boston Scientific Corporation (“BSC”) submits this petition under 21 C.F& 

$0 10.25 and 10.30 to request that the Commissioner of the Food and Drugs ames _) . *?2 
21 C.F.R. 6 876.1075(b)(2) which classifies biopsy forceps covers and non-electric--! 

7 A 
biopsy forceps as Class I devices that are exempt from the premarket notification ‘% 

procedures. 
F+J r--, 
p 

A. ACTION RECKJESTED r9 
:$a A 

BSC requests that the Commissioner of Food and Drugs amend 21 

C.F.R. 8 876.1075(b)(2) to limit the exemption from premarket notification requirements 

to two specified situations: 1) non-electric biopsy forceps which are labeled for single- 

use and are not reprocessed, and 2) non-electric biopsy forceps which are originally 

designed and labeled to be reusable. ’ Specifically, BSC requests that 21 C.F.R. $ 

876.1075 be amended as follows: 

(b) Classijkation. 

(2) Class I for the biopsy forceps cover and the non-electric biopsy forceps. 

Biopsy forceps covers subject to this paragraph are exempt from the premarket 

notification procedures in subpart E of part 807 of this chapter. Non-electric 

biopsy forceps subject to this paragraph are exempt only if the forceps are labeled 

.l I This petition requests an amendment to 21 C.F.R. 8 876.1075(b)(2) only with 
:.* z respect to non-electric biopsy forceps, and not to biopsy forceps covers. 
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for single-use and are not reprocessed, or if the forceps are originally designed and 

labeled to be reusable. 

IQ 
i! B. STATEMENT OF GROUNDS 
,-i 

1. Introduction 

Reprocessed single-use non-electric biopsy forceps are designed to be safe 

and effective for use in a single patient during a single procedure. These devices were 

not designed to be reprocessed, and the materials were chosen for its labeled use - as a 

single-use device. The material selection and mechanical design of these devices are 

‘p optimized to provide a safe and efficacious device for use on a single patient during a 
. * !L, single procedure. Accordingly, certain design elements result in difficult to clean areas, 

and materials which cannot tolerate rigorous cleaning techniques. Not surprisingly, 

reprocessed single-use non-electric biopsy forceps tested by BSC have demonstrated a 

high level of residual debris and lack of sterility. 
h ; 

a. Design of Single-Use Non-Electric Biopsy Forceps 

BSC manufactures various single-use biopsy forceps. Pursuant to 21 C.F.R. Q 

876.1075, BSC’s non-thermal biopsy forceps are Class I devices that have been exempted 

from the premarket notification procedures and BSC’s thermal biopsy forceps are Class II 

devices that have not been exempted from the premarket notification procedures. Based 

on the characteristics of single-use biopsy forceps described below, it is BSC’s position 

that single-use biopsy forceps, whether thermal or non-thermal, are extremely difficult, if 

not impossible, to thoroughly clean or adequately sterilize for safe reuse in patients. 

Accordingly, reprocessed single-use biopsy forceps need to be subject to the 510(k) 

premarket notification requirements in order to ensure that these devices are safe and 

effective for reuse after reprocessing. 
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In general, single-use non-electric biopsy forceps are comprised of two long, thin 

steel wires which are surrounded, at the distal end, by a lubricious-coated plastic sheath. 

The wires and inner sheath are located inside a tightly wound metal coil which is then 

encased in an outer polymer sheath. At the distal end, the wires are attached to the 

sample collection jaws of the forceps. A plastic handle control and spool assembly by 

which the device is controlled are located at the proximal end. 

The jaw assembly often includes a needle for anchoring the biopsy into the 

mucosa. The needle is also used to stack biopsy samples for detainment in the jaw 

assembly. The needle directly penetrates the mucosal layer of the GI tract and should be 

considered in the same manner as all medical device “Sharps” classification. 

The outer sheath covering the device creates a long (up to 240 cm) and very 

narrow lumen with a cross sectional profile as small as 2.2 mm. These long, narrow 

lumens are one of the hallmark features that make certain single-use devices difficult to 

reprocess. The coil that surrounds the inner plastic sheath creates many difficult-to- 

access interstices in which debris accumulates during use. The metal coil which 

surrounds the steel wires attaches to the jaw assembly by crimping at the proximal end of 

the jaw assembly. While a crimped design is sufficiently durable for a single-use device, 

devices designed for reuse typically employ a highly durable welded design. Single-use 

non-electric biopsy forceps also have very small interlocking parts and crevices in the 

hinge where the jaw mechanism of the biopsy forceps is attached to the wire assembly. 

The wires are connected to the jaw assembly by a “z-bend” in which the wires are 

inserted through a hole in the assembly and bent into a fixed position. 

Each of the design features discussed above impedes thorough cleaning of the 

device. In fact, an exhaustive 1996 report from ECRI found that “[dIevices with long 

and/or small-diameter lumens, with rough or textured surfaces and deep groves or 

crevices, that are composed of porous materials and constructed with hinges or other 
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features that may interfere with cleaning should probably not be considered [for 

reprocessing] .“2 These features listed by ECRI characterize single-use, non-electric 

biopsy forceps. 

BSC is aware that a common reprocessing technique employed with lumened 

devices involves flushing cleaning fluid through the lumen. Because the lumen of the 

biopsy forceps is open only at the distal end, however, flushing is not a viable option. In 

fact, attempts to clean the biopsy forceps by flushing and aspirating cleaning fluid 

through the single opening have been shown to spread contaminants further throughout 

the instrument3 Furthermore, single-use biopsy forceps cannot be disassembled for 

cleaning without destroying the device. 

Because biopsy forceps break the mucosal barrier and come in contact with the 

blood stream, sterility is critical. New single-use non-electric biopsy forceps are 

sterilized with ionizing radiation. Such sterilization is effective on devices that have not 

come in contact with a patient and are thus free of human debris. BSC has conducted 

several studies (discussed in detail below) which show that reprocessed single-use biopsy 

forceps do contain residual tissue. Because neither ionizing radiation nor ethylene oxide 

gas (EtO) - a sterilization method commonly used by reprocessors - can penetrate 

biological tissues, both methods are rendered ineffective.4 This leaves only radiation and 

steam sterilization as sterilization alternatives. Since the device has undergone one 

2 ECRI, “Evaluating the Feasibility of Reusing a Single-Use Device,” Special 
Report: Reuse of Single-Use Medical Devices: Making Informed Decisions, at 
55 (1996). 

3 Roth, K. et al., “Quality Assurance on Reprocessing Accessories for Flexible 
Endoscopes - Just How Clean are Cleaned Instruments Really?,” Central Service 
7(2), at 7 (1999). 

4 It is BSC’s understanding that single-use biopsy forceps are currently reprocessed 
using Et0 sterilization. 
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radiation dose, the cumulating dose would likely damage the device. Radiation is not a 

possible sterilization method for used devices since this method is only effective when 

the bioburden present on devices is relatively consistent and known. In devices likely to 

have highly variable levels of bacteria - such as biopsy forceps due to their many 

crevices and interlocking parts - radiation would have to be conducted at doses so high 

that portions of the instrument would likely be damaged or destroyed. Steam sterilization 

is similarly not a viable option since the handle and spool assembly as well as the inner 

plastic sheath that surround the steel wires are plastic and thus would melt if sterilized 

using steam. Therefore, all available methods of sterilization are ineffective for used 

single-use biopsy forceps. 

In addition to compromising sterility, reuse or reprocessing are likely to adversely 

affect the performance of single-use non-electric biopsy forceps due to the materials and 

components that make up the device. The metals used in manufacturing the jaw and 

needle of the device were not selected for their ability to remain sharp through repeated 

use and cleaning. Dulled teem would impair the device’s ability to collect usable 

samples during the biopsy procedure. Similarly, a dull needle would result in the 

inability of the biopsy forceps to hold the tissue in place while the jaws cut the sample, 

and thus failure to retrieve a test sample, Moreover, exposure to excessive heat and 

chemicals can melt the inner plastic sheath onto the wires which it encases and impair the 

ability of the jaws to open and close. Finally, the crimped coil attachment and “z-bend” 

attachment of the wires to the jaw mechanism are not designed for multi-use durability. 

While these attachment techniques result in safe and effective single-use devices, they 

lack sufficient strength for reuse and reprocessing. Proprietary lubricant is placed in a 

new device. During the cleaning process it is removed and this reprocessing impairs 

functionality. 

Because the very design of the non-electric biopsy forceps impedes adequate 

sterilization after use, and because performance and structural integrity of the forceps is 
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diminished, reprocessed single-use non-electric biopsy forceps present an incremental, 

unreasonable (and unnecessary) risk of illness or injury to patients. Accordingly, the 

reprocessor must be required to submit a 510(k) in order that the agency may evaluate 

whether the reprocessed device is safe and effective prior to its use in patients. 

b. Studies Show Reprocessed Single-Use Biopsy Forceps Present an 

Increased Infectious Risk to Patients 

BSC has funded several studies to determine whether reprocessed single-use 

biopsy forceps are sufficiently clean and sterile for use in patients (copies of six detailed 

study reports enclosed). The results of the investigations have demonstrated that a 

significant number of reprocessed single-use devices contain residual debris and fall far 

below the sterility standard established by FDA despite sterilization with Et0.5 Within 

the past four years, BSC has sponsored six separate studies of reprocessed single-use 

biopsy forceps. Overall, of the 88 devices examined, more than 64 percent failed the 

sterility tests and over 94 percent tested positive for the presence of residual tissue. All 

of the testing was conducted by independent laboratories. 

While the testing was performed at various centers, the testing methodology was 

similar among the six studies.6 All test devices were obtained from hospitals by BSC 

5 For most devices, manufacturers must validate that the sterilization process used in 
manufacturing provides a sterility assurance level (SAL) of at least 10s6 and that 
the process does not adversely affect the product and/or package functionality. 
This standard applies to both original equipment manufacturers and reprocessors. 
While reprocessors claim to have validation data indicating that they meet an SAL 
of 10m6, BSC has learned that they test for sterility by evaluating the distal and 
proximal ends rather than the center of the device where the bacteria is harbored. 
Proper validation would require segmenting the device into small sections prior to 
testing for sterility. 

6 For detailed methodological discussion, refer to the appended study reports. 
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representatives who provided a new replacement device for each reprocessed device. 

Devices were selected at random by hospital personnel. Upon arrival at BSC, the devices 

were immediately shipped to the testing laboratory in their reprocessor packaging. For 

studies in which residual debris testing was to be conducted as well as sterility testing, 

devices were randomly assigned to either the debris testing group or the sterility testing 

group. Devices to be tested for sterility were cut into 30 cm and 10 cm segments and 

subjected to a 14-day modified USP sterility test using Soybean Casein Digest. A second 

test was performed where devices were cut into 30 cm and 10 cm segments placed into 

Soybean Casein Digest Broth and agitated to remove organisms and broth was filtered 

and incubated for growth. Devices to be tested for residual debris were subjected to light 

microscopy, scanning electron microscopy and photoelectron spectroscopy. 

Table: Results from Six Separate Investigations of Reprocessed Single-Use Biopsy Forceps 

Investigating 
Laboratory 

Number of Percentage Percentage Percentage 
Study Date Devices Found Not With That Failed 

Studied Sterile’ Residual Overall 

Viromed May 26,1997 4 75 (314) 
Tissue 

--- 75 (3/4) 
I 

SteriLogics Oct. 20, 1997 9 50 (2/4) 80 (4/S) 66 (6/9) 

The Center for March 31,1999 18 64 (g/14) 100 (4/4) 72 (13/H) 
Testing of 

Medical Products 
The Center for March 31,1999 17 100 (919) 100 (8/8) 100 (17/17) 

Testing of 
Medical Products 

Viromed July 15, 1999 20 45 (9/20) --- 45 (9/20) 

Viromed Sept. 24, 1999 20 70 (14/20) --- 70 (14/20) 

TOTAL: 88 64.79 (46/71) 94.12 (16/17) 70.45 (62/S@ 

7 Bacteria present on the tested devices includes staphylococcus aureus, coagulase 
negative, staphylococcus, corynebacterium, sp., fungi, enterococcus faecium, 
micrococcus, sp., alpha hemolytic streptococci, bacillus, sp., bacillus cereus, 
acinetobacter, sp., pseudomonas putida, micrococcus luteus, staphylococcus 
epidermis, gram positive rods and gram positive cocci. 
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In addition to this testing, FDA’s Office of Science and Technology (“OST”) has 

also studied reprocessed single-use biopsy forceps. In a recently published abstract, OST 

discussed the results obtained from examining a cleaning and sterilization process for 

three types of single-use gastrointestinal biopsy forceps. OST found that cleaning these 

devices with a sequence of bleach, ultrasonic bath with detergent and enzyme, and water 

rinse appears to remove residual debris, but OST did not discuss the effects of these harsh 

chemicals on device integrity. OST also found that drying the lumens of these devices is 

very difficult. In conclusion, OST states “[rlesidual water may decrease the effectiveness 

of sterilization.“8 Thus, even when the d*ebris is removed, which BSC’s data indicate is 

extremely difficult, the existence of residual water may compromise the ability of Et0 to 

effectively sterilize the device. 

2. FDA’s Position Regarding Non-Electric Biopsy Forceps as Stated in 

Relevant Guidance Documents 

a. FDA’s Final Single-Use Device Regulatory Strategy 

On August 14,2000, FDA published a notice in the Federal Register announcing 

the availability of a guidance document entitled “Enforcement Priorities for Single-Use 

Devices Reprocessed by Third Parties and Hospitals” which finalized the agency’s policy 

for the regulation of third party and hospital reprocessors engaged in reprocessing single- 

use devices for reuse.’ This guidance document sets forth FDA’s priorities for enforcing 

premarket submission requirements for reprocessed single-use devices, based on the 

device’s classification as established in the Code of Federal Regulations. For Class I and 

8 CDRH, “Reprocessing Single Use Biopsy Forceps for Reuse,” Abstract for the 
2000 FDA Science Forum from OST. 

9 FDA, “Enforcement Priorities for Single-Use Devices Reprocessed by Third 
Parties and Hospitals” (Aug. 2,200O) 
chttp://www.fda.gov/cdrh/comp/guidance/1168.pdf>. 
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II exempt devices, the guidance document states that “[a]t a later date, the agency will 

evaluate, on a case-by-case basis, the need to revoke exemptions from premarket 

submission requirements for class I and class II exempt products . . . [as is] necessary to 

ensure that these devices are safe and effective for reuse after reprocessing.“” Therefore, 

FDA acknowledges in this guidance document that certain exempt Class I and Class II 

devices require agency review once they are reprocessed. 

Based on the results of testing discussed above, it is clear that single-use non- 

electric biopsy forceps reprocessed without 510(k) clearance are not safe or effective for 

reuse. It is BSC’s position that FDA must immediately revise the regulation which 

exempts all non-electric biopsy forceps from premarket notification procedures to 

exclude single-use non-electric biopsy forceps that have been reprocessed. 

b. Non-Electric Biopsy Forceps Are Considered a High Risk When 

Reprocessed 

On February 8,2000, FDA published a draft guidance document entitled “Single- 

Use Devices, Reprocessing and Reuse: Review Prioritization Scheme” which proposed 

the process FDA would use to categorize the risk associated with single-use devices that 

are reprocessed.’ ’ According to the draft guidance, FDA would assign an overall risk to 

each single-use device by analyzing two factors of a device following reprocessing: (1) 

the risk of infection; and (2) the risk of inadequate performance. This analysis would be 

performed by answering a series of questions presented in flow charts which were 

attached as an appendix to the draft guidance. The questions, intended to determine the 

risk level of reprocessing, varied from whether the device is intended to make only 

10 @. at 10. 

11 FDA, “Single-Use Devices, Reprocessing and Reuse: Review Prioritization 
Scheme” (Feb. 8,200O) <http://www.fda.gov/cdrh/guidance>. 
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topical contact or penetrate the skin, to whether a reusable device with an equivalent 

design and same intended use already exists, to whether failure of the device could cause 

death or serious injury. 

In a second appendix to the draft guidance, FDA listed frequently reprocessed 

single-use devices to which FDA applied the analysis and categorized their risk as either 

low, moderate or high. Reprocessed non-electric biopsy forceps were included in the 26 

devices FDA identified as presenting a high risk when reprocessed. Thus, based on an 

analysis of the device’s risk of infection and risk of inadequate performance following 

reprocessing, FDA has already determined that non-electric biopsy forceps pose a high 

risk if reprocessed. 

In the August 2000 final guidance document, FDA determined that its review 

policy will be based on the traditional device classification scheme rather than the risk 

prioritization scheme proposed in the draft guidance. Nonetheless, the analysis used by 

FDA in categorizing reprocessed non-electric biopsy forceps, and the conclusion FDA 

reached when categorizing devices are significant. Even if the regulatory construct has 

changed, FDA’s conclusion remains valid: reprocessing these devices is hazardous to the 

health of patients. The reprocessing of single-use non-electric biopsy forceps should not 

be permitted without 5 10(k) clearance. 

C. Non-Electric Biopsy Forceps are Frequently Reprocessed 

As discussed above, FDA appended to the draft guidance a list of devices that it 

categorized by risk and identified as frequently reprocessed. Non-electric biopsy forceps 

are one of the 66 devices that FDA listed as a frequently reprocessed single-use device. 

While the August 2000 final guidance document includes a similar list, the title has been 

changed to “List of SUDS Known to be Reprocessed.” Non-electric biopsy forceps are 
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still included on this list. This high level of reprocessing underscores the need for the 

agency to take prompt action on this petition. 

3. Precedent Exists for FDA To Limit a Class I Exemption 

FDA has the power to limit exemptions and the agency has exercised this power in 

the past. There are a number of examples in the regulations where FDA has limited an 

exemption for a Class I device. One example is the nonpowered breast pump, regulated 

under 21 C.F.R. 8 884.5 150. This Class I device is exempt so long as the device is 

“using either a bulb or telescoping mechanism which does not develop more than 250 

mm Hg suction, and the device materials that contact breast or breast milk do not produce 

cytotoxicity, irritation, or sensitization effects.“‘2 Another example is the keratoscope 

regulated under 21 C.F.R. 8 886.1350. This Class I device is exempt from the premarket 

notification procedures “only when the device does not include computer software in the 

unit.“13 

Both of these examples illustrate how FDA has limited the scope of exemptions of 

Class I devices. FDA deemed it necessary to limit the exemption because the device’s 

characteristics present an increased risk to the patient. A nonpowered breast pump with 

greater suction capability and a keratoscope which measures the cornea1 curvature of the 

eye with computer software clearly present different concerns of safety and effectiveness 

than their conventional counterparts. Thus, while the devices are still classified as Class 

I, the manufacturer of a device that has high risk characteristics is required to submit a 

5 10(k) premarket notification. 

12 21 C.F.R. 9 884.5150(b). 

13 21 C.F.R. 8 886.1350(b). 

11 



Likewise, FDA must exclude from the Class I categorical exemption granted to 

non-electric biopsy forceps, those units that are labeled for single-use, but are 

reprocessed. A reprocessed non-electric biopsy forceps that has been approved by FDA 

for only one use will present substantially greater risk to patients. Reprocessed single-use 

non-electric biopsy forceps, with their attendant risks of residual debris, non-sterility and 

compromised functionality, should not be exempted from 5 10(k) review. 

Section 5 10(l) of the Federal Food, Drug and Cosmetic Act (“FDC Act”) provides 

that Class I devices are exempt from 510(k) requirements unless the Class I device “is 

intended for a use which is of substantial importance in preventing impairment of human 

health, or to any Class I device that presents a potential unreasonable risk of illness or 

injury.“i4 This section was added to the FDC Act in 1997 when the Food and Drug 

Administration Modernization Act (“FDAMA”) was enacted into law. While this 

standard for Class I exemption was enacted after non-electric biopsy forceps were 

exempted, it still clarifies the factors that FDA considered when it made the decision to 

exempt non-electric biopsy forceps in 1996, and should be used in reviewing this 

petition. l5 Based on the reprocessing data described above, reprocessed single-use 

biopsy forceps clearly present “a potential risk of illness or injury” and thus should be 

excepted from the exemption as established under FDAMA. 

4. Conclusion 

BSC generally supports FDA’s single-use device reprocessing policy as published 

in FDA’s August 2000 guidance document. However, BSC believes that FDA must take 

immediate action with respect to revoking the exemption from premarket notification 

14 21 U.S.C. 0 360(l). 

1.5 See 61 Fed. Reg. 1117 (Jan. 16,1996). 
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procedures for reprocessed single-use non-electric biopsy forceps due to the high risk that 

the device presents to patients if it is reused. 

C. ENVIRONMENTAL IMPACT 

Neither an environmental assessment nor an environmental impact statement is 

required for the action requested of the agency because the requested agency action is 

categorically excluded pursuant to 21 C.F.R. 0 25.30(h) in that it is concerned with 

amendment of procedural or administrative regulations. 

D. ECONOMIC IMPACT 

According to 21 C.F.R. $ 10.30(b), information on economic impact is to be 

submitted only when requested by the Commissioner following review of the petition. 

E. CERTIFICATION 

BSC certifies that, to the best of its knowledge and belief, this petition includes all 

information and views on which the petition relies, and that it includes representative data 

and information known to the petitioner, which are unfavorable to the petition. 

Signature 

Greg Bfiett 

Boston Scientific Corporation 

One Boston Scientific Place 

Natick, MA 02019 

(508) 650-87 11 

13 1 ,’ 



. 

_,_- . .  .  .  / , -  





;. Editorial and Technical Staff 

r Publisher: ECRI 

1 JOEL J. NOBEL, M.D., President, ECRI 
I 

MICHAEL ARGENTIERI, M.S.B.M.E., Vice President, 

F Business Development 
1: i SUSAN BASTNAGEL, B.S., Senior Risk Management 
li Analyst 

MARK E. BRULEY, B.S., Vice President, Accident and 

i” 
Forensic Investigation 

VIVIAN H. COATES, M.B.A., Vice President, Technology 
Assessment 

F”i 
GREGORY W. GRASDEN, Intern, Health Technology 

Assessment Information Service 
i. 1 

y! 

SHANNA HALPERN, Esq., Director, Center for Healthcare 
Environmental Management 

JEAN K. JAMANOW, M.B.A., Editor and Publishing 
Services Director 

& i 

Production and Promotional Staff 13 
NIKKI DIAMOND, B.F.A., Graphic Designer # 

ADRIENNE W. FENTON, B.A., Director, Communications 
Pm and Circulation 
F- 
i ’ “i JARAH GANTZ, Supervisor, Word Processing 

m JILL GRESHES, M.A., M.Ed., Copyediting Coordinator 

CHRISTIAN LAVANCHY, B.S.M.E., Engineering 
Director, Health Devices Group 

ANTHONY J. MONTAGNOLO, M.S., Vice President, 
Technology Planning 

THOMAS E. SKORUP, B.S., Senior Associate, Health 
Systems Group 

RONNI P. SOLOMON, Esq., Vice President, Legal 
Affairs, and Director, Risk Management Services 

MELANIE MOYER SWAN, M.P.H., Senior Associate, 
Health Technology Assessment Information Service 

MICHELE R. THOMAS, M.S., M.B.A., Senior Analyst, 
Program Development for Health Services 

CHARLES M. TURKELSON, Ph.D., Chief Research Analyst, 
Health Technology Assessment Information Service 

JENNIFER EHLERS, ROBIN HENRY, ALISON LANDIS, 
Copyeditors 

JOHN C. HALL, Manager, In-House Printing and 
Fulfillment Services 

MARLENE P. H&TZELL, Desktop Publishing 
Coordinator 

DONALD S. PETTIT III, Graphic Artist 

Editorial Policy Statement 

Special Report: Reuse of Single-Use Medical Devices: Making Informed Decisions is published by ECRI, 5200 Butler 
Pike, Plymouth Meeting, PA 19462-1298, U.SA.; telephone (610) 825-6000; fax (610) 8341275; e-mail ecri@hslc.org. 

ECRI is an independent, nonprofit health services research agency established in 1955. It is committed to 
improving the safety, efficacy, and cost-effectiveness of patient care through its focused research, analysis, 
scientific studies, and education in medical technology and healthcare risk management. The institute has a long 
and distinguished history in making healthcare safer. 

ECRI services support thousands of hospitals, healthcare practitioners, healthcare organizations, ministries of 
health, government and planning agencies, insurance companies, voluntary sector organizations, and associations 
worldwide. Its more than 30 databases, publications, and information services have set the quality standard for the 
healthcare community. Its technical assistance and advisory projects reflect the combined experience of more than 200 
professional, technical, and support staff. ECRI’s programs alert the healthcare community to risks and hazards; 
disseminate the results of ECRI laboratory evaluations, risk analyses, and technology assessments; offer professional 
certification ofhealthcare environmental managers; maintain a comprehensive clearinghouse of healthcare standards 
and guidelines; and provide a forum for high-quality information exchange. ECRI maintains strict ground rules for 
avoiding conflicts of interest. These rules help to ensure the independence, integrity, and quality of its work. 

In 1987, the World Health Organization accorded ECRI the status of Collaborating Center - a dcnignation 
that recognizes ECRI’s international role in the healthcare community. 

? The information in this Report does not constitute legal advice. 



Special Report 

Chapter 7 

Evaluating the Feasibility 
a Single-Use Device 

The reuse committee should perform a feasibility 
evaluation for each device and model of that device 
being considered for reuse. While in some cases it may 
be possible to establish parallels between models, thus 
simplifying the process, subtle differences in materials 
or design among models can affect feasibility of reuse. 

Recently, the Cleveland Clinic Foundation com- 
pleted a feasibility study for the reuse of perfusion 
cannulas. A brief synopsis of this study is presented in 
Appendix I. 

We recommend that the first step of the feasibility 
evaluation be to contact the device’s manufacturer to 
gain essential product information, including 
l the sterilization method used, 
l the device’s component materials, and 
l any recommendations for reprocessing. 

Although most manufacturers will decline to provide 
information that supports reuse of a product they label 
for single use,’ some may cooperate on a limited basis. 
For example, some manufacturers will provide recom- 
mendations on resterilizing open, but unused, products. 
In addition, manufacturers may provide additional in- 
sight on why it may be inadvisable to reuse the device - 
insight that may be valid and deserving of thoughtful 
consideration, despite the manufacturers’ financial self- 
interest in recommending against reuse. 

Next, the reuse committee should assess the reus- 
ability of the device being considered and whether the 
healthcare organization has the resources necessary to 
make reuse safe and effective. For example: 

Can the device be adequately cleaned? 
Is there a practical way to inspect and test the 
function of the device? 
Will the device require reconditioning (e.g., sharp- 
ening)? 
What method will be used for sterilization/disinfec- 
tion? 
Is there a practical way to track the number of 
reuses? 

sing 

l Can the healthcare organization provide the exper- 
tise, staff, and equipment necessary for reuse? 

Below we discuss each of these concerns with re- 
spect to evaluating a single-use product strictly for its 
reusability. 

Cleaning 

The device should be easy to clean. As is true for 
reusable devices, adequate cleaning entails removal of 
visible soil from body fluids, tissues, and other debris 
that remain following use of the device. All surfaces of 
the device, including channels and lumens that may 
have been in contact with the patient or physiologic 
fluids, must be accessible to ensure proper cleaning. 
Devices with long and/or small-diameter lumens, with 
rough or textured surfaces and deep grooves or crev- 
ices, that are composed of porous materials and con- 
structed with hinges or other features that may 
interfere with cleaning should probably not be consid- 
ered. If the product cannot be adequately 
cleaned, sterilization will not be reliable, and 
pyrogenic reactions may occur even if the device 
is sterile. Moreover, if all potentially contami- 
nated surfaces of a critical or semicritical device 
cannot be inspected for cleanliness after each 
use, then it should not be reused. In evaluating a 
device for cleaning, take into account the methods 
available in the healthcare organization and the types 
of cleaning agents that might be used. Consider fea- 
tures of the device and whether the standard methods 
used can effectively clean all device surfaces without 
causing damage. Bear in mind that disassembly for 
cleaning may not be an option if the d&vice is not 
intended for disassembly. Even if the device could be 
disassembled, attempting this may result in damage 
that could predispose the device to failure during use. 

Table 1 provides criteria and recommendations for 
examining the cleanability of specific categories of sin- 
gle-use devices. It is not, however, an exhaustive list of 
concerns. Instead, it illustrates common concerns that 
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K. Roth*, P. Heeg, R. Reichl, F? Cogdill and W. Bond 

Quality Assurance on Reprocessing Accessories for Flexible Endoscopes - 
Just How Clean are Cleaned Instruments Really? 

The efficacy and safety of a to a large extent standardi- 
sed manual procedure for reprocessing artificially contami- 
nated endoscopy accessories were investigated with the aid 
of the radionuclide method and of microbiological procedu- 
res. Based on data in the literature, the costs were also ta- 
ken into consideration, in order to be able to estimate the 
economic feasibility of reprocessing. Neither adequate 
cleaning nor adequate disinfection was achieved in the ma- 
jority of the medical devices inspected. Single-use papillo- 
tomes could no longer be rinsed in some cases after conta- 
mination. Of the 90 accessories that had undergone preli- 
minary treatment in this manner, only 30 could be rendered 
free of microbes in the half cycle during steam or EO sterili- 
sation. It was demonstrated that often the design of the in- 
struments impeded reliable reprocessing. It was furthermore 
established that the potential savings were considerably 
lower than those commonly assumed. 

Keywords: medical devices, endoscopy accessories, clean- 
ing, disinfection, sterilisation, quality assurance 

1 Introduction 

Reports on cross contamination and infections with 
Helicobacterpylori or with the hepatitis C virus caused 
by reprocessed accessories for flexible endoscopes 
have been focusing attention increasingly in recent 
times on the quality of reprocessing for these instru- 
ments (1, 2). In addition to the problem of an instru- 
ment’s design that is scarcely amenable to cleaning, 
the manufacturer’s instructions for reprocessing these 
instruments often appear to be inadequate or hardly 
practicable in the everyday hospital setting. 

Economic pressures and the major price differences 
between single- and multiple-use instruments provide a 
powerful incentive to reprocess single-use instru- 
ments, in order to reduce costs. To comply with legal 
demands for a validated reprocessing method (3) 
microbiological investigation methods are generally 
employed. These have been devised for the investi- 
gation of disinfection and sterilisation, i. e. antimicro- 
bial processes, and are also suited to, and endowed 
with the necessary power for this field of application. 
In the absence of suitable alternatives, these methods 

Klaus Roth, Sektion und Steinbeis-Transferzentrum ffir Minimal Invasive 
Chirurgie, Universit;ltsklinikum Tfibingen, Waldhiirnlestrasse 22, D-72072 
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gen. Calwer Strasse 7, 72076 Ttibingen, Dr. Rudolf Reichl, Naturwissen- 
schaftliches und Medizinisches lnstitut NMI. Markwiesenstrasse 55, 
D-72770 Reutlingen, C.Philip Cogdill, Boston Scientific Corporation, One Bo- 
ston Scientific Place, Natick, MA 01761537, USA, Walter W. Bond M.S., RSCA 
Inc., 3366 Station Court, Lawrenceville, GA 30044, USA 

are being employed to check the quality of cleaning, 
despite the fact that only subject to certain conditions 
do they permit sound conclusions to be drawn. 

Set against this background, a study was conducted, to 
elucidate the potentials and limitations residing in the 
reprocessing of endoscopic accessories, at the Priif- 
zentrum fur Medizinprodukte (PMP: Test Centre for 
Medical Devices) - a collaboration project by the Na- 
turwissenschaftliches und Medizinisches lnstitut 
(NMI: Scientific and Medical Institute), Reutlingen, the 
Sektion and Steinbeis-Transferzentrum for Minimally 
Invasive Surgery and the department of hospital infec- 
tion control of the University Hospital Tiibingen. 

The aim of the study was to ascertain the safety offered 
by the reprocessing of endoscopic accessories follow- 
ing a standardised reprocessing method, which was 
based on the customary hospital practice. To this ef- 
fect, instruments were investigated which, by virtue of 
their intended clinical use and as per the classification 
by Spaulding (4) had to be used in a sterile condition, 
as they would penetrate the mucosa on being used as 
directed. Both multiple- and single-use instruments 
were selected. Attention was paid to ensuring that both 
types of instruments had been designed for the same 
application spectrum. According to the European 
requirements (5) and the German medical devices 
legislation (6), each reprocessing step, i. e. cleaning, 
disinfection and sterilisation, must be validated with 
suitable processes. 

A further imperative targeted by the study was to high- 
light differences in the quality of reprocessing and to 
clarify whether and under what circumstances a safe 
device could be guaranteed. A preliminary cost evalu- 
ation was intended as a means of clarifying the econ- 
omic feasibility of reprocessing. 

2 Economic Feasibility Considerations 

Various studies, both in the USA and in Germany, have 
in recent times focused on the financial investments for 
reprocessing endoscope accessories, with the repro- 
cessing costs of reusable instruments being compared 
with those incurred on using single-use instruments as 
directed. In the case of reprocessing of single-use 
items, the same costs were assumed as those incurred 
for reprocessing reusable instruments. 

Having compared the costs for employment of single- 
use biopsy forceps and reprocessable biopsy forceps, 
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Table 1 Cost comparison between reusable and single use biopsy forceps 

--- .._ -.- 

Olympus Yang Yang Birkner 1 

/ Biopsyforceps Biopsyforceps / Biopsyforceps Biopsyforceps 

368.- DM 415 s 38 $ 38.81 DM 

27 19 
13.63 DM 21.856 

1 

38 $ 

1 
38.81 DM 

r! 
I : h I 

Purchase costs 
Repair costs 
Number of uses 
Purchase and repair 
costs 
Reprocessing costs 

Costs per use 

unknown 16.564 

38.40 5 38 I 

0.01 DM 3.33 DM 

38.82 DM 12.03 DM 

I Birkner 2 

Biopsyforceps 

449.46 DM 
1 352.7 DM 

212 
8.70 DM 

Birkner 3 Birkner 4 

Biopsyforceps Biopsyforceps 

563.50 DM 353.12 DM 
221.35 DM 

68 141 
11.53 DM 2.51 DM 

17.33 DM 14.36 DM 

28.86 DM 16.87 DM 

P 
i ‘ 
e I i 

Table 2 Cost comparison between reusable and single use snares 

Study 

Device 

Schwark Schwark Birkner 1 

I I 

Birkner 2 1 Birkner 3 / Birkner 4 1 

Snare 

Purchase costs 390.30 DM 
Number of uses 9 
Costs per use 43.37 DM 
Reprocessing costs 9.22 DM 
Costs per use 52.59 DM 

Snare 

56.35 DM 
1 

Snare 

390.31 DM 
11 

35.95 DM 
4.95 DM 

40.90 DM 

Snare 

400.00 DM 
31 

13.06 DM 
16.18 DM 
30.39 DM 

Snare 

405.95 DM 
43 

9.44 DM 
19.84 DM 
30.64 DM 

47.90 DM 
1 

56.35 DM 47.90 DM 

Yang (7) came to the conclusion that only after a 20-fold 
deployment of reusable instruments could a price ad- 
vantage be obtained over the use of single-use forceps. 
The observed service life of the reprocessed forceps 
was on average 20 deployments, with malfunctioning 
rabidly increasing already as from the ‘16th deploy- 
ment. In addition to costs, Yang also focused on the 
quality of reprocessing and, after reprocessing, dis- 
covered on many locations on the reusable biopsy 
forceps microscopically still visible contaminants, de- 
posits and rust. Some of the inspected instruments also 
evidenced kink points, which in some cases were 
possibly responsible for malfunctioning. 

Yang’s findings are in concordance with those of a study 
conducted in a gastroenterological practice in Germany 
with instruments of the same type (8). The first break- 
downs were registered here already after the 12th use. 
But some forceps were still fully functional after 45 de- 
ployments. On completion of the study, 189 interven- 
tions had been performed with a total of 7 forceps, cor- 
responding to an average service life of 27 deployments. 
No study indicated how many biopsies were conducted 
during an intervention with a single forceps. 

Schwarck (9) compared in a study the costs for single- 
and multiple-use snares. Here too it was revealed that 
the potential savings per deployment were greatly de- 
pendent on the service life of the snares. Depending on 
manufacture, the cost savings per deployment ranged 
between DM 3.76 and DM 11.65. In the case of one type 
of snare, the costs of DM 17.92.incurred during use of 
reusable snares were even markedly higher than those 
of single-use snares. 

A further study (10) at two hospitals and one medical 
practitioner’s office produced similar findings as re- 
gards the costs for reusable polypectomy snares. Since 
the single-use snares used here as a comparison could, 
however, be procured for markedly more favourable 
prices, the deployment costs were accordingly lower 
and were less than those incurred for use of reusable 
snares. 

On the other hand, the savings potential residing in 
reusable biopsy forceps in this study was greater than 
that of Yang’s study. The costs per establishment 
ranged between DM 12.03 and DM 28.86 per deploy- 
ment compared with DM 38.82 and DM 44.01 for use of 
single-use forceps. 

The major differences in costs can be explained, on the 
one hand, by the markedly greater frequency of use 
which, however, was mostly associated with high re- 
pair costs. On the other hand, the cost component for 
reprocessing was also apparent, ranging in Germany 
between DM 3.33 and DM 17.33, but in the USA between 
$10.83 and $16.80 per reprocessing procedure. Major 
study-dependent differences have also been discerned 
as regards the procurement prices, both for reusable 
and single-use instruments (table 1 and 2). 

Some users have hopes for making additional savings 
by repeatedly using single-use items. In general, after 
once using these instruments the user has the impres- 
sion that further use is still by all means possible. A 
basic prerequisite for safe reuse is, however, validated 
reprocessing procedures and a high-performance 
quality assurance system, which monitors the success 
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Table 3 Description and material of the tested devices 

Single use 

Dormia Basket 

I 

I 
-ength 

[mm1 

2400 

2300 
2000 
1820 
2100 

of cleaning and makes provision for reproducible and 
reliable findings. Hence to the costs of reprocessing 
must also be added the costs of process validation and 
of implementation and maintenance of the quality as- 
surance system. 

The Canadian Healthcare Association estimated the 
validation costs alone to be US$ 7584 per instrument 
type (11). In a similar study (12), these costs were even 
calculated to be between US$ 39 000 and 51000 de- 
pending on the instrument type. A German company 
conducting validated reprocessing on a wage basis es- 
timates similar costs. The validation costs alone are 
around DM 23,000 per device group. The costs for pro- 
cess development, calibration of systems and test 
equipment, monitoring of process parameters, person- 
nel training etc. must still be added. 

3 Material and Methods 

3.1 Inspected Instruments 

Various types of instrument designs were inspected to 
determine their suitability for reprocessing. By way of 
example, the results obtained for 2 biopsy forceps and 
2 papillotomes are described here, consisting of one 
single-use and one reusable instrument in each case. In 
addition, one reusable dormia basket was included in 
the inspection (table 3). The single-use instruments 
were delivered in a sterile condition, while the reus- 
able instruments were sterilised before use with steam 
as per the manufacturer’s instructions. 

3.2 Methods of Detection 

To verify the cleaning outcome, various methods of de- 
tection were employed and were selected as a function 
of their power. 

3.2.1 Radionuclide Method (RNM), 

The radionuclide method @NM) serves to furnish 
proof of the cleaning action. A contamination of coagu- 
lable human blood with addition of radioactively 
marked macroalbumins permitted a quantitative 
evaluation’ of the- cleaning quality with spatial resol- 
ution (13). Based on our own investigations, a surface 
was defined as being clean if the residual contaminants 
were not more than 5 counts per second. 

4 

I 
Internal 
Lumen 

Interior Cover sheet 

1 2 polyfile steel wires covered metal 
coil 

1 2 polyfile steel wires metal coil 
3 Cutting wire PTFE tube 

1 Cutting wire PTFE tube 

1 polyfile steel wire with PTFE tube 
basket 

3.2.2 Microbiological inspection Methods 

To verify the disinfection outcome, S. QWWZS ATCC 6538 
and P. aeruginosa ATCC 15442 (lo6 to 10’ cfu/ml base- 
line suspension) were employed according to the rec- 
ommendation of the German Society for Hygiene and 
Microbiology (DGHM) (14). The instruments were con- 
taminated with a suspension of heparinised sheep 
blood with addition of protamine and with the cor- 
responding test organisms (15). 

To verify the results of sterilisation, spore suspen- 
sions (0.5 to 5 x 106/ml) of B. stearothermophilus ATCC 
12980 were used for steam sterilisation and of B. sub- 
tilis out: niger ATCC 9372 (producer: Simicon, Munich) 
for gas sterilisation. The instruments were contami-,> 
nated only with the spore suspension without blood 
challenge. To ascertain the recovery rate of the test or- 
ganisms, corresponding investigations were con- 
ducted. 

3.2.3 Test Procedure 

The instruments were contaminated in a simulation 
model mimicing a worst case scenario. This model con- 
sists of a plexiglass box, with 30 cm long silicon tubes 
fitted on its upperside, via which the instruments are 
introduced into the box. Inside the box is a glass beaker 
in which the jaw parts of the instruments are im- 
mersed. A seal at the distal end of the tubes prevents 
loss of gas on insufflating air up to 15 mm Hg, in order 
to simulate the intraluminal pressure. 

The markers needed for the individual detection 
methods are added to the coagulable blood and in- 
jected via another tube into the glass container in the 
box. The functional parts of the instruments are fully 
immersed in the blood and are repeatedly manipu- 
lated. As soon as the blood has coagulated, the instru- 
ments are removed from the box. 

The reprocessing procedure has been standardised ac- 
cording to manufacturers’ instructions, while calling 
upon our own experiences: 
- 3 min preliminary rinsing with water at 30 “C 
- 4 X rinsing of instruments (syringe) with enzymatic 

detergent (Terg-A-Zyme, Alconox, Inc., New York) if 
possible 
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- 10 min immersion in enzymatic detergent count/s 

- 5 min ultrasound with enzymatic detergent 900 

- 3 min rinsing with tap water (on the outside) 
- irrigation (syringe) with tap water, if possible 
- drying by blowing out with compressed air 
- drying of outside (towel) 

800 
696 

T 
The following concomitant measures were taken for 
disinfection after cleaning: 
- Filling of the instruments (syringe) with 2% glutar- 

aldehyde solution (Cidex; manuf.: Johnson & 
Johnson Medical, Arlington, Texas) 

600 

500 

- Immersion in glutaraldehyde solution, 25 min at 400 

20 “C (pH value: 7.9-8.9) 
- 3 min rinsing with warm water at 3035 “C 
- Blowing out of internal lumens with compressed air 
- Drying of instruments with compressed air 

300 178 

200 

Sterilisation of the contaminated instruments was ef- 
fected in the half cycle with steam (134 “C) or ethylene 
oxide (6% EO, 94% CO,). 

100 

0 

3.2.4 Investigation of Clinically Deployed Instruments 

To furnish at least orientational data on the reprocess- 
ing quality of endoscopic accessories in clinical prac- 
tice, reprocessed “critical“ instruments from different 
hospitals were investigated for sterility. The instru- 
ments - predominantly biopsy forceps - had either 
been sterilised with steam or gas or subjected to high- 
level disinfection. 

P Before cleaning cycle W After cleaning cycle 
(left columns) (right colurrtk) 

Figure 1 Mean activity 

Inspected concomitantly were 10 single-use forceps, 
which had been reprocessed by a contractor. The in- 
struments were dismantled into segments under sterile 
conditions in the laboratory and placed in typticase 
soybean broth. For some instruments, the segments 
were combined in sections in order to obtain a certain 
spatialresolution. The size of the entire 3 sections was 
chosen according to the RNM findings. 

conspicuous in this respect is the single-use forceps 
which, while showing a slight reduction in activity, the 
latter was distributed over a greater length (figure 2). 

4.2 Disinfection 

4 Results 

4.1 Cleaning 

The first test with P. aeruginosa for single-use instru- 
ments furnished such poor results that testing was dis- 
continued. The single-use papillotomes could no longer 
in some cases be rinsed after contamination, with com- 
plete disinfection being achieved only for one instru- 
ment. Neither could one of the reusable papillotomes 
be rinsed, whereas the other 5 instruments of similar 
design were all satisfactorily disinfected (table 4). 

In all cases, 7 instruments of each type were tested with 
RNM. With the exception of 2 papillotomes, the limit 
value of 5 counts/s was not achieved by any of the 
medical devices inspected. The instruments were con- 
siderably above the limit value in some cases. For 
example, the dormia basket after a very high baseline 
challenge, pointing to a large internal lumen, harbour- 
ed more test contamination after cleaning than all 
other instruments before cleaning. The reusable 
biopsy forceps nonetheless achieved an average reduc- 
tion to 13 counts/s, while there was hardly any percep- 
tible reduction of contamination evidenced in the 
single-use version (figure 1). 

4.3 Sterilisation 

Examination of the control instruments showed that 
not all the instruments achieved the required baseline 
contamination of > 6 logs. Despite the, in some cases, 
markedly lower microbial contamination, it was poss- 
ible to sterilise only 30 of the total 90 instruments 
(table 5). 

The spatial resolution of the RNM provides information 
on the distribution of the contamination. Particularly 

4.4 Clinically Deployed Instruments 

Only some of the instruments reprocessed within the 
hospital were sterile. Of the 25 multiple-use biopsy 
forceps inspected, 5 were sterile, 12 evidenced slight 
growth (less than 100 cfu/device); streptococci, enter- 
ococci or pseudomonads were detected in 7 devices 

5 
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cm 

80 

,A% ^ Before cleaning cycle m After cleaning cycle 
(left columns) (right columns) 

Figure 2 Mean distribution of contamination 

(table 6). Overall, 10 reprocessed single-use biopsy 
forceps were also inspected. As opposed to the reus- 
able forceps, these had been sterilised with EO. Only 
one forceps was sterile, with all others evidencing re- 
siduals microbial counts up to 50 cfu/device. 

The scanning electron microscopic examination of the 
pull wire of a biopsy forceps in new condition and after 
reprocessing also proves that reprocessing was not 
successful (Figures 3 and 4). 

5 Discussion 

In view of the high costs for validation and quality 
management, reuse of single-use articles appears rea- 
sonable only in the case of expensive devices. At the 
same time, a certain minimum requirement must be as- 
sured, in order to distribute the costs among as many 
applications as possible. If the device is changed by the 
manufacturer, a new validation procedure is required, 
something which should be borne in mind in respect of 
the ephemeral life span of many medical devices. 

The adoption of already validated procedures can be 
contemplated only if identical conditions are prevailing 
on one’s own facilities; otherwise one has to conduct 
one’s own validation. Our investigations also clearly in- 
dicate that even the manufacturers’ instructions for re- 
processing reusable instruments are totally inad- 
equate. We are not aware of any detailed national 
guidelines for verification of cleaning. 

Table 4 Results of the disin- - Pseudomonas aeruginosa Staphylococcus aureus 
fection experiments Disinfection results Disinfection results .- 

Device Reusable 1 2 3 1 2 3 

Biopsy forceps No - (0) - (0) - (0) 

Biopsy forceps Yes 
1 

4-k 

Papillotom No - (;+96) 
- (Z2, +; 

-+& 

Papillotom Yes ++ 

Dormia basket Yes 

/:’ :’ ++y.. 

++ + ++ ++ 4-b 4-i ’ 

++ r reduction > 5 fg (no growth in quantitative and enrichment cultures) 
+ i reduction, 5 19 (growth of test or4anisms in enrichment CUhWS only 
- E reduction < 5 Ig (reduction factor in brackets) 

Table 5 Results of the sterili- 8. subtilis t?. stearothermophilus 
sation experiments ET0 sterilisation results / Steamsterilisation results 

Device / Reusable’ Contr. (cfu) Growth No growth ( Contr. (du) Growth No growth 

I --I----- 

Biopsy forceps 1 No 6.14 7 2 ’ 4-36 5 Biopsy forceps Yes 4.68 9 0 4.24 ‘: 6 
Papillotom No 6.18 6 3 5.95 8 1 

/ 

Papillotom basket 1 Yes Yes 6.41 5.95 3 2 

6 5.30 9 0 
2 7 6.34 9 0 
t.. : Dormia i I ( / 
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Table 6 Results of the test with clinically used devices. Number of tested devices: 57, sterile: 15, unsterile: 42. 

Third Party Reprocessor 
sterile 

-+ -- 

unsterile 
_-_--- . ---_---.- 

Single Use Biopsy Forceps 1 1 9 

Reusable Biopsy Forceps I 2 8 

Single Use Ultratome I 
I 

Reusable Papillotome ! 

Reusable Dormia basket 

Single Use Dilatation Ballon j 4 1 

Single Use Guidewire 1 

Total 7 19 

/ 
USA ! 

sterile unsterile / 
Japan Germany 

sterile unsterile 1 sterile unsterile 

3 11 ; 2 5 

1 
I 

1 

1 
! 

j 

! 

3 11 j 3 7 

For a number of reasons, manual reprocessing was 
chosen for the present investigation: many hospitals 
have no suitable washer/disinfectors for reprocessing 
endoscopes, cleaning performance varies for the differ- 
ent types of washer/disinfectors, and finally the advan- 
tage of manual reprocessing resides in the fact that a 
very high cleaning pressure (up to 5 bar) can be 
achieved, which is generally not possible in 
washer/disinfectors (0.3 to 0.5 bar). Ultrasonic clean- 
ing was limited to 5 minutes, since a longer sonication 
period results in marked heating of the cleaning water, 
resulting in turn in protein denaturation and hence de- 
tracting from the cleaning performance. 

The business management data collected here show 
that repeated use of the inspected single-use devices do 
not hold out prospects for financial savings due to the 
high validation costs. The differences in procurement 
prices of in some cases identical items, show that there 
is currently great movement in the market. A realistic 
cost estimate must absolutely take account of the indi- 
vidual needs of individual establishments. Skilled negoti- 
ations andcorresponding acceptance commitments can 
secure considerable discounts in some cases. It is there- 
fore difficult to estimate costs on a flat rate basis. 

Especially the service life of the instruments, which ul- 
timately exerts greatest influence on the costs, is fre- 
quently overestimated. Generally it is shorter than that 
normally assumed and hence poses a certain risk when 
making calculations. The service life of up to 200 de- 
ployments and more given in some studies is made 
possible only at the cost of high repairs. Concomitant- 
ly, logistics costs (e. g. dispatch for repair) are not fea- 
tured in any study. Neither are costs emanating from 
prolonged op,erations due to failure of instruments 
taken into consideration. The potential savings, which 
even now are in some cases small, are quickly negated 
by these costs. Single-use instruments, conversely, per- 
mit accurate calculation of costs. 

the hygienic viewpoint. None of the inspected instru- 
ment types could be reprocessed reliably and safely. 
This failure was attributed less to an inadequate clean- 
ing technique than to the instrument design. 

If one considers the cleaning results obtained for the 
single-use biopsy forceps it becomes clear that the 
enzymatic detergent certainly does generate its action. 
The blood coagula were dissolved and the once again 
liquefied contaminants were able to spread out further 
in the instrument. The forceps makes no provision for 
cleaning the internal lumen, hence the dissolved soils 
are inevitably retained within the instrument; The en- 
suing disinfection results in renewed protein denatu- 
ration, which in all probability prevents the disinfec- 
tant from being distributed in the instrument. Con- 
versely, while it was possible to rinse the dormia 
basket, adequate cleaning could not be assured due to 
the instrument design (247 counts/s). On the other 
hand, the disinfectant could apparently reach all inner 
surfaces, making provision for an adequate disinfection 
outcome. 

The unsatisfactory sterilisation results achieved for 
these instruments are not unexpected, since effective 
cleaning is the prime precondition for successful sterili- 
sation. It is precisely this example that clearly indicates 
that adequate cleaning cannot be necessarily inferred 
from good disinfection results. Furthermore, there were 
no reprocessing instructions available for this device. 
The manufacturer pointed out that the label “autoclav- 
able” was enough. On further scrutiny, it was estab- 
lished that the device could be dismantled, thus con- 
siderably, enhancing the cleaning effect. However, two 
persons were needed to assemble the instrument, as 
also confirmed by experienced endoscopy nurses. 

Inspections of instruments reprocessed in the hospital 
confirm the impression of a completely inadequate out- 
come quality. For this reason, the following con- 
clusions must be drawn: 

If in the case of some devices, the paucity of potential - Due to the design features of these devices, effective 
savings is a disincentive to using reusable endoscopy quality assurance is currently not possible when re- 
accessories, their use is all the more questionable from processing endoscopy accessories. 
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Figure 3 Pullwire in a reprocessable biopsy forceps in initial set- 
ting; location: 100 mm above the tip. 

- The potential savings to be made from reprocessing 
single-use medical devices are on closer scrutiny-at 
least in the domain of endoscopy - essentially lower 
than generally assumed. 

- The deployment costs for single- or multiple-use in- 
struments often differ only minimally. 

- As regards risk calculation, one must ask oneself 
whether, in view of the low potential savings, a risk 
to the patient’s health should be recklessly dis- 
regarded. 
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Abstracts for the 2000 FDA science forum from m OST famaw~&. 

Effects pf Use and Repro!eFing on Single Use Coronary Cathetec S. A. 8rown’, K. Menftt2, V. &f. 
Hitchins , and T. 0. Woods . Division of Machanics and Materials S&ma and *LX&ion of L&a SC&WS, 
CDRW FDA RockvNe Md-20852. 
Although sofd for single use onfy,‘some medical devices, such as coronary catheters, are being 
processed for reuse. Over 400 PTCA and 300 EP catheters have been retrieved after single patient use 
at Waiter Reed Army Hospital. Afler disinfection and deaning. a variety of performance characteristics 
were determined, and then some were subjected to ET0 sterilization and simulated reuse. The results 
demonstrated that deaning was not a trivial problem. The balloon compliance data demonstrated model 
specffrc changes. Some catheters became more sticky making inserlion more difficuft. Some modefs of 
EP’s were non-lumen, whereas others had hollow cores sometimes contaminated wfth blood. 
electrode seals exposed the lumens as well as copper wires connected to the electrodes. 

Damage to 
Unbeknownst 

to the user, subtle changes in device appearance may be associated with major cftanges in the 
performance of a used or reused device. 

Effect: of Diie.reTt Sterilization Nlethods on Materials Used for Single Use Devices (SUDS) S. A. 
Brown , K. Memtt , T. 0. Woods’.and V. M. Hitchit&. iDivision of Mechanics and Matarials Science and 
20ivision of Life Sciences, CDRW FDA, Rodvilte Md-20852 
Driven by economic and time constraints, some medical centers and third partfes are resterilizing SUDS 
for reuse. The steam autodave fs quicfr, buf most plastics used in SUDs can not survive the temperature. 
Thus, a number of new methods are being introduced on the market. To date, this program has studied 
the effects of five: EtO, peracetic acid * peroxide (Stetis) , high temp formafdehyde. (Chemidave). low 
temp peroxide gas ptasma - @ten-ad) , and tow temp pet-acetic acid gas plasma (Abtox). Tensile 
strength testing has shown that silicone elastomer is unaffected, whereas the strength of nylon, 
potyethyelene and latex was reduced by some of the methods. Depending on the formulation the 
strength of polyurethane either increased or decreased. The results demonstrate that the effect of 
sterilizalion depends on the method and the materials used in the device. 

The Efkct of Repeated Ethylene Oxide Sterilization on the Mechanical Strength of 
Synthetic Absorbable Sutures T-0. Woods’, S.A. Brown’, K. Merritt*, & V.M. Hit&ins’. 
‘Division of Mechanics & ikiarerials &ieme, 20ivision of Lije Sciences, CDRU, FDA, Rockvilie, 
MD 20850 
sutures that are opened but not used are commonly reprocessed for reuse, though they are labeled for 
single use. The effect of repeated ethylene oxide 60) sterilization on the knot strength of three types of 
absorbabfe sutures was tested. Suture inner packs were repacked and EO steniied using a dinical 
protocot. Mean knot strength was measured out of package and after 1 and 2 Re-EO cycles. As is true 
for other devices, it is not possible to make general concfusions. Suture strength was not affected for 
some sutures; others increased or decreased in strength. Seals on some inner packs were destroyed 
during reprocessing, exposing the absorbable sutures to ambient humidity. While seal loss migM not 
cause an initial strength loss, exposure to increased humidity for an extended time wilt cause suture 
degradation and loss of strength. 

The Effect of Reprocessing on Single Use JZkxtrophysiology Catheters T.O. Woods’, S.A. 
Brown’, K, Merritt*, & V.M. Hitchins*. ’ Division of Mechanics &Materials Science, ‘&vision 
of Life S&ences, CDRH, FDA, Rock&&~ MD 20850 
Electmphysiofogy catheters (EPs) are one of the single use devices that are most otten reported to be 
reprocessed and reused. Once it has been estabfished that a used device can be cfeaned and 
resterilized, it is necessary to show that its mechanical behavior has not been adversely affected. Torque . 
and trackability, two clinically relevant mechanical properties of EPs. will be determined for a solid and 
hollow configuration of one model of EP catheter. The two types reflect a manufacturing change that was 
made without a change in model name. The two properties will IX determined for new, unused catheters; 
for catheters after use in a single patient; and for used.catheteis subjected to a number of cydes of 



l(r 

i L_. 1 ei.hylene oxide sterilization, simulated reuse and tepmcessing cydes. 
wrll be compared. 

Results for the two catheter-types 

R$processing Single Use Biopsy Forceps for Reuse KMerritt, V-M. Hitchins S A Brown T 0 
Woods 
20852 

Division of liti? sciences, Division of Mechanics and hfafeda! Werut?, 60%. FDA, k&k& MD 
. 

F-! F4 
Economic considerations in-the delivery of health care are enticing some facilities to reuse single use 

I : 

devices. Biopsy forceps, used’ together with an endoscope in gastrointestinal procedures are among the 
devices that some entities are reprecessing. If these forceps ate to be reused on anotheipatient, they 

R 

must be adequately cleaned and sterilized. We have been examining 3 types of single use GI biopsy 
forceps. These have an external polymer sheath covering the spring that operates either jaws or a snare- 
The snares have an open lumen. The jaw forceps appear sealed but actually there is an open lumen 
Cleaning of these devices with a sequence of bleach, ultrasonic bath with detergent and enzyme and 
water rinse appears to remove residual debris. However, drying the lumens of these devices is v&y 
difficult. Residual water may decrease the effectiveness of sterilization. 
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_ ~W~B-Bfobarde~ testiap: of GBF Biop%; xGTrocessc6 by Vanguard Med. Concepts, IDC page I of 3 

* 
-w---s -m-- 

BIOBURDEN TESTING OF G BP BIOPSY FORCEPS BE-PROCESSED BY 

VANGUARD MEDICAL CON CEPIS, INC. ./ 

1. OBJECTIVE: The pqose of this test RW m d :terrninr if these GBF Biopsy Forces that have been procc~& 
by Vanguard Medical Concepts. Inc. were in EIC[ fg ofmicruorganisms 

2 RATIONALE: 

3. SAMPLE!% 

VENDOR: 
VENDOR&LOT Y: 

Boston Scientic Corporation 
Vanguwd Proass Lot Cy’s 219’3 !9,and 220827 

The GBF Biopslr Forcqx are di ;porablt “slngk use u medical devics used to obtain biopsy tissue 
sampks &urn different parts on-the body. 
is diwzuk! properly. 

Each forctps is lo k us& on one patient only and then it 

for deming and dcamf~rmti 
)bas seat used biopsy forceps to Vanguard 

10 and possiile ~-IL% on aew paticats, 
Medical Concepts 

Four (4 ea. j GBF Biopsy Forcq s processed by Va agwrd Medical Cormpts, Inc. These focrrceps 
had outer jacka sleeves on then - Two had Yeh sleeves, one Orange, and one Red. 

4. STEIULIZMTON: hits were sterilized uith E IXI by Vanguard on Decmber 1996. 

S.~TPERFORMEDz 

MO02 

C BioInmiea (aaohic and f&gal) 
I * Microbial ID of colony growth (Specks and Ger US) 

F 
6. RESULTS: Thne ad of four units tested lud bil k&en. Sample #l bad 32 Cows, sample #2 had 12 CFU’s and 

sample #4 had 8 Cows. Fun@ co u~t was -: 4 on Al IIX& (See pages 2 and 3 for dab) 

The microbial identification detect< j the presence of Staphylococcus 
Staph. culd a Cora@actcriwa spcc es. 

Aureus, Coagolase Neg. 

7. REPERENCE DOCUMENTS: 

Viimcd Laboratories Rquzt Namkr R70144 

1114 
8. COWZ.JSZONS: Based aa the rcsultl obtained irum this biiburdea test, it & obvious that the taed tin 

wert t:oatmiaated and nut JL it&te tu he ased oa sew paticatc rvcathoagh it wa &jmed 
r that the mitt were sterllizcd 1 rich ETO. 

VICTOR PEFWRA 
Biocomputlbility Engineer 

RELEASED 
KPW418B 



UIKOMED 

- -_-_ ---.. --.-- _--__ _ ___ _ 

Mar 11,97 13~24 No.040 P-+X+* - 

ACCT ti: 1128370 
BOSTON SCIENTIFIC CORP.-MIFIMISA’IPLE: SYMOl, URNGRURD PRO BIOPSY FORCEP 
FlTTN : VICTOR PEREIRA LOT #: 219929,220827,219929ACCESSION NO.: R70144 

i&O NW 41 STREET ID: DATE COCLECTED: 02/20/g? 
MIRMI FL 33166 STE?ILITY DRTE: TIME COLLECTED: NO TIME 

DQTE RECEIVED: 03/04/97 
DATE REPORTED: 03/11/97 

STEI!ILITY METHOD: 
MRNi’U SOURCE : BSC/SYMBIOSIS 

P.O.:1201 
NOTES : 

3.. l * 

--------------------~-------~--..------ --------_--------------------------------- 

TEST REPORT RESULT METHOD 
----------------------------~--- .------------------------------------------------ 
REROBIC AN, FUNGAL BIOBURDEN 

DATE :03049? 

AEROBIC I < 4 CFU YELLOW FUNGFlL 1 < 4 CFU YELLOW 
REROEIC 2 12 CFU ‘IELLOW FUNCAL 2 < 4 CFU YELLOW 
AEROBIC 3 32 CFU CRFlNGE FUNGRL 3 < 4 CFU ORANGE 
AEROBIC 4 8 CFU RED FUNGlJL 4 < 4 CFU RED 

a 
’ 

‘TECH/REVIEWER J.MACKCOW/I.Ktl~NDERS 



-- -_--- _-._ _- --_ ._._ 

Mar 13.97 17:41 No.058 Cl-'& 

L poowkd? 

F. m ‘$3 
.- - -_ . 

r*r 
1128370 

!&;&CIENTIFIC CORP.-MI”M:;?l;i” 
SYMOl, URNGRURD PRO BIOPSY FORCEP 

QTTN : VICTOR PEREIRA 
. 219929,22082?,219929QCCESSION NO.: 

R70145 

09 
8600 NW 41 STREET 
MIF\MI FL 33166 

A. 1 

DRTE COL’LECTED : ;;‘;;;;7 
TIME COLLECTED: 
DRTE RECEIVED: 03/04/97 
DRTE REPORTED: 03/13/97 

STEPILITY METHOD: 
MANf’U SOURCE : BSC/SYMBIOSIS 

7?.O .:1201 
NOTES : ----_- --------- 

______*-_-w-e------- --v-w--- ------------ 
---o---w- ---------------- 

RESULT 
METHOD 

TEST REPORT 
,~~ ~---------------o-------------- 

_ ------e----M- --------------- ---___---_--__---__- 

BRCTERIRL JD i 
- 

* 
: , 
i s BFXTERIRL ID 1 - STAPHYLOCOCCUS RUREUS 

BACTERIAL ID 2 - CORGULRSE NEGATIVE STRPH 
BKTERIAL ID 3 - CORYNEBQCTERIUM SPECIES 

I: 
E ! 
i ’ TECH/REVIEWER J .HICKMAN/3 .MRCKCOW 



@SteriLogics 
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: ANALYSIS OF REPROCESSED SINGLE USE DEVICES 

Summary of Study Activities (10/20/97) 

b-=3 
. Nine reprocessed devices were received from Boston Scientific. All of these devices 

were biopsy forceps manufactured by several different manufacturers and reprocessed by 
several different companies. 

These devices were reprocessed using both steam and Ethylene Oxide and came’ 
packaged ready for use. 

/ 
The devices were separated into two groups. Group 1 consisted of 4 instruments that 
would be subjected to laboratory testing to determine sterility and cytotoxicity. Group 2 
consisted of 5 instruments that would be subjected to functionality testing and destructive 
visual (microscopic) analysis. 

Group 1 

““! The 4 instruments in Group 1 have been subjected to laboratory testing and the results 
: have been received. 

8-3 
Instrument BSC 97820A: A Microvasive Radial Jaw biopsy forceps. 

Processed by: Vanguard Medical Concepts 
Sterilized using: Ethylene Oxide 
Date: April 97 Lot #: 222876 

Testing and Results: The instrument was subjected to a USP Product Sterility Test 
(SCD-FTM) by immersion. Testing was performed by ViroMED Laboratories. This 
instrument showed positive on day 7. Organism was identified’as fungal. 

Instrument BSC 97820B: An Olympus biopsy forceps. 
Processed by: Unknown Healthcare Facility 
Sterilized using: Steam 
Date: Unknown Lot #: Unknown 

6&S teriLogics -- 
PAGE ‘1 of 6 
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Instrument BSC 97820B (cant) 

Testing and Results: The instrument was subjected to a USP Product Sterility Test 
(SCD-FTM) by immersion. Testing was performed by ViroMED Laboratories. This 
instrument showed positive on day 7. Organism was identified as gram-positive COCCI. 

Instrument BSC 97820C: A Wilson-Cook biopsy forceps. 
Processed by: Unknown Healthcare Facility 
Sterilized using: Steam 
Date: July 18, 97 Lot #: 44 

Testing and Results: The instrument was subjected to a USP Product Sterility Test 
(SCD-FTM) by immersion. Testing was performed by ViroMED Laboratories. This 
instrument showed no g;rowth throuph the 14 day incubation period. 

Instrument BSC 97820D: A Microvasive Radial Jaw biopsy forceps. 
Processed by: Vanguard Medical Concepts 
Sterilized using: Ethylene Oxide 
Date: April 97 Lot #: 222876 

Testing and Results: The instrument was subjected to Cytotoxicity Testing USP MEM 
Elution Using L-929 Mouse Fibroblast Cells. Testing was performed by ViroMED 
Laboratories. This instrument showed no sipus of toxicity. 

Group 2 

The 5 instruments in Group 2 have been visually inspected, subjected to the functionality 
testing outlined in Boston Scientific Corpo&ion&mbiosis Quality Assurance Procedure 
QP90123S “Functional and Visual Lot Audit, GBF’. If a device Ms one functionality 
test it is considered unacceptable for use. NOTE* Boston Scientific quality acceptance l 

standards may exceed those of other manufkturers and if a device manufactured by a 
third party fails, it may not be due to reprocessing, but due to lower manufacturing 
standards. 

Once functionality testing of the devices was completed, the devices were subjected to 
destructive visual analysis. In this portion of the study the devices arti disassembled and 
examined using a microscope (maximum magnification is 40x). Additionally, -hardened 
particles found on the devices during this examination that were expected of bemg blood 
were tested. 



instrument BSC 97820E: An American Catheter biopsy forceps. 
Processed by: Americun Catheter, Corp. 
Sterilized using: Efhylene Oxide 
Date: Unknown Lot #: 70741 I 

Visual Examination: The end cap had fallen off the end effector in the bag; No apparent 
damage to the sheath, however there was a slight dust on the sheath that cam~off when 
the coil was pulled between two fingers, * No damage or plaque build up on the end 
effector; Distal end was free of debris and deterioration. 

Testing and Results: Loop Test: Pass 
Ring Gage: Fail 
Rotation & Engagement: 
Bite Test: Pass 
Pull Test: Fail 

Pass 

Microscopic Examination: The microscopic 
evaluation of the instrument revealed debris 
build-up on the end effector as well as the 
interior of ‘the clevis where the pull wire 
attaches to the end effector actuators. Samples 
of this debris were removed and found to 
contain blood residue. The pull wire was 
removed and found to be coated with rust and 
other debris from the bottom of the end effector 

to 48 cm up the Coil. 
and found to contain blood residue. / 
Examination of the sheath found debri 
well as fibers adhering to it’s outside. The 
sheath was removed ,fi-om the coil and rust 
was found on the surface of the coj 
places. Microscopic examination of the distal , 

handle revealed stress fixtures in the plastic of 

I 
the handle that could lead to failure of the 
instrument during use. 



Instrument BSC 97820F: AII Olympus biopsy forceps. 
Processed by: Unknown Healthcare Facility 
Sterilized using: Steam 
Date: Unknown Lot #: 21533 

Visual Examination: No apparent damage to the coil; No damage or plaque build up on 
the end effector; Distal end was free of debris and deterioration, however, there were 
several black dots on the thumb hole, that will be examined fkther. 

Testing and Results: Loop Test: Pass 
Ring Gage: Pass 
Rotation & Engagement: Pass 
Bite Test: Fail 
Pull Test: Pass 

a 

7. 

Microscdpic Examination: The 
microscopic evaluation of the instrument 
revealed debris build-up on the end effector 
as well as the interior of the clevis where the 
pull wire attaches to the end effector 
actuator. Samples of this debris was 
removed and found to contain blood residue. 
The pull wire was removed and found to be 
coated with rust and other debris Corn the 
bottom of the end effector to 12 cm up the 
coil. This debris was tested and found to contain blood residue. Examination of the Coil 
found debris, as well as fibers adhering to it’s outside. Microscopic exanitiation of the 
distal &d and handle did not reveal any debris or other discrepancies. 

Instrument BSC 978206: An Pentax biopsy forceps. 
Processed by: Unknown Healthcare Facility 
Sterilized using: Steam 
Date: July 23, 97 Lot #: 42 

Visual Examination: No apparent damage to the coil; No damage or plaque build up on 
the end effector; Distal end was free of debris and deterioration, however, there were 
several black dots on the shaft, that will be examined fbrther. 

Testing and Results: Loop Test: Pass 
Ring Gage: Pass 
Rotation & Engagement: Pass 
Bite Test: Pass 
Pull Test: Pass 

p”r 
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Instrument BSC 97820G (cant) 

Microscopic Examination: The microscopic evaluation of the instrument revealed 
debris build-up on the end effector as well as the interior of the clevis where the pull wire 

attaches to the end effector actuator. 
Samples of this debris was reqoved and 
found to contain blood residue. The pull 
wire was removed and found to be 
coated with rust and other debris from 
the bottom of the end effector to 5.5 cm 
up the coil. This debris was tested and 
found to contain blood residue. 
Examination of the coil found debris, as 
well as fibers adhering to it’s outside. 
Microscopic examination of the spot on 
the handle is consistent with blood, and 

the spot was tested and found to be positive for blood residue. 
4 

Instrument BSC 97820B: An Pentax biopsy forceps. 
Processed by: Unknown Healthcare Facility 
Sterilized using: Steam 
Date: July 23, 97 Lot #: 43 

Visual Examination: There is a double “kink” in the coil approximately 40 cm from the 
bottom of the strain relief; The‘tip of the needle within the jaws of the end effector is 
broken; Distal end was fiee of debris and deterioration. 

Testing and Results: Loop Test: Pass 
Ring Gage: Pass 
Rotation & Engagement: 
Bite Test: Fail 
Pull Test: Pass 

Pass 

Microscopic Examination: The 
microscopic evaluation of the instrument 
revealed debris build-up on the end 
effector as well as the interior of the clevis 
where’ the pull wire attaches to the end 
effector actuator. Samples of this debris 
was removed and found to contain blood 
residue. The needle was examined and 
found to be broken. The pull wire was 
removed and found to be coated with rust 
and other debris from the bottom of the 

end effector to 7 cm up the coil. This debris was tested and found to contain blood 

PAGE 5 of 6 



residue. Examination of the coil found 
debris, as well as fibers adhering to it’s 
outside. Microscopic examination of the 
distal end and handle did not reveal any 
debris or other discrepancies. 

Instrument BSC 978201: A Microvasive Radial Jaw biopsy forceps. 
Processed by: Orris Inc. 
Sterilized using: Ethylene Oxide 

. Date: Unknown Lot #: 97051211 

Visual Examination: No apparent damage to the sheath; No damage or plaque build up 
on the end effector, however the end effector appears to be corroded; Distal end was free 

of debris and deterioration 

Testing and Results: Loop Test: Pass 
Rig Gage: Pass 
Rotation & Engagement: 
Bite Test: Pass 

Pass 

Pull Test: Pass 

:, 

ti 
Microscopic Examination: The 
microscopic evaluation of the 
instrument did not reveal any 
debris build-up on the end 
effector or the interior ‘.of the 
clevis where the pull wire 
attaches to the end effector 
actuator. Some fibers were 
present on the needle and the 
jaws. When tested these fibers 
did not indicate the presence of 
blood residue. The pull wire 
was removed and found to be 
free of debris or corrosion. Microscopic examination of the distal end and handle did not 

reveal any debris or other discrepancies. These findings are consistent with a device that 
had not been used prior to sterilization. 



‘.JCT #: 1128065 
:TERILOGICS 

TTN: CRRIS corns 
1 1248 NW 47TH ST 
:UNRISE FL 33351 

," * , 

P 80.: 970821-6 
'., 3TES : 

SAMPLE: STE15,BSC 970820D 
LOT #: NA ACCESSION NO.: 
ID: DATE COLLECTED: 
STERILITY DATE: TIME COLLECTED: 

DATE RECEIVED: 
DATE REPORTED: 

STERILITY METHOD: ETHYLENE OXIDE 
MANFU SOURCE: 

----________________-------------~-------- --_----------------------------------- 

PST REPORT RESULT METHOD 
t ____________________---------------------------- ------------------------------- 

'!&'I ELUTION L-929 CELLS (USP) 
m POSITIVE CONTROL ," i "4" SEVERE TOXICITY OBSERVED 

24 HR RESULTS 4/4 ; 48 HR RESULTS 4/4 

R7057785 
NO DATE 

'NO TIME 
08/26/97 
09/04/97 

" INTERMEDIATE CONTROL 
ic , "2" MILD TOXICITY OBSERVED 

24 HR RESULTS 2/2 ; 48 HR RESULTS 2/2 

dIVE CONTROL 
"0" NO TOXICITY OBSERVED 

24 HR RESULTS o/o i 48 HR RESULTS o/o ,- 
/ 
: CELL CONTROL 

"0" NO TOXICITY OBSERVED 
ma 24 HR RESULTS o/o : 48 HR RESULTS o/o li' * 

SAMPLE 

n 
no" NO TOXICITY OBSERVED - PASS 

24 HR RESULTS o/o ; 48 HR RESULTS o/o 

RELEASED AT 48 HOURS PER USP 23 GUIDELINES. 
"I 

INTERPRETATION 
F 

GRADE REACTIVITY CELL APPEARANCE 

0 NONE 

1 SLIGHT 

2 MILD 

DISCRETE INTRACYTOPLASTIC GRANULES; 
NO CELL LYSIS 
NOT MORE THAN 20% OF CELLS ARE ROUND, 
LOOSELY ATTACHEDrWITHOUT 
GRANULES,OCCASIONAL CELL LYSIS 
PRESENT 
NOT MORE THAN 50% OF CELLS ARE ROUND, 
LOOSELY ATTACHED, SOME PLAQUES AND 
MODERATE CELL LYSTS 

I* 3 MODERATE NOT MORE THAN 70% OF THE CELLS + 

rrn* “1 .- P:--I- n-;-s- l hd;nnennoli< ‘vJN 5_~3~13-Y1()8 l (80(1) t82-0077 l (612) 931-0077 l FZU: 1612193Y-121.i 



~rtC!T #: 1128065 
;TERILOGIcs 

f-TN: CHRIS COMBS 
' )248 NW 47TH ST 
;UNRISE FL 33351 

Ir* i 

t- ' 70.: 970821-6 
'..bTES: 

SAMPLE: STE15,BSC 970820D 
LOT #: NA ACCESSION NO.: R7057785 
ID: DATE COLLECTED: NO DATE 
STERILITY DATE: TIME COLLECT&D: -=NO TIME 

DATE RECEIVED: 08/26/97 
DATE REPORTED: 09/04/97 

STERILITY METHOD: ETHYLENE OXIDE 
MANFU SOURCE: 

f-EST REPORT ” : RESULT METHOD 
. i,,,,,,_,,,_____________________________--------------------------------------- 

LYSED OR DISPLAY CPE 

py 4 SEVERE TOTAL OR NEARLY TOTAL DESTRUCTION OF 
I THE CELL LAYER 

I- 
SAMPLES DISPLAYING SCORES OF "O", "l", OR "2" THROUGHOUT THB 72 HOUR 

i 
TEST PERIOD ARE CONSIDERED NONTOXIC FOR THE TEST SYSTEM. 
SAMPLES DISPLAYING A SCORE OF "3" DURING THE TEST l%RIOD ARE 
CONSIDERED MODERATELY TOXIC FOR THIS TEST SYSTEM. 

#'?/+--,SAMPLES DISPLAYING A SCORE OF "4" AT ANY POINT IN THE 72 HOUR TEST 
c PERIOD ARE CONiZIDERED TOXIC FOR THIS TEST SYSTEM. 

SAMPLES ARE EXTRACTED AT 37 PLUS OR MINUS 1 DEGREE, 85 -PLUS OR MINUS 
15 PERCENT HUMIDITY AND 6 PLUS OR MINUS 1 PERCENT C02. ONCE EXTRACTS 
ARE INOCULATED ONTO CELL LINE THE CELLS ARE INCUBATED UNDER THE SAME 
CONDITIONS. 

62.4 GRAMS OF SAMPLE WERE EXTRACTED IN 312 ML OF MEM. 

EXTRACTION RATIO BY WEIGHT IS 4 GRAMS PER 20 ML. 
EXTRACTION RATION BY SURFACE AREA IS 60 CM2 PER 20 ML FOR TUBING OR 
FILM > 0.5 MM THICK AND 120 CM2 FOR TUBING OR FILM c 0.5 MM THICK. 
CONCLUSIOH: SA&@LE k3 COi?SIbEFiED i?~@J%XfC 'PER VIROJdED Sijti. 

TECH/REVTEWER J.MAC!XCOW/I.XOENDERS 

&&i&&-L- . 

*** FINAL REPORT *** 



STERILOGICS 
FITTN: CHRIS COMBS 
10248 NW 47TH ST 
SUNRISE FL 33351 

SRMPLE: STElStBS 
LOT #: NFI 

%RILITY DATE: 

C 970820R,970820B,970820C 
FICCESSION NO.: R70577 
DRTE COLLECTED: NO DRT 
TIME COLLECTED: NO TIM 
DFlTE RECfIVED: 081261 
DRTE REPORTED: 09/09/ 

ETHYLENE QXIDE STERILITY METHOD: 
MFiNFU SOURCE: 

P.O.:970821-6 
NOTES: 
-______________c_____ _______I___-_------ _________-__--_c-__________c ------__-___ 

METHOD 
TEST REPORT RESULT 
-___________________ __________-__-------- _________-______ -------__-_ -------._-__- 

USP PRODUCT STERILITY-EXTRA LRRGE 

SeP 9397 7:31 No.012 ?.ol/Ui 

PROCEDURE/TEST METHOD: 
n 11-CONT-02-8300D 1 Product Sterility by Immersion 

TEST ACCEPTRNCE CRITERIR: 
1. Positive controls must be positive 
2. Negative controls must be negative 

P ’ 

MEDIfJ TYPE 

Tryptic Soy Broth 
Thioglycollate Broth 

INCUBRTION 

TF%C) 
DAYS 

14 
33-35 14 

; , 
TEST RESUL-' 

P 

F 
I 

. 
A:ftive Media Control: 

Control Organism - B. Subtilis 
Positive in Tryptic Soy Broth _, 
Positive in Thioglycollate Brotn . __ 
Negative Media Control 
No growth after 14 days 

g?j CYCLE INFORMRTION NUMBER OF TESTS NUMBER OF POSITIVES 
--__-__-__----_--_---- ----c-- 

-----;-i---i-- i--------------------------- 
F ! 3 2 

F PRODUCT FI WFlS POSITIVE ON.DQY 7. ORGQNISM WQS FUNGfiL GROWTH. P 3 ‘. PRODUCT B WRS POSITIVE ON Dt?Y 7. ORGFlNISM WAS GRFlM POSITIVE COCCI. 

TECH/REVIEWER J.MQCKCOW/I.KOENDERS 
: 
a. , 
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6SG97830A 

VANGUARD 
hedical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACK-AGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts. Inc 
Lakeland, FL 33815 

(800) 887-9073 CONTENTS STERILE UNLESS OPENED OR DAMAGED 

Reprocessed & Rep 

Mfg Name: MICROVASIVE - W&down, MA 
02172 

Tracking No: 885784 

Desc: BIOPSY FORCEP LOWER GI W/NEEDLE 

Uses: I 

Caution: Federal Law (USA) restricts the use of 
this device to use by or on order of a physician. 

Follow recommended hospital procedure. P 
; , 
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VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

_ -- ----** 7 UNLESS OPENED OR DAMAGED ‘/ (800) 887-9073 CONTENl S 5 I tKlLt 

i - 

F* 
/ r Reprocessed 

I 

Mfg Name: 

Tracking No: 

Do8c: 

MICROVASIVE - Watertown, MA 02 172 

885789 

BIOPSY FORCEP LOWER Gl WIN EEDLE 

Caution: Fedwd m m m w ~0 d 
thisdevice touwbybyC#ttiarbrd~ 

Follow recommenbd horoy e 
.._ 

,, ‘-,.! 



Consignment Forceps 

PART # - 7200 7210 7220 7230 72408 7250 
7200s 7210s 72208 72308 724% 7250s 

DESCRIPTION - 

BIOPSY FORCEPS 
NEEDLE / NO NEEDLE 
COLD / HOT 

LENGTH - 160cml230cm 

DIAMETER - 2.4 mm / 3.3 mm 

LOT#- 70 74 ‘: .7 
SERiAL#- q 63 

JOTE - STERILIZED WITH ETO. 
:AmON - FEDERAL USA LAW RESTRICX 7W.S ZE’XE -C THE SALE 3Y CR ON THE 

ORDER OF 4 PHYSICIAN. =OR C.‘:E tlME ‘SE ‘3NL.r’ 
ZERILE - CONTENTS STE.?ILE UNLESS ?4CGGE :S OPENED CR PJAMAGED. 

10061 Amberwood Road l Ft. Myers. FL 33913 USA 

(800) 3456714 
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der Sektion wd dem Stelnbels.Transferzenrnrm 
fur Mlnlmal fnVaSiVe Chirurgje. Ttiblngen 
Lewng: Pro: Dr. G Bue0 

der Klinikhygiene. T6blnga.n 
Leitung Prof. Dr P Heeg 

Leitung: Dr. R. Reich1 0 71 21 I51 53 00 

Klaus Roth 07071i2981239 

Tiibingen, den 3 1. M&-z 1999 

EXAMINATION OF DEVICES, REPROCESSED BY VANGUARD 
I 

* 

DECLARED TO BE STERILE 

r? 

k i DEVICES EVALUATED WERE REPROCESSED & REPACKAGED FOR : 

PERFORMING LABORATORY: 

PMP 

P * ’ THE CENTER FOR THE TESTING OF MEDICAL PRODUCTS 
b,..- UNIVERSITY OF TUEBINGEN 

WALDHOERNLESTRASSE 22 

D - 7207’2 TUEBINGEN 
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Eighteen single use devices, which were reprocessed by a third party reprocessor, were 
obtained from the hospital at random and sent to PMP, and tested for claims of sterility and 
cleanliness. All of these devices are originally labeled for single use and have been 
manufactured by Microvasive, Boston Scientific Corporation. 

Reprocessing was performed by Vanguard, Medical Concepts, Inc. Lakeland Florida. The 
devices have been reprocessed, repacked and registered and were at the hospital awaiting 
patient use. The following data are documented on the package (See Attachment I), the 
hospital believed the reprocessor’s label claims: 

l the reprocessor 
l the customer (hospital) 
l the manufacturer 
l Tracking No. 
l Mfg-Cat-No: 
l Description of the device 
l Lot Number 
l Sterilization Date 
l Number of Uses 

. 

c 
The label includes a bar code sticker for documentation. 

Tests were performed in 

Februrary/March 1999 

For sterility testing, standard microbiological procedures with aseptic technic have been used. 
. . 

Light microscopy, Scanning electron microscopy and photoelectron spectroscopy delivers 
additional information on the dleanliness of the devices. Resultsof these technics are 
documented in attachement 2. 

The selection of the devices for the different procedures has been done by random selection. 

For documentation and identification of the devices the sterile bags were numbered by the 
laboratory. 

Director of study: Klaus Roth 

Microbiological testing: Prof. Dr. Peter Heeg 

Microscopy and spectroscopy Dr. Rudolf Reich1 
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Sterility testing 

We used the following procedure 

Recovery 

Radial jaw and Hot biopsy forceps: 

Aseptically cut 30 cm of the tip and also the following 30 cm segment and put them into 
separate sterile tubes (containing 50 ml broth) 
Aseptically cut the rest of the instrument also into 10 cm segments and collect them in 
another tube (containing 50 ml broth) 

Vortex the 50 ml-tubes for 30 seconds and shake them again 30 seconds manually 
shake the beakers for 15 mins at 300 mins -1 . 

plate 1 ml and spiralplate also 92 ~1 on Columbia-blood-agar 
(the controls and also the controll-dilutions only need to be spiraJplated) 
incubate the broth for 7 days at 37°C 
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Examination of reprocessed devices (declared to be sterile) 
reprocessed by Vanguard Medical Concepts, Inc. Lakeland, Florida 

r” 

T 
I Radial Jaw 

0- IOcm 
IO-20cm 
rest of device 

2 Radial Jaw 
0-IOcm 
IO-20cm 
rest of device 

3 Radial Jaw 
0-IOcm 
IO-20cm 
rest of device 

-I- 

22.2.99 

cfu/ml Volume (ml) ‘Differentiation 

(1 ml) Growth (+A) cfu per device 

0 
0 
15 

0 
0 
0 

0 
0 
1 

50 ml (-) 
50 ml (+) 
50 ml (+) 

totally: 750 - 800 
0 
< 50 Mkz, a-hemolytic streptococci 

750 Mkz, < 50 E. faecium 

50 ml (-) 
50 ml (-) 
50 ml (+) 

50 ml (-) 
50 ml(+) 
50 ml (+) 

totally: < 50 
0 
0 

< 50 E. faecium 

totally: 50 - 100 
0 
< 50 E. faecium 
< 50 E. faecium, 50 Mkz 

l 1 Hot Biopsy totally: 50 - 100 
0- 10cm 0 50 ml (-) 0 
IO-20cm 0 50 ml (-) 0 c 
rest of device I 50 ml (4) 50 Mkz, < 50 E. faecium 

2 Hot Biopsy totally: c 50 
0- 10cm 0 50 ml (-) 0 
lo-20 cm 0 50 ml (-) 0 
rest of device 0 50 ml (+) < 50 E. faecium 

3 Hot Biopsy totally: 250 - 300 
0- IOcm 5 50 ml (+) 100 Mkz, 150 Spo 
lo-20cm 0 50 ml 0 (-) 
rest of device 0 I 50 ml (+) < 50 E. faecium,Spo 

I** - 

Spo = aerobic spore forming organism 

” I : 
Mkz = micrococcaceae 

f 



i”“’ ’ I (1 E . .- . . -. - . . .- .,. 
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I pi _ Examination of reprocessed devices (decked to be sterile) 3.3.99 
reprocessed by Vanguard Medical Concepts, Inc5. Lakeland, Florida 

Nr.: Type cfu/ml 

(1 ml) 

9 Radial Jaw 
0- IOcm 0 
IO-2Ocm 0 
rest of device 0 

IO Radial Jaw 
0- IOcm 0 
IO-20 cm 0 
rest of device 0 

- 
12 Radial Jaw 

0- 10cm 0 
IO-20cm 0 
rest of device 0 

- 
13 * Radial Jaw 

0-IOcm 0 
IO-20cm 0 

Volume (ml) Differentiation 

Growth (+I-) cfu per device 

totally: < 50 
50 ml (-) 0 
50 ml (-) 0 
50 ml (+) < 50 Corynebakterium 

totally: 0 
50 ml (-) 0 
50 ml (-) 0 
50 ml (-) 0 

totally: 0 
50 ml (-) 0 
50 ml (-) 0 
50 ml (-> 

50 ml (f) 
50 ml (+) 

0 

totally: < 100 
< 50Mkz l 

< 50 gram-negative non fermenting rods 
0 

rest of device 0 50 ml (-) c 

Hot Biopsy 
0- IOcm 0 
IO-20cm 0 
rest of device 0 

Hot Biopsy 
0- 10cm 0 
IO-20 cm 0 
rest of device 0 : 

Hot Biopsy 
0- IOcm 0 
IO-20cm 0 
rest of device 0 

Hot Biopsy 
0- IOcm 0 
IO-20cm 0 
rest of device 0 

50 ml (-) 

50 ml (-) 

50 ml (-) 
50 ml (f) 

50 ml (-) 
50 ml (-) 
50 ml (-) 

50 ml (-) 
50 ml (-) 

totally: 0 
0 
0 

50 ml (-) 0 

totally: 0 
50 ml (-) 0 
50 ml (-> 0 I 

0 

totally: < 50 
- o _- 

0 
< 50 Mkz 

totally: 0 
0 
0 

10 



The study has sho\\m that 

m l only 5 of 14 reprocessed devices were steril. 

m P 
. reprocessing did not result in clean devices all the time as a prerequisite for effective 

disinfection or sterilization. 

l equal standard patient care, (universal precaution), assuring that each patient should have a 

clean device to prevent infection from cross contamination. 

m i 
h I- I 

All these results, investigating the present state of the art of reprocessing endoscopic 

accessories, show that these single use biopsy forceps cannot be reprocessed safely and 

reproducibly to sterile condition, even with so called validated reprcrcessing methods. 

r 

Attachement 1: Copies of the sterile packages for documentation 

Attachement.2: Results of light microscopy, scanning electron microscopy and 
photoelectron spectroscopy 
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r 1 VANGUARD 
aar ;. : Medical Concepts, inc. 
fs .I Lakeland, Florida 

-; 

s ;./ p i 1 
CONTENTS STERILE UNLESS PACKAGE 

. IS OPENED OR DAMAGED 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

’ Reprocessed & Rep 

Mfg Name: MICROVASIVE -Walertown, h4A 02172 

Mfg-Cat-No: 1537 Desc: RADIAL JAW 3 BIOPSY FORCEPS :. 
Tracking No: 964675 SERRATED W/NEEDLE ENDOGLIDE SHE 

Uses: 1 
WORK LEN-240CM OUTSIDE DIA-2;2My; :.‘. 
REQ. BIOPSY CHANNEL-2.8MM :I ..,:: 

I “Z _; 

Caution: Federal Law (USA) restricts the use of this 
device to use by or on order of a physician. 

Follow recor?mcnded hospital procedure. 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CCN’JTENTS STERILE UNLaS PACKAGE 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

. . ‘.. ;‘. _ 
‘.’ ‘, :.-:.:.‘l’ 1. 

(800)887-9073 . CON?E-~‘F.9,st@nri~,.~NLSS5 OPENED OR DAMAGED 

Reprocessed & Repackag’oi 

Mfg Namo: 

3+>,.; ,. i. 

q?RCEPS 
~POGLIDE SHE 
i?PE UA-2.2MM 
!.8MM .,.!&’ ,:.:t P.. 

dovlce to. @ii I 

Follawre&i 
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VANGUARD 
Medical Concepts, inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 
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VANGUARD 
Medical Concepts, inc. 

Lakeland, Florida 

CON’I+ENTS STERlLE UNLESS PACKAGE 
IS OPENED OR DAMAGED 
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f I’ , VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

(800) 887-9073 CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

Reprocessed & Repa 

Mfg Name: MlCROVASlVE -Watertown. MA 02172 c 

Mfg-Cat-No: 1276 

Tracking No: 954761 

Desc: HOT BIOPSY FORCEPS LOWER GI 
JAW O.D.- 2.2 LENGTH - 240CM 

Uses: 1 
REQUIRED BIOPSY CHANNEL - 2.8MM 
MICROVASIVE CONNECTOR 

Caution: Federal Law (USA) restricts the use of this Lot Number: 241093 
device to use‘by 0; on order of a physician. 

Follow recommended hospital procedure. 
Sterilization Date: l/99 

For One Procedure Only 



Medical Concepts,, Inc. 
Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

m 
.& : 
/_. . 

: . . : ‘_ .., 
“: 

Mfg Name: .MICROVA! 

@y.FORCEPS LOWER GI 
!,; 2.2 LENGTH - 240CM 

BIOPSY CHANNEL - 2.8MM 
‘CROVASIVE CONNECTOR p:.L,:* ‘:; . 2 / i;,:. .: i.;:f. ; 
‘Ais .’ Lot Number: 241093 

$j&;l, 
‘“‘: 

wwdure. 
Steriliza!iqn Date: 12/98 

‘*z:~.’ ‘. a’!. For One Procedure Only 
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VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

. 

. ,.&2y 
” 

. . 
e- .- 

, :’ _ ,!-. - . .‘ .- - 

; I. 
Y,’ 

CONTENTSSTERILETJNLESSPACKAGE 
ISOPENEDORDAMAGED 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 
(800) 887-9073 CONTENTS STERILE “NL&S OPENED OR DAMAGED. 

Reprocessed & Repackaged for: 

Mfg Name: MICROVASIVE - Watertown, MA 02172 

Mfg-Cat-No: 1537 
Desc: RADIAL JAW 3 BIOPSY FORCEPS 

SERRATED W/NEEDLE ENDOGLIDE SHE 

WORK LEN-240CM OUTSIDE D/A-2.2MM 
REQ. BIOPSY CHANNEL-2.8MM 

Tracking No: 955665 

Uses: 1 

Caution: Federal Law (USA) restricts the use of this Lot Number: 242416 
device to use by or on order of a physician. 

Follow recommended hospital procedure. 

Steri,ization Date. ,,gg 
. 

.- - For One Procedure Only 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, Flo:ida 

Pf r 
. * CONTENTS STERILE i&-LESS PACKAGE 

IS OPENED OR DAMAGED 
P 
! - 

i‘ 

Vanguard Medical Concepts, Inc. 
Lake/at Iti, FL 33815 

(800) 887-9073 CONTENTS STERILE UNLESS OPENED 3R DAMAGED. 

/Reprocessed & Repa 

Mfg Name: MICROVASIVE -Watertown, MA 02172 c 

Mfg-Cat-No: 1550 

Tracking No: 95568 

Uses: 1 

1 

Desc: RADIAL JAW 3 HOT BIOPSY FORCEPS 
SERRATED 

WORK LEN-240CM OUTSIDE DIA-2.2MM 
REQ. BIOPSY CHANNEL-2.8MM 

Caution: Federal Law (USA) restricts the use of this Lot Number: 242416 
device to use by or on order of a physician. Steri,i.ation Date. ,,gg 

. 
Follow recommended hospital procedure. 

For One Procedure Only 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

COI’TI’EWS STERILE UNLESS PACKAGE 
IS OPENED QR DAMAGED 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

(800) 887-9073 CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

Reprocessed & Repackaged for: 
. 

.- 

Mfg Name: MlCROVASlVE 

Mfg-Cat-No: 1537 
c 

Desc: RADIAL JAW 3 BIOPSY FORCEPS 
Tracking No: 955674 SERRATED W/NEEDLE ENDOGLIDE SHE 

Uses: 1 WORK LEN-240CM OUTSIDE DIA-2.2MM 

REQ. BIOPSY CHANNEL-2.8MM 

Caution: Federal Law (USA) restricts the use of this Lot Number: 242416 
device to use by or on order of a physician. 

Follow recommended hospital procedure. 
Sterilization Date. ,,gg 

. 

For One Procedure Only 

__ 



VANGUARD 
Medical Concepts, inc. 

Lakeland, Florida 
sua 
A. 

cOlNTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED I i 

Vanguard Medical Concepts, Inc. 

Lakeland, FL 33815 
- -__ CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

Reprocesse? Q n 

Mfg kune: MICROVASIVE -Watertown, MA 02172 
Ii 

c 

Mfg-Cat-No: 1537 

Tracking No: 955675 

Uses: 1 

Desc: RADIAL JAW 3 BIOPSY FORCEPS 
SERRATED W/NEEDLE ENDOGLIDE SHE ; 
WORK LEN-240CM OUTSIDE DIA-2.2MM j 

REQ. BIOPSY CHANNEL-2.8MM .jd 

Caution: Federal Law (USA) restricts the use of this 
Lot Number: 2~ 

device to use by or on order of a physician. Sterilization Date: ,199 

Fn1k.r rer.nmmen&d ho$q)ital procedure. Oplw 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

PQ 

c ‘ 
L 

PC* 

c 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

(800) 887-9073 CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

--_ 

Reprocessed & Repackaged for: 

Mfg Name: MICROVASIVE -W&-town. MA 02172 

Mfg-Cat-No: 1537 

T&king No: 955676 

e 

Desc: RADIAL JAW 3 BIOPSY FORCEPS 
SERRATED W/NEEDLE ENDOGLIDE SHE 

Uses: 1 WORK LEN-240CM OUTSIDE DIA-2.2MM 
REQ. BIOPSY CHANNEL-2.8MM 

Caution: Federal Law (USA) restricts the use of this Lot Number: 242416 
device to use by or on order of a physician. 

Follow recommended hospital procedure. 
Steri,ization Date. 

. 
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VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PA&AGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

(800) 887-9073 
CONTENTS STERlLE UNLESS OPENED OR DAMAGED. 

Reprocessed 8 Repa 

&ifg Name: MICROVASIVE -Watertown. MA 02172 

. 

Mfg-Cat-No: 1550 Desc: RADIAL JAW 3 HOT BIOPSY FORCEPS 

Tracking No: 955683 

Uses: 1 

SERRATED 
WORK LEN-240CM OUTSIDE DIA-2.2MM 
REQ. BIOPSY CHANNEL-2.8MM 

CAtiOn: Federal Law (USA) restricts the use of this Lot Number: 242416 

device to use by or on order of a physician. Sterilization Date. ,,gg 

Follow recommended hospital procedure. For One Procedure Only 
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VANG UARD -. ‘. 
Medical Concepts, Inc. C-.2. 

Lakeland, Florida I- _ 

CONTENTS STERILE UNLESS PACKAGE :. 

IS OPENED OR DAMAGED 

‘Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

(800) 887-9073 
CONTENTS STE 

Reprocessed & Repackaged for: 

Mfg Name: MICROVASIVE - Watertown, MA 02172 : r: .i 
a 

Mfg-Cat-No: 1550 Desc: RADIAL JAW 11 HOT RIT)PSY FORCEPS 

Tracking No: 955682 

Uses: 1 

SERRATED 

WORK LEN-240CM OUTSIDE DIA-2.2MM 

REQ. BIOPSY CHANNEL-2.8MM 1 

Caution: Federal Law (USA) restricts the use of this 
Lot Number: 242416 

device to use by or On order Of a physician. Sterilization Date: ,1gg 

Follow recommended hospital procedure. For One Procedure Only 
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VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

e 
CO~ENTSS?'ERXLEUNLESS PACKAGE 

ISOPENEDORDAMAGED 

Vanguard Medical COnCePt% Inc. 
Lakeland, FL 33815 
(800) 887-9073 

CONTENTS STERlLE UNLESS OPENED OR DAMAGED. 

6 

: Reprocessed & Repa 

Mfg Name: MICROVASIVE -Watertown. MA 02172 

Mfg-Cat-No: 1550 Desc: RADIAL JAW 3 GOT BIOPSY FORCEPS 

Tracking No: 955680 
SERRATED 
WORK LEN-240CM OUTSIDE DIA-2.2MM 

Uses: 1 REQ. BIOPSY CHANNEL-2.8MM 

Caution: Federal Law (USA) restricts the use of this 
Lot Number: 242416 

device to use by or Otl order Of a physician. 
; : 

Sterilization Date: ,I99 

Follow recommended hospital procedure. For One Procedure Only 

_.- 



VANGUARD 
Medicaf Concepts, Inc. 

Lakeland, Florida 

CONTENTS S’?ERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts, I~c. 

Lakeland, FL 33815 
CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

Mfg Name: MICROVASIVE - Watertown, MA 02172 

Mfg-Cat-No: 1550 

Tracking No: 955679 

Uses: 1 

Desc: RADIAL JAW 3 HOT BIOPSY FORCEPS 
SERRATED 

WORK LEN-240CM OUTSIDE DIA-2.2MM 

REQ. BfOPSY CHANNEL-2.8MM 

Caution: Federal Law (USA) restricts the use of this Lot Number: 242416 
device to use by or on order of a physician. 

Follow recommended hospital procedure. 

Sterilization Date. ,,gg 

~~~l~~llll~llll ~lll~lll Iill 
For One Procedure Only .-. - - _- . . 
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INVESTIGATION OF 
m b 

: :.. ; 
CONTAMINATION AND MATERIAL ANALYSIS 

ON MEDICAL ‘DEVICES SOILE’D UNDER CLINICAL USE 

m AND REPROCESSED 
r 

Instrument: Biopsy Forceps 

Report of Light Microscopy, Scanning Electron Microscopy 
and X-ray Photoelectron Spectroscopy Research 

e 

PREPARED FOR 

Boston Scientific Corporation 
Microvasive Endoscopy 

One Boston Scientific Place 
Natick, MA 01760-I 537 

I PERFORMING LABORATORY 
- 

PMP 
The Center for the Testing of Medical Products 

University of Tijbingen 
Markwiesenstr. 55 

D - 72770 Reutlingen 

20.03.99 
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7 r Report on Light Microscopy, Scanning Electron Microscopy 
and X-ray Photoelectron Spectroscopy Research 

Purpose of study: 

The purpose of this study is to analyze the condition of single use biopsy 
forceps after clinical use and reprocessing by Vanguard, Medical Concepts, Inc. 
Lakeland, Florida. Microbiological and instrumental methods of surface analysis 
to analyze the device condition after reprocessing.has been used. 

According to the SpauldingICDC’ method of classification for medical devices, 
the devices in this study are classified as critical use devices, because they 
brake intact mucous membranes or are introduced directly into the sterile areas 
of the body. Sterility at the time of use is required for these items; consequently, 
a 10m6 sterility assurance level (the probability of one non-sterile unit out of one 
million units reprocessed) is the acceptable risk basis for critical devices. In 
responce to the need for cost containment, many healthcare facilities are faced 
with the decision of reprocessing single-use medical devices. 

The study evaluates contamination effects caused by the reuse of single-use 
devices, as compared with devices designed for reprocessing because good 
cleaning results are a predictor of adequate disinfection and sterilization. 
Measurable endpoints for evaluation will include contgmination idenfication, 
bioburden, sterility, design evaluation and material analysis. 

1 Spaulding EH. Chemical disinfection and antisepsis in the hospital. J. H&p. Res.,1972, vol.9. ~5-31 
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Name: 
Manufacturer: 

t Conclusion: 

Biopsy Forceps 
Microvasive 

cm 
*” . . 

Inr 
1 

Light micrographs showed residues in the joint region of the forceps of sample 
9901-040 (Radial Jaw 3 Biopsy Forceps). 
Scanning electron micrographs confirmed these investigations and showed 
additional residual layers on the outer surface of the wire plastic sheath 100 
mm above the distal end of the devices as well as residual layers on the. coil 
spring up to 100 mm above the distal end of all devices. 

XPS measurements yielded carbon, oxygen and silicon as the important 
elements of the chemical composition of the surface. Nitrogen which could be a 
marker for protein, was not identified. The detected silicon may indicate 

*residues from the cleaning agent as well as from lubrican$ e.g. silicone. 
The residual layer thickness was sufficient to cover the bulk material (stainless 
steel) on the investigated devices. 

f 
” ? 

b. .I 

/ 

” 
I 

F* 
/ 
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2 Samples: 

ID: 9901-010: 

Name: 
Description: 
Manufacturer: 
Order-No./Ref.: 
Lot: 
Setting: 

Uses: 

ID: 9901-020: 

Name: 
Descriptibn: 

* Manufacturer: 
Order-No./Ref.: 
Lot: 
Setting: 

Uses: 

ID: 9901-030: 

Name: 
Description: 
Manufa.cturer: 
Order-No./Ref.: 
Lot: 242416 
Setting: Soiled under clinical use 

Uses: 

ID: 9901-040: 

Name: 
Description: 
Manufacturer: 
Order-No./Ref.: 
Lot: 
Setting: 

Uses: 

Hot Biopsy Forceps 
Lower Gl Jaw O.D. 2.2 
Microvasive 
1276 
241093 
Soiled under clinical use 
Reprocessed by Vanguard 
1 

Radial Jaw 3 Biopsy Forceps 
Serrated w/needle Engoglide She 
Microvasive 
1537 l 

241093 

Soiled under clinical use 
Reprocessed by Vanguard 
1 

Radial Jaw 3 Hot Biopsy Forceps 
Serrated 
Microvasive 
1550 

Reprocessed by Vanguard 
1 

Radial Jaw 3 Biopsy Forceps 
Serrated w/needle Engoglide She 
Microvasive 
1537 
242416 
Soiled under clinical use 
Reprocessed by Vanguard 
1 
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p” ; , 

3 Sample preparations 
, ,_ . ,,. 

Cross-sectional structure of Biopsy Forceps: 

i? I 

Distal End 
Forceps SEM 

o mm - SEM/XPS 

100 mm -- SEM 

200 mm -- SEM 

300 mm -- SEM 

400 mm -- SEM 

p 
/ 

The catheters were cut off with scalpels at the defined locations. For cutting the 
coil spring a wire shear was used. 

c 

4 Analytical Methods 

c 

4.1 Light Microscopy (LM) 

Device: Zeiss, Axiophot 
Zeiss, Stereomicroscope SV 8 

4.2 Scanning Electron Microscopy (SEM) 

Device: ’ 
Acceleration voltage: 

- 
Cambridge S 90 
25 kV 

Sputtering: Gold/Palladium 
Observation angle: 45” 

4.3 Photoelectron Spectrometry (XPS) 

r t Device: VG ESCALAB 200 A 
irradiation: MgKcr 

m 
ps .: 

Area of measurement: 0lmm 
Residual gas pressure: IO-” mbar 

4 
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: 
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P 

5 Results 

5. I Light Microscope Images (LM) 

i i 

P 

Sample: 9901 - 010 
Biopsy Forceps, soiled and reprocessed 
Location: Forceps 
No visible residues 

*I 
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Sample: 9901 - 010 
Biopsy Forceps, soiled and reprocessed 
Location: Forceps (detail) 
No visible residues 

-. . 
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Sample: 9901 - 010 

P 

Biopsy Forceps, soiled and reprocessed 
Location: Transition forceps - coil with plastic sheath (detail) 
No visible residues 

F - 
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. 

Sample: 9901 - 010 
Biopsy Forceps, soiled and reprocessed 
Location: about 100 mm above the distal end 
No visible residues 

NMI MarkwiesenstraRe 55 D-72770 Reutling& Phone. (07121) 51530-11 Fax (07121) 5153@16 



, 
7 Report on Light Microscopy, Scanning Electron Microscopy 

‘i and X-ray Photoelectron Spectroscopy Research 

r 
t ; 
p 

E : 

P 
, 

Sample: 9901 - 020 
Biopsy Forceps, soiled and reprocessed 
Location: Forceps 
No visible residues 
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Sample: 9901 - 020 
Biopsy Forceps, soiled and reprocessed 
Location: Forceps (detail) 
No visible residues 

+ 
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Sample: 9901 - 020 
Biopsy Forceps, soiled and reprocessed 
Location: Transition forceps - coil with plastic sheath (detail) 
No visible residues 
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Sample: 9901 - 020 
Biopsy Forceps, soiled and reprocessed 
Location: about 100 mm above the distal end 
No visible residues 

m - 
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Sample: 9901 - 030 
Biopsy Forceps, soiled and reprocessed 
Location: Forceps 
No visible residues 

F” 
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Sample: 9901 - 030 
Biopsy Forceps, soiled and reprocessed 
Location: Forceps (detail) 
No visible residves 

- 
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I 

Sample: 9901 - 030 
Biopsy Forceps, soiled and reprocessed 
Location: Transition forceps - coil with plastic sheath (detail) 

Y No visible residues 

E 
P i 
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i 
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Sample: 9901 - 030 
Biopsy Forceps, soiled and reprocessed 
Location: about 100 mm above the distal end 
No visible residues 

F* - 
,( 
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Sample: 9901 - 040 
Biopsy Forceps, soiled and reprocessed 
Location: Forceps 
Visible residues (encircled) 
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Sample: 9901 - 040 
Biopsy Forceps, soiled and reprocessed 
Location: Forceps (detail) 
No visible residces (encircled) 
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Sample: 9901 - 040 
Biopsy Forceps, soiled and reprocessed 
Location: Forcebs (detail) 
Visible residues (encircled) - 

t-4 
i 
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Sample: 9901 - 040 
Biopsy Forceps, soiled and reprocessed 
Location: Transition forceps - coil with plastic sheath (detail) 
No visible residues 
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Sample: 9901 - 040 
Biopsy Forceps, soiled and reprocessed 
Location: about 100 mm above the distal end 
No visible residyes 

- 
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Pm 

5.2 Scanning Electron Micrographs (SEM) 

. 
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mm 

. i’ 

IO- .Ol 

cation: Coil spring, IO mm ahnve the distal @nfi 

Bioosv Forceps Riz 
--,; 1 
;ible. stiikl and reprocessed, san IpIe 9901-010-01 

I- 2 
Location: Coil spring, IO mm above the distal end 
No visible contamination, coil with structured surface at the contact area 
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IPY 

klot Biopsy Forceps, soiled and reprocesses, sample : 
Location: Outer surface - . .* r ’ * hn of plastic sheath Ot wire, IUU I 

?processed; sdmple 
ath of wire, 100 Location: Outer surface of plastic she 

390,1-010-t 13 
mm above the 

c 

mm above 
03 
I the 

distal 

dista I el 

en id 

Visible residual layer 
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?-I 

Location: Coil *nrinn qnn I LUU I I above the distal end _ _ .,,. 

Hot Biopsy Forceps, soiled and reprocessed, sample 31-o 

Location: Coil spring, 200 mm above the distal end 
No visible contaminations, coil with structured surface at the 

1 O-04 

contact 

O-04 

area 

This final ,epml Shall 1101 be reprm axept VI .-II 
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.1 990-j -01 O-05 
I+ 

& 
i 

I ncdnn- Wire. 200 mm above the distal end ----_._... _ ___-, --- 

Hot Biopsy Forceps, soiled and reprocessed, sample 990 
Location: Wire, 200 mm above the distal end 
No visible contamination 
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not t~topsy I-orceps, soiled and reprocessed, sample 9 
Location: Coil spring, 400 mm above the distal end 

I 

go:-01 0 -06 

~901-010-06 
Location: Coil spring, 400 mm above the distal end 
No visible contaminations, coil with structured surface at the contact area 
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990 

31-010-07 

Locatiok: korceps at the distal end 
Visible small particles 

. I( . . . . 
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’ Hot Biopsy Forceps, soiled and reprocessed, sample 9 Hot Biopsy Forceps, soiled and reprocessed, sample 9 
Location: Forceps at the distal end 

so8eti arid 
. ,. ._..., “iI 

Hot Biopsy Forceps, k$ioce%ed, sample‘9 
Location: Forceps at the distal end 
Visible small*particles 

q-01 O-07 

1-010-07 
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’ Radial Jaw 3 Biopsy Forceps, soiled and reprocessed, 
Location: Coil spring, 10 mm above the distal end 

Radial Jaw 3. Biopsy Forceps, soiled and reprocessed, 
Location: Coil spring, 10 mm above the distal end 
Surface covered with residual layer 
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Location: Outer surface of plastic sheath of wire, 100 n 7rn abob fe the distal end 
saw lple 

sample 9901, -020-03 
Location: Outer surface of plastic sheath of wire, 100 mm above the distal end 
Visible residual layer 
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-020 

M 
i . 

-lpk ? 990 -04 1, 
Location: Coil srxina. 200 mm above the distal end 

c 

f? 

b: 

sarr lple 

: the COI 

990 .020- .04 l- 

a 
Location: Coil sp;ing, 200 above the distal end 
No visible contamination, coil with structured surface al Itact rea 
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Location: Wire, 2bdmm above the distal enb 

Radial Jaw 3 Biopsy Forceps, soiled and reprocessed, 
Location: Wire, 200 mm above the distal end 
No visible contamination 

v \ \Fmlrepon.9805-10.11 dcc 31 03 99 

sample 9901-020-05 
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Location: Coil spring, 400 mm above the distal end 

Radial Jaw 3 Biopsy Forceps, soiled and reprocessed, 
Location: Coil spring, 400 mm above the distal end 

swvle 

c 

sample 

! 9901-020-06 

9901-020-06 

No visible contamination, coil with structured surface at the contact area 
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‘- Radial Jaw 3 Biopsy Forceps, soiled and reprocessed, 
Location: Forceps at the distal end 

s?mple 9901-020-07 

sample 9901-020-07 Radial Jaw 3 Biopsy Forceps, soiled and reprocessec 
Location: Forceps at the distal end 
Visible contaminations at the joint region 
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Radial Jaw 3 Biopsy Forceps, soiled and reprocessed, 
Location: Forcerx at the distal’end 

Radial Jaw 3 Biopsy Forceps, soiled and reprocessed, 
Location: Forceps at the distal end 
Visible contaminations at the joint region 
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sample 9901-020-07 
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Radial Jaw 3 Hot Biopsy Forceps, soiled and reprocess e& sample 9 1-030- 190 

Radial Jaw 3 Hot Biopsy Forceps, soiled and reprocessed, sample 9901-030- 
01 
Location: Coil spring, IO mm above the distal end 
Surface coated with residual Iaver 
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Radial Jaw 3 Hot Biopsy Forceps, sdikd and reprocesst 
03 

zd, sample 990 1-030- 

Location: Outer surface of plastic sheath of wire, 100 mr na above the distal end 

tP? 

i 
? i sed, sample 9901-030- .Radial-Jaw 3 Hot Biopsy Forceps, soiled and .Radial Jaw 3 Hot Biopsy Forceps, soiled and reproties reproties 

03 03 
Location: Outer surface of plastic sheath of wire, 100 r Location: Outer surface of plastic sheath of wire, 100 r 
Visible residual layer Visible residual layer 

nm above the distal end 
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PI 
h 

Radial Jaw 3 Hot Biopsy Fbrtieps, &led and reproces 
04 
Location: Coil spring, 200 mm above the distal end 

seq 

c 

Radial Jaw 3 Hot‘Biopsy Foic@p$, s6‘iltiti aiid @%bdessed, sample 9901-030- 
04 
Location: Coil spring, 200 mm above the distal end 
Visible contaminations 

ron Microscopy 
Research 

,, sample 9901-030- 
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05 
Location: Wire, 200 mm above the distal end 

ied, sample 9901-030- 

05 
Location: Wire, 200 mm above the distal end 
No visible contamination 
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Location: Coil sorina. 400 mm above the distal end 

06 
Location: Coil spring, 400 mm above the distal end 
No visible contamination, coil with structured surface at 

c 

;ed, sample 9901 -030- 

the contact area 

sample 9901-030- 
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se& SE ample 9901-031 3- Radial Jaw 3 Hot Biopsy’ Fdf%pk,~‘sbiled and reproces 
07 
Location: Forceps at the distal end 

c 

*.. 

Radial Jaw 3 Hot Biopsy Forceps, soiled and reprocessed, sample 9901-030- 
07 
Location: Forceps at the distal end 
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‘PY 

Radial Jaw 3 Hot Biopsy Forceps, soiled and reDrocess sample 1-f 33 ‘o- 

Location: Forceps at the distal end 
No visible contamination 

. . :. 

Y \ \Fma ?ermrl-9805~10-11 dot 31 03 99 
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saypIe 
Location: Coi j&b. IO mm above the distal end 

iled and reprocessed, sati de Biopsy Forceps Ririsibk, i 

Lodation: Coil spring, 10 mm above the distal end 
Surface covered with residual layer 

v \ \F,natepon.9805-lo-11 COC 31 03 99 

Page 45 Of 53 
NMI Markwiesenstrane 55 D-72770 Reutlingen Phone: (07121) 51530-11 Fax: (07121) 51530-16 



r* 

r- , 
; 

Report on Light Microscopy, Scanning Electron Microscopy 
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Radial Jaw 3 Biopsy Forceps, soiled and reprocessed, sample 9901-040-t 
Location: Outer surface of plastic sheath of wire, 100 r nm abo\ /e the distal 

Radial Jaw 3 Biopsy Forceps, soiled and reprocessed, 
Location: Outer surface of plastic sheath of wire, 100 n 
Visible residual layer 

sample 9901-040-c 13 
lm abov fe the distal end 

33 
end 

9 ” ., 

I* 

: 
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copy 

n: Coil sorinb. 200 mm above the distal end 

Radial Jaw 3 Biops; 
Location: Coil spring, 200 mm above the distal end 
No visible contaminations, coil with structured surface ; 

sappIe 9901 

sample 9901 

at the contact area 

-040, 

-040- 

-04 

.04 
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Radial Jaw 3 Biotxv 1 
Location: Wire, 2bdmm adove the distal enb w--.-Y- --t ----:. ..-.- .:..:::,._._. . ...‘. ^-_ ‘--‘” _~. -,, . ..:,., -..:-/, I I.. -... ..-:.“, ., ., ., ‘;‘;‘.” 

sample 9901-040-05 

c 

sa mple 9901-040-05 
Location: Wire, 200 mm above the distal end 
No visible contamination, structured surface 

v \ \FmaIre,mn-9905-10-l* :t; 31 03 99 
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Radial Jaw 3 Biopsy Forceps, soiled and reprocessed, 
Location: Coil spring, 400 mm above the distal end 

S II ale 01 

cop\ I 

-040 -06 

-040. 
Location: Coil spring, 400 mm above the distal end 
No visible contamination, coil with structured surface at the contact area 

. . 

-06 

UCM 

- 

cxep 
- 

v \ ~Fmalre~o~.9805~10-1 I dOC 31 03 99 -fhs final report $hall IXX be reprod 
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Radial Jaw 3 Biopsy Forceps, soiled and reprocessed, 
Location: Forceps at the distal end 
Visible contamination at the joint region (encircled) 

sample 9901-040-07 

sample 9901. -040-07 
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mm 

63, 
i 

/_ 7 

Hot Biopsy Forceps, soiled and reprocessed, sample 9901-020-07 
Location: Forceps at the distal end 
Visible contamination at the joint region 

c 

- 
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5.3 Element Concentrations (XPS) 

A survey spectrum of the surfaces was carried out and evaluated qualitatively. 
Subsequent from the identified and suspected elements a sectional spectrum 
was performed and the concentration of the elements was determined. 

For quantification of the elements a homogeneous distribution of the elements 
were assumed. Hydrogen was not taken into account. 

The calculated concentrations of elements at the surface of the samples are 
listed in the following table: 

T Concentration of elements [at%] 

C 0 Si N Sample 

Biopsy 
Forceps 

9901-010-02 

Soiled and 
reprocessed 

Biopsy 
Forceps 

9901-020-02 

Soiled and 
reprocessed 

3iopsy 
=orceps 

3901-030-02 

Soiled and 
.eprocessed 

3iopsy 
-0rceps 

3901-040-02 

soiled and 
eprocessed 

F 

63 19 17 
. 

< 0,l 1 

56 
- 

22 c 0,l 22 1 

62’ 
- 

F? 

i 
19 c 0.1 19 '- 1 

r 
17 16 < 0,l 1 67 

).. 

Tab. 1: Concentration of elements 
In Surface of wire about IO mm above the distal end. 
I 

P 

*-\ lFmal6?pm-9805-10-1, dot 31.03.99 This k-tai repcm shall not be repmduc~d wept in LII 
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XPS measurements yielded carbon, oxygen and silicon as the important 
elements of the chemical composition of the surface. Nitrogen which could be a 
marker for protein, was not identified. The detected silicon may indicate 
residues from the cleaning agent as well as from lubricants, e.g. silicone. 
The residual layer thickness was sufficient to cover the bulk material (stainless 
steel) on the investigated devices and locations. 
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Leitung: Dr. R. Reich1 0 71 21 I51 53 00 

Klaus Roth 0707112981239 

Tiibingen, den 3 1. M&z 1999 

EXAMINATION OF DEVICES, REPROCESSED BY VANGUARD 

DECLARED TO BE STERILE 

f  

! , 

r. : DEVICES EVALUATED WERE REPROCESSED & REPACKAGED FOR : 
m c -I 

**I 

b- 1 

” U.-l* 

PERFORMING LABORATORY: 

PMP 

w 
/ THECENTERFORTHETESTINGOFMED~CAL PRODUCTS 

UNIVERSITY OF TUEBINGEN 

r? 
WALDHOERNLESTRASSE~~ 

D - 72072 TUEBINGEN 
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16 single use devices, which were reprocessed by a third party reprocessor, were obtained 
from the hospital at random and sent to PMP, and tested for claims of sterility and cleanliness. 
All of these devices are originally labeled for single use and have been manufactured by 
Microvasive, Boston Scientific Corporation. 

Reprocessing was performed by Vanguard, Medical Concepts, Inc. Lakeland Florida. The 
devices have been reprocessed, repacked and registered and were at the hospital awaiting 
patient use. The following data are documented on the package (See Attachment I), the 
hospital believed the reprocessor’s label claims: 

l the reprocessor 
l the customer (hospital) 
l the manufacturer 
l Tracking No. 
l Mfg-Cat-No: 
l Description of the device 
l Lot Number 
l Sterilization Date 
l Number of Uses 

I** 

The label includes a bar code sticker for documentation. 

Pm Tests were performed in 

Februrary/March 1999 

For sterility testing, standard microbiological procedures with aseptic technic have been used. . . ? p: 

Light microscopy, Sc&ning electron microscopy and photoelectron spectroscopy delivers 
additional information on the cleanliness of the devices. Results of these technics are 
documented in attachement 2. 

p”h 
/ i’ e_ 

The selection of the devices for the different procedures has been done by random selection. 9 
underwent sterility testing and 7 where examined by the other procedures. 

For documentation and identification of the devices the sterile bags were numbered by the 
laboratory. 

Director of study: Klaus Roth 

Microbiological testing: Prof. Dr. Peter Heeg 

Microscopy and spectroscopy Dr. Rudolf Reich1 
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n L P,. 1 We used the following procedure 

Recovery 

II 

b 4 Radial iaw: 

mw 
j 

i 

Aseptically cut 30 cm of the tip and also the following 30 cm segment and put them into 
separate sterile tubes (containing 50 ml broth) 
Aseptically cut the rest of the instrument also into 10 cm segments and collect them in 
another tube (containing 50 ml broth) 

fi 

h- .I 

4 

vortex the 50 ml-tubes for 30 seconds and shake them again 30 seconds manually 
shake the beakers for 15 mins at 300 mins -1 
plate 1 ml and spiralplate also 92 ~1 on Columbia-blood-agar 
(the controls and also the controll-dilutions only need to be spiralplated) 
incubate the broth for 7 days at 37°C 



Examination of reprocessed devices (declared to be sterile) 

p 

P? 
‘r 

x > 
, 

p? 

‘k : 

am 

Type 

Radial Jaw 
O-30cm 
$0 - 60 cm 
rest of device 

Radial Jaw 
O-30cm 
30 - 60 cm 
rest of device 

Radial Jaw 
O-30cm 
30 - 60 cm 
gest of device 

Radial Jaw 
O-30cm 
30-60cm 
rest of device 

Radial Jaw 
O-30cm 
30 - 60 cm 
rest of device 

Radial Jaw 
O-30cm 
30-60cm 
rest of device 

Radial Jaw 
0-30cm 
30-60 

rest of device 

Radial Jaw 
O.- 30 cm 
30-60cm 
rest of device 

Radial Jaw 
O-30cm 
30-60cm 
rest of device 

16.6.98 

:fu/ml 
:I ml) 

Volume (ml) Diffeentiation 
Growth cfu per device 
(+I-) 

D 
50ml(-) - 

1 
50ml(-) - 
50 ml (+) < 50 Spo 

1 

< 50 Mkz 
-c 50 spo 

50 ml (+I < 50 Mkz 
50ml(-) - 
50ml(+) < 50 spo 

SOml(-) 
SOml(-1 
50 ml (+) SO Mkz 

50ml(-) 
50ml(-1 
50 ml (+) < 50 SD0 

50ml(-1 
50mlt+) 
50 ml (+I 

SOml(-1 
50 ml ( - ) 
50 ml (+I 

50 ml (+I 
50 ml (+I 
50 ml (+I 

50ml(-1 
50ml(+) 
50ml(-1 

50ml(-) ’ 
50ml(-1 
50 ml (+) 

< 50 Soo and a-hemolytic streptococci 

< 50 a-hemolytic streptococci 
50 spo 
C50 SQO 

- 
< 50 Mkz 
0 

- 
c 50 Spo 

4 

1 
3 
3 

0 
0 
1 

0 
0 
0 

0 
0 
0 

0 
0 
0 

0 
I 
0 

0 
0 
0 

0 
0 
0 

Spo = aerobic spore forming organism 
‘Mkz = micrococcaceae 
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Conclusion: 
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sl 
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, 

The study has shown that 

l none of the reprocessed devices was steril. 

l reprocessing did not result in clean devices as a prerequisite for effective disinfection or 

sterilization. 

. eoual star-rdard patient care, (universal precaution), assuring that each patient should have a * 

clean device to prevent infection from cross COntlUlhatiOn. 

* 

All these results, investigating the present state of the art of reprocessing endoscopic 

accessories, show that these single use biopsy forceps cannot be reprocessed safely and 

reproducibly to sterile condition, even with so called validated reprocessing methods. 

Attachement 1: Copies of the sterile packages for documentation 

Attachement 2: Results of light microscopy, scanning electron microscopy and 
photoelectron spectroscopy 



VANGUARD 
Medical Concepts, inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACFXGE 
IS OPENED OR DAMAGED 

m 

\ , 
(I . 

” 
i : L , \ d v . Vanguard Medical Concepts, Inc. 

Lakeland, FL 33815 

(800) 887-9073 CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

I Reprocessed & Repackaged for: 

Mfg Name: MICROVA 
Tracking No: 666892 Mfg-Cat-No: 1537 

Desc: RADIAL JAW 3 BIOPSY FORCEPS 
SERMTED W/NEEDLE ENDOGLIDE SHEAT 
WORK LEN-240CM OUTSIDE DIA-2.2MM 
REQ. BIOPSY CHANNEL-2.8MM 

Lot Number: 223823 Sterilization Date: 6/97 

&es: 1 

fl 

f  ’ 

‘i s 

Caution: Federal Law (USA) restricts the use of 
!his device to use by or on order of a physician. 

Fdiow recommended hospital procedure. 

*rl 
i 

.--_______________-’ 
Peel Here. m 

t 
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VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

\ 

p+/ 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

(800) 887-9073 CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

Reprocessed & Repackaged for: 

Mfg Name: MICROVASIVE -Watertown, MA 02172 

Mfg-Cat-No: 1537 
Desc: RADIAL JAW 3 BIOPSY FORCEPS 

Tracking No: 869599 

Uses: 2 

SERRATED W/NEEDLE ENDOGLIDE SHE 

WORK LEN-240CM OUTSIDE DIA-2.2MM 
REQ. BIOPSY CHANNEL-2.8MM 

Caution: Federal Law (USA) restricts the use of this Lot Number: 227264 
device to use by or on order of a physician. 

Follow recommended hospital procedure. 

Sterilization Date, 1 ,,g7 
. 

For One Procedure Only 



Medical Concepts, Inc. 
Lakeland, Florida 

CONTENTS STEaE UNLESS PACKAGE 
F IS OPENED OR DAMAGED 

Vanguard Medical Concepts, inc. 
Lakeland, FL 33815 CONTENTS STERILE UNLESS OPENED OR DAMAGE”- 

r. 
(800) 887-9073 

Reprocessed & Repackaged for: 

Mfg Name: MlCROVASlVE - Watertown. MA ON2 

Desc: BIOPSY FORCEPS LOWER Gl W/NEEDLE 

Tracking No: 870072 

Uses: 1 

Lot Number: 226471 

Caution’ Federal Law (USA) FeStfiCb the use of this 
. device to use by or on order of a physician. 

Sterilization Date: 10197 

callow recommended hospital procedure. 
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sa VANGUARD 
Medical Concepts, Inc. 

Lakeiand, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

(800) 887-9073 CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

* Reprocessed & Repackaged for: 

Mfg Name: MICROVASIVE -Watertown, Mi 02172 

Mfp at-No: 1537 Desc: RADIAL JAW 3 BIOPSY FORCEPS 

fr: dng No: 869091. 

Uses: 2 

SERRATED W/NEEDLE ENDOGLIDE SHE 

WORK LEN-240CM OUTSIDE DIA-2.2MM 
REQ. BIOPSY CHANNEL-2.8MM 

Caution: Federal Law (USA). ‘ricts the use of this Lot Number: 226471 
device to use by or on . ‘-+r of a physician. ~Steri,iration Date. ,o,g7 

Follow recommended hosb ’ orocedure. 
For One Procedure Only 
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VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

\ r!/ 
Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

(800) 887-9073 
CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

.4 

Reprocessed & Repackaged for: 
1. 

- 
Mfg Name: MICROVASIVE -Watertown, MA 02172 

Mfg-Cat-No: 1537 Desc: RADIAL JAW 3 BIOPSY FORCEPS 

Tracking No: 868581 SERRATED W/NEEDLE ENDOGLIDE SHE 

WORK LEN-240CM OUTSIDE DIA-2.2MM 
Uses: 2 REQ. BIOPSY CHANNEL-2.8MM 

Caution: Federal Law (USA) restricts the use of this Lot Number: 226471 

device to use by or on order of a physician. Steri,ization Date. ,o,g7 . 
Follow recommended hospital procedure. For One Procedure Only 
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VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts, Inc. \ F?/ Lakeland, FL 33815 

(800) 887-9073 
CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

d 

Reprocessed & Repackaged for: 

Mfg Name: MICROVASIVE -Watertown. MA 02172 

Desc: BIOPSY FORCEPS LOWER Gl W/NEEDLE 

Tracking No: 870071 

Uses: 1 

Caution: Federal Law (USA) restricts the use of this 
Lot Number: 226471 

device to use by or on order of a physician. Steri,iration Dat,,: ,o,g7 

Follow recommended hospital procedure. For One Procedure Only 
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VANGUARD 
Medical Concepts, inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts. Inc. 
Lakeland, FL 33815 

(800) 887-9073 
CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

Reprocessed & Repackaged for: 

Mfg Name: MICROVASIVi -‘Wiert&n, MA 05172 
* 

. 

Tracking No: 870067 

Desc: BIOPSY FORCEPS LOWER GI W/NEEDLE 

Uses: 1 

Caution: Federal Law (USA) restricts the use of this Lot Number: 226471 

device to use by or on order of a physician. Steri&ation Date. ,o,g7 . 
Follow recommended hospital procedure. For One Procedure Only 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

m 

p”4 

CONTENTS STERILE UNLESS PACKAGE 

r** IS OPENED OR DAMAGED 

\ v Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

(800) 887-9073 CONTENTS STERILE UNLESS OPENED OR DAMAGED. 
1 

Reprocessed & Repackaged for: c 

hlfg Name: 
Tracking No: 

Desc: 

5 c 

MICROVASIVE -Watertown, MA 02172 
867688 Mfg-Cat-No: 1537 

RADIAL JAW 3 BIOPSY FORCEPS 
SERRATED W/NEEDLE ENDOGLIDE SHEATH 
WORK LEN-240CM OUTSIDE DIA-2.2MM 
REQ. BIOPSY CHANNEL-2.8MM 

226483 Sterilization Date: 8/97 

2 

Am 

/ 

, Lot Number: 

Uses: 

Caution: Federal Law (USA) restricts the use of 
this device to use by or on order of a physician. 

Follow recommended hospital procedure. 

Peel Here. 
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VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

\ P!/ 
Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

(800) 887-9073 CONTENTS STERILE UNLESS OPENED OR DAMAGED. 
I 

Reprocessed & Repackaged for: 

Mfg Name: MICRO 
Tracking No: 869606 Mfg-Cat-No: 1274 

Desc: BIOPSY FORCEPS LOWER Gl W/NEEDLE 

Lot Number: 225926 Sterilization Date: Q/97 

Uses: 1 

Caution: Federal Law (USA) restricts the use of 
this device to use by or on order of a physician. 

Follow recommended hospital procedure. 

Peel Here. 
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Purpose of study: 

The purpose of this study is to analyze the condition of single use Radial Jaw 
biopsy forceps after clinical use and reprocessing by different third party 
reprocessors. Microbiological and instrumental methods of surface analysis to 
analyze the device condition after reprocessing.has been used. 

According to the SpauldinglCDC’ method of classification for medical devices, 
the devices in this study are classified as critical use devices, because they 
brake intact mucous membranes or are introduced directly into the sterile areas 
of the body. Sterility at the time of use is required for these items; consequently, 
a lo4 sterility assurance level (the probability of one non-sterile unit out of one 
million units reprocessed) is the acceptable risk basis for critical devices. In 
responce to the need for cost containment, many healthcare facilities are faced 
with the decision of reprocessing single-use medical devices. 

The study evaluates contamination effects caused by the reuse of’single-use 
devices, as compared with devices designed for reprocessing because good 
cleaning results are a predictor of adequate disinfection and sterilization. 
Measurable endpoints for evaluation will include contamination identification, 
bioburden, sterility, design evaluation and material analysis. 

1 Spaulding EH. Chemical disinfection and antisepsis in the hospital. J. Hosp. Res.,l972, vo1.9, ~5-31 
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1 Conclusion:. ..................................................................................................... 3 
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Report on Light Microscopy, Scanning Electron Microscopy 
and X-ray Photoelectron Spectroscopy Research 

Page 3 of 51 

Name: Radial Jaw 3 

Description: Large Capacity, w/needle 

Manufacturer: Microvasive 

Fig. 1: Radial Jaw 3 catheter 

1 Conclusion: 

Eight soiled and reprocessed catheters ID: 9802-021 - 9802-028 were 
analyzed. 

Using light microscopy contamination appeared locally on several catheters. 

Scanning electron micrographs showed contaminations on local areas. 

The photoelectron spectroscopy yielded no significant change in the measured 
concentrations of elements. 

BER-OZX.DOC 
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2 Samples: 

ID: 9802-021: 
Name: 
Description: 
Manufacturer: 
Order-No./Ref.: 
Lot: 
Setting: 

ID: 9802-022: 
Name: 
Description: 
Manufacturer: 
Order-No./Ref.: 
tot: 
Setting: 

ID: 9802-023: 
Name: 
Description: 
Manufacturer: 
Order-No./Ref.: 
Lot: 
Setting: 

a. 

‘ 

s”” 

1 
. 

ID: 9802-024: 
Name: 
Description: 
Manufacturer: 
Order-No./Ref.: 
Lot: 
Setting: 

Radial Jaw 3 
Large capacity, w/needle 
Microvasive 

Clinical use 
Reprocessed by Orris 
Sterilized with ethylene oxide gas 

Radial Jaw 3 
Large capacity, w/needle 
Microvasive 

Clinical use 
Reprocessed by Vanguard 
Sterilized with ethylene oxide gas 

Radial Jaw 3 
Large capacity, w/needle 
Microvasive 

Clinical use 
Reprocessed by Vanguard 
Sterilized with ethylene oxide gas 

Radial Jaw 3 
Large capacity, w/needle 
Microvasive 

Clinical use 
Reprocessed by Vanguard 
Sterilized with ethylene oxide gas 

VanguardRadJaw.doc 
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ID: 9802-025: 
Name: 
Description: 
Manufacturer: 
Order-No./Ref.: 
Lot: 
Setting: 

ID: 9802-026: 
Name: 
Description: 
Manufacturer: 
Order-No./Ref.: 
Lot: 
Setting: 

1 

ID: 9802-027: 
Name: 
Description: 
Manufacturer: 
Order-No./Ref.: 
Lot: 
Setting: 

ID: 9802-028: 
Name: 
Description: 
Manufacturer: 
Order-No./Ref.: 
Lot: 
Setting: 

Radial Jaw 3 
Large capacity, w/needle 
Microvasive 

Clinical use 
Reprocessed by Vanguard 
Sterilized with ethylene oxide gas 

Radial Jaw 3 
Large capacity, w/needle 
Microvasive 

Clinical use 
Reprocessed by Vanguard 
Sterilized with ethylene oxide gas 

Radial Jaw 3 
Large capacity, w/needle 
Microvasive. 

Clinical use 
Reprocessed by Vanguard 
Sterilized with ethylene oxide gas 

Radial Jaw 3 
Large capacity, w/needle 
Microvasive 

Clinical use 
Reprocessed by Vanguard 
Sterilized with ethylene oxide gas 

Vanguard!XadJaw.doc 
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3 Sample preparations 

Cross-sectional structure of Radial Jaw 3 catheter: 

1 

metallic 
coil spr 

4 f / a 

2 wires for 
forceps 
inner 
plastic tube 

outer 
plastic tube 

Tip 
Omm- SEM 

,oo mm ._ SEW XPS 

200 mm -- SEM 

300 mm -- 

400 mm .- SEM 

The catheters were cut off with scalpels at the defined locations. For cutting the 
coil spring a wire shear was used. To examine the inner surface of the catheter 
a longitudinal section was carried out. 

4 Analytical Methods 

4.f Light Microscopy (LM) 

Device: Zeiss, Stereomicroscope SV 8 

4.2 Scanning Nectron Microscopy (SEM) 

Device: Cambridge S 90 
Acceleration voltage: 25 kV 

Sputtering: Gold/Palladium 

Observation angle: 45” 

4.3 Photoelectron Spectroscopy (XPS) 

Device: VG ESCALAB 200 A 

Irradiation: MgKa 

Area of measurement: 01mm 

Residual gas pressure: 10-” mbar 

BER-02X.DOC 
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A4 

5 Results 
/ 

m L 
5.f Light Microscope Images (LM) 

Pm BER,OW.D= 



1) c 
m L i. *’ 

3: J 
Reoort on Light Microscopy, Scanning Electron Microscopy - I-- 

and X-ray Photoelectron Spectroscopy Research page 

. “_ 

‘, 

’ 
,_. I ‘, 

; 

‘. 
_ 

* 
.., 

kg$ai&;N’$, soiled and reprocessed, Sample 9802. 
Location: forceps 
No visible contaminations 

Location: 100 mm above the tip 
No visible contaminations 
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Radial Jaw 3, soiled and reprocessed, Samplk 9802-022 

Location: 100 mm above the tip 
No visible contaminations 
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Radial Jaw 3, soiled and reprocessed, Sample 9802-023 
Location: forceps 
No visible contaminations 

Location: 100 mm above the tip 
No visible contaminations 
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Location: forceps 
No visible contaminations 

Location: 100 mm above the tip 
No visjble contaminations 
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Location: forceps 
No visible contaminations 

Location: wire, 10 mm above the tip 
Visible contaminations 
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w :. : 

Radial Jaw 3, soiled and rE 
Location: 100 mm above the tip 
No visible contaminations 
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.- 
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f%dk Jaw 3, soiled and reprocessed, Sample 9802-026 
Location: forceps 
No visible contaminations. 

Location: IOOmm above the tip 
No visible contaminations 



/ t 1 

F 
*t ,.,i 

n 
5 r I 

Report on Light Microscopy, Scanning Electron Microscopy 
m and X-ray Photoelectroii Spectroscopy Research 

Page 15 of 51 

i , 

‘. 
yc 

. $.d 

._ --ir 

oil&i and reprocessed, Sample 9802-027 
Location: forceps 
No visible contaminations. 

Location: 100 mm above the tip 
No visible contaminations 
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Radial Jaw 3, soiled and reprocessed, Sample 9802-028 
Location: forceps 
No visible contaminations. 

Location: 100 mm above the tip 
No visible contaminations 
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I 5.2 Scanning Electron Micrographs 
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Location: coil spring, 10 mm above the tip. 
No visible contaminations. 

SEM-02-l a.DOC 
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Location: inner surface of inner plastic tube, 100 mm above the 
No visible contaminations. 

SEMI-02-la.DOC 
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2 tip 
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Location: inner surface of inner plastic tube, 200 above the tip 

Radial Jziw 3,%oik 
Location: inn& surface of inner plastic tube, 200 mm above 1 
No visible contaminations. 

SEM-02-la.DOC 

the tip 
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Report on Light Microscopy, Scanning Electron Micro 
” and X-ray Photoelectron Spectroscopy Researcl 

Radial Jaw 3, soiled and t?eprocessi, sample 9802-021 
Location: inner surface of inner plastic tube, 400 mm above t 

wopy. 
h Page 

:he tip 

21 of 51 

Location: inner surface of inner plastic tube, 400 mm above the tip 
No visible contaminations. 

SEM-02-la.DOC 
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Location: coil spring, 10 mm above the tip 
Presumably contaminations. 

SE&02-l a.DOC 
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Location: inner suAace of inner plastic tube, 100 mm above 1 

No visible contaminations. 
SEM-02-la.DOC 
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Location: inner surface of inner plastic tube, 200 mm above th 
No visible contaminations. 

SEM-02-la.DOC 
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tip 

e tip 
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, 
x&ion: inner surface C er elastic tube 400 mm above the ----A,_ --em 

. .m...,-. ---- -, , 

Location: inner surface of inner plastic tube, 400 mm above th 
No visible contaminations. 

ip 

tip 

SEM-02-la.DOC 
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Location: coil spring, 10 mm above the tip 
No visible contaminations. 

sem_OZ-lb ~OC 
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face of inner Dlastic tube, 100 mm above 1 

Location: inner s&ace of inner plastic tube, 100 mm above 
Separated corkaminaiionk 
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:he tip 

the tip 
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28 of 

tip the 

the : tip Location: inner s$face of inner plastic tube, 200 mm above 
Separated contamifiailonti. 

sem-02-l b.dOC 
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Locatir Location: inner surface of inner plastic tube, 400 mm above 

No visible contaminations. 

sem-02-l b.doc 
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tip 
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Radial Jaw 3, Samp 

30 of 51 

Location: coil spring, 10 mm above the tip 
No visible contaminations. 

sem OZlb.doc 
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:oPY 
31 Page 

le tip 
Rndial Jaw 3. &t%ple 980 

Radial Jaw 3, sample 9E 
Location: inner surface ( 
No visible contkminatior, 

the tip >f inner plastic tube, 100 mm above 

1s. 

sem-02-l b.doC 
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Radial Jaw 3, sample’9802 
I t-cation: inner surface of inner plastic tube. 200 mm above 

:oPY 
F 

the tip 

‘age 

Radial Jaw 3, sample YBUZ-uz4 

Location: inner surface of inner plastic tube, 200 mm above 
No visible contaminations. 

the tip 

32 of51 
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innpr CII~;Jr.n nf inner nlwntir. tube mm above t 

Radial jgw J;,@fr;rip 

Location: inner surf&e of inner plastic tube, 400 mm atwe 

No visible contaminations. 

:he tip 

the tip 

sem-02-l b.doc 
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Location: coil spring, 10 mm above the tip 
No visible contaminations. 

SEM-022 DOC 
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copy 
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78 tip 
- Radial Jaw 3,‘ k%iiple‘ 9802-025 

Location: inner surface of inner plastic tube, 100 mm above tt 

the tip 

. . 
Radial Jati 3’;‘s 
Lo&ion: inner s&ace of inner plastic tube, 100 mm above 

Small contaminations. 

SEM-02~2.DOC j 
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Location: inner surface of inner plastic tube, 200 mm above t .he t 

Location: inner s&ace of inner plastic tube, 200 mm above 
No visible contaminations. 

the tip 
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I the tip 
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Location: coil spring, 10 mm above the tip 
No visible contaminations. 

SEMp02-2.DOC 
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Location: inner surface of inner plastic tube, 100 mm above the tip -_- 

c 

Location: inner surface of inner plastic tube, 100 mm above 
Sr;7alico~~~ii7inations. 

SEM-02JOOC 

1,; .,I 

the tip 
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Location: inner surface of inner plastic tube, 200 mm above 1 ~-_ -- 

Radial Jaw 3. sample 9802-01 
Location: inn& s&face of inner plastic tube, 100 mm above 

No visible contaminations. 
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b 

No visible contaminations. 
SEM-02-2.DOC 
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I mm above the e tip 

2 tip Location: inner surface pf inn.er plastic tube, 100 mm above tht 

No visible contaminations. 
SEM-02-2.DOC 
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ie 1 
Radial Jaw 3, sample 9 

nner surface of inner elastic tube, 200 mm above tt 

Location: inner surface of inner plastic tube, 200 mm above 1 
Local contaminations. 
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.--.-. ----. ~, , 
&Z&I+ ‘inner stirfatie of inn lastic tube. 400 mm above the tip 

Y, .,L...r.- _-_- 

Location: inner surface of inner plastic tube, 400 mm above th 
No visible contaminations. 

SEM-02-2.DOC 
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Location:coii spring, 10 mm above the tip 
No visible contaminations. 
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:__ 

Lo&tion:inner suiace of inner plastic tube, 100 mm above th 
No visible contaminations. 

! tip 

._ < 

,e tip 

SEM-02-2.DOC 
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t ip 
Y...“‘p.v ---- --- 

I ncation:inner kbrface of inner plastic tube, 200 mm above the . ._ _.. 

Fn 
6 _. 
i, he tip 

Location:inner surface of inner plastic tube, 200 mm aDove m 

No visible contaminations. bll 

SEM-02~2.DOC 
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I 

5.3 Element Concentrations (XFS) 

: ‘A &t-@y’ ipMru& of the surfaces was carried out and evaluated qualitatively. 
Subseauent from the identified and suspected elements a sectional spectrum was 

?- i 

performed and the concentration of the elements was determined. 

For quantification of the elements a homogeneous distribution of the elements 
was assumed. Hydrogen was not taken into account. 

The calculated concentrations of elements at the surface of the samples are listed 
in the following table: 

Concentration of elements [at%] 1 

C 0 Si N F 

66 19 16 c 0,l c 0,l 

67 18 15 .<O,l CO,1 

66 18 16 co,1 CO.1 

Sample 

Radial Jaw 3 

9801-001-04 

Initial setting 

Radial Jaw 3 

9802-021-04 

Soiled and 
reprocessed 

Radial Jaw 3 

9802-022-04 

Soiled and 
reprocessed 

Radial Jaw 3 

9802-023-04 

Soiled and 
reprocessed 

Radial Jaw 3 

9802-024-04 

Soiled and 
reprocessed 

69 18 13 <0,-l co,1 

F 

/ I I I 

m 

xPs~o2x.Doc 
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Sample C 0 Si N r F 

Radial Jaw 3 

9802-025-04 

Soiled and 
reprocessed 

Radial Jaw 3 

9802-026-04 

Soiled and 
reprocessed 

Radial Jaw 3 

9802-027-04 

Soiled and 
reprocessed 

Radial Jaw 3 

9802-028-04 

Soiled and 
reprocessed 

72 

61 

66 

63 

co,1 co.1 
- 

12 16 

” 

co,1 co,1 23 17 

6”1 
c * 
b. , <O,l CO,1 21 13 

co,1 co,1 15 22 

1”: 
: 

Tab. 1: Concentration of elements 
Radial Jaw 3 catheter, inner surface of 
inner plastic tube about 100 mm above the tip 

P 
i / 
C’ 1 
I” 

XPS measurements yielded no significant change in the measured concentration 
of elements. 



1.0 Purpose 

w 

; ’ 

: Phone: 6 12-93 l-0077 

This protocol provides the steps to be followed in order to evaluate sterility and the quantitative microbial 
recovery for the Vanguard Reprocessed Biopsy Forceps products supplied by 
-This testing will be performed using the following facility: 

ViroMed Biosafety Laboratories 
2540 Executive Drive 
St. Paul, MN 55120 

Reference Documents: 

2.1 IS0 11737-l : 1995 “Sterilization of Medical Devices -Microbiological methods - Part I: 
Estimation of the population of microorganisms on product” 

2.2 ISd, 1 i’i37-2(ti press) ‘Sterilization of Medical Devices -Microbiological methods - Part 2: Tests 
of sterility performed in the validation of a sterilization process *’ 

2.3 USP 23; The United States Pharmacopoeia, <1211> Sterilization and Sterility Assurance 0 
Compendiai Articles, 1995, pg1980. 

2.4 Association for the Advancement of Medical Instrumentation (&WI). Designing, testing, an 
labeling reusable medical devices for reprocessing in health care facilities: a guide for devic 
manufacturers. &!M.I TIR No. 12. Arlington (VA): AAMI; 1994. 

3.0 Scope: 

Manufacturers are required to conduct very stringent testing processes for reusable products. They mu 
meet FDA criteria, which follow the Association for the Advancement of Medical Instrumentatic 
(AAMI)l guidance document with four fundamental aspects of device design that manufacturers shou 
consider when developing a medical device intended to be reused. These include physical, material, tot 
system, and user-related design considerations. Good device design accounts for the environment in whir 
the device will be used and the environment in which it will be reprocessed within the healthcare facility. 

Cleaning and decontamination are recognized as the crucial first steps in any effective reprocessi 
protocol, and devices must be designed to be compatible with these protocols. The size, shape, a 
configuration of an instrument can significantly affect how adequately it can be cleaned. Fine surf: 
crevices, porous materials, or other physical features that encourage the retention of microbes, to: 
sterknts, cleaning solution residues, and physiological fluids or residues must be avoided. Biofihns t’ 
form on instrument surfaces contacting body fluids can be tenacious and require vigorous scrubbing 

1 Association for the Advancemant of Medical tnstrumentation (AAMI). Designing. testing, and labeling reusable medical devices for repro&sing in he; 
care facilities: a guide for device manufacturers. AAMI TIR No. 12. Arlington (VA): AAMI; 1994. 
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1 I 
F , effectively remove. The design must also take into account variations in technique and skill of central 
._ sterile supply personnel, and any design that does not allow unobstructed access to surfaces for cleaning 

cannot be considered for a reusable medical device. 
1” 

F 

! . 

Adequate cleaning entails removal of visible and non-visible soil from body fluids, tissues, and other debris 
that remain following use of the device. All surfaces of the device, including channels and lumens that may 
have been in contact with the patient or physiologic fluids, must be accessible to ensure proper cleaning. If 
the product cannot be adequately cleaned, sterilization will not be reliable, and pyrogenic reactions may 
occur even if the d&ice is sterila. Moreover, if all potentially contaminated surfaces of a critical or 
semicritical device cannot be inspected for cleanliness after each use, then it should not be reused3. 

opsy Forceps biopsy @ceps which have been 
The reprocessed biopsy forceps must be sterile 

i : 

I 4.0 Equipment and Materials 

4.1 Tryptic Soy Agar or Tryptic Soy Agar with 5% Sheep Blood 
4.2 Tryptic Soy Broth _I 
4.3 Sterile Containers 
4.4 Rotary Shaker 
4.5 30-35OC incubator 
4.6 20-25OC room temperature Cabinet 

a.0 Procedure: 
F14 . . . . I. BioburdenWerllrty test of Ngrocessed BlopsY Forceps Units 

m 5.1 ViroMed Labs will perform a Bioburden\Sterility testing at (30-35°C) on the 10 single pouch 
reprocessed biopsy forceps units. 

p 
I i 

5.2 Aseptically cut forceps into approximately 30 cm segments and put each device into ster 
containers (containing a minimum of 500 mL of TSB). 

F :, , 5.3 Rotary shaker the containers (do not allow media to contact the lid of the container) fbr 15 minu 
at 150 rpm at room temperature. 

uin 
5.4 Aseptically filter 50 mL onto a 0.45~ or smaller filter media and place on TSA or BAP plate 

Bioburden testing (Aerobic and Fungal). 

5.5 Additionally, Plate duplicate1 mL aliquots and incorporate with molten, tempered TSA. 

5.6 Incubate all plates for 72 hours at 30-35°C and then transfer the plates to room temperature ( 
25OC) for an additional 4 days. 

5.7 If any plates or broth are positive, Streak out all positive broth for isolation of bacteria, and hav 
. colony morphologies identified to species. 

114 . . 

* ECRI. Spe~cia;~of Single-Use Medical Devices: Making Informed Decisions. Pmul Meeting (PA):ECRI:l997. 
apnmrar &wo). im6 UtXWbWlmM(W~.udM2 SwWanm..ti~ddWr(lm(tC). ow#wkT-llL):~:45368. 2Jancomnirum 



5.6 ViroMed L&S till perfo~ a 14 &iy USP Sterility test (20-25°C) On 10 s&le Pouched reproc=sed 
U.S. biopsy forceps tits. 

5.8 ~eptically cut forceps into ~mximately 30 cm segments and put each device into sterile 
conhm (containing a minim- of 500 mL of TSB). ,. 

I 

Lmfl 

5.9 -bate all broth fti 14 days d (20-25°c)- 

5.10 If my broth ~011tairim are positive, Stir& for isolation of bacteria, and have all GOlOW 

marphologies identified t0 SpWles- 

CIE 6.0 AcCeptinCe Criteria z .C 
. . 1 *T 

~~~ these tests to be ~ct+hle, there must be &units with positive microbial 
.?=Y poti 011 both the bioburden and the St&% test saW!es. 

7.0 Approval 

Submitted By: 

Boston Scientific 
One Boston Scientific Place 
Natrick, ZMA 017604537 

NAME: Phil Qgdiil TELEPHONE: 508-650-8137 

Laboratory: 
‘* 

VOroMed Hosafety Laboratories ’ 
2540 Executive Drive 
St. PaaL, MN 55120 

NAME: ’ Julie Makmw TELEPHONE:,613-9394236 

TITLE: f3mEdvIsclr of Mrcrobioloov FACSIMILE:, 61 Z-563-3289 

SIGNATURE: -dJ *yIIL\hw DATE: 412t(\49 

; 
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FINAL REPORT FOR STERILITY AND BIOBLJRDEN TESTING OF BIOPSY FORCEPS 
FROM 

REPROCESSED BY VANGUARD MEDICAL CONCEPTS, INC. 

DATE 
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PERFORMING LABORATORY 
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2540 Executive Drive 
St. Paul, MN 55120 

SPONSOR 

Boston Scientific Corporation 
One Boston Scientific Place 

Natick, MA 01760 

FINAL RFPORT NO* 
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BIOPSY FORCEPV 

TEST FACILITY: ViroMed Laboratories, Inc. 
2540 Executive Drive 
St. Paul, MN 55120 

I 

” 

PROFESSIONAL PERSONNEL INVOLVED: 
r*r 
c 
t I_ J. Mackcow 

D. Pauly 
- Lab Supervisor 
- Research Assistant 

SPONSOR: Boston Scientific Corporation 
One Boston Scientific Place 

DATE SAMPLES RECEIVED: May lo,1999 
’ TEST COMPLETION DATE: June 09,1999 

1, i 
SAMPLE NAME AND CODE: Radial Jaw 3 Biopsy Forceps Reprocessed by Vanguard Medical 
Concepts, Inc. ‘See attached copies of package identification. 

TEST ARTICLE CHARACTERIZATION 
. . 

p :! 
The material submitted for testing was identified as above by Sponsor. The identity, purity, solubility, stability 

and chemical composition of the test item were not provided to ViroMed Laboratories, inc. by the Sponsor. 

DATA RETENTION 

A certified copy of the original final report and all raw data pertinent to the study will be stored at ViroMed 
Laboratories, Inc 2540 Executive Drive St. Paul, MN 
discarded following the study. 

1.0 PURPOSE 

55120. All test materials and packaging were 
I 

of Biopsy ~-Forceps products supplied by w - The purpose was to perform sterility confirmation 
post reprocessing by Vanguard Medical Concepts, Inc. 

.I .* .‘? .“.-* _, .,,. ” -, 



2.0 METHdDlRESULTS 

!port # BSC-99’ 
Page 3 of 4 

BIOBURDENkTERILm TEST OF REPROCESSED BIOPSY FORCEPS UNITS 

ViroMed Labs performed a Bioburden\Sterility test at (37i2”C) for seven days on the 10 single pouched 
reprocessed biopsy forceps units. 

” 
RESULTS: A total of Five positives for growth, out of ten (10) biopsy forceps, or 50% were NON-STERILE 
(Reference Accession No. R8144802). 

am 
BIOBURDEN TESTING: 

rrlr + 
i .,“, 

ViroMed Labs performed a Bioburden test by cutting the devices into approximately 30 cm segments. The 
segments were aseptically placed into a jar of 500 ml of TSB and placed on a rotary shaker at 150 rpm for 15 
minutes 50 ml of the extract was then filtered and plated onto TSA and another 1 ml sample of the extract was 
plated in duplicate on TSA. Both plates and the devices in the TSB were incubated for seven days at (37&K). 

mh 
i RESULTS: The results are listed in Table 1 below (Reference Accession No.‘s R8144802 & R8135410): 

PSJ 

i 

‘P 

TABLE 1 

. . 
‘producf ’ wed 

j-&&ufden f&,,~;~!jce) w ~~~~~~ * 
,@ggJ&f 

953867 1 0 

953866 2 ~1 and cl0 Bacillus sp, Bacillus cereus, 
Acinetobacter radioresistens, 

Pseudomonas putida 

953865 3 0 

953862 4 10 

953861 5 ~1 and ~10 

953859 6 40 

953858 7 0 

953857 8 0 

953856 9 al and <IO 

Pseudomonas putida 
I Micrococcus luteus 

Staphylococcus epidermidis 

Staphylococcus epidermidis 
and S. aureus 

953855 10 0 

MODIFIED USP STERlLlW TESTING (Thioglycollate Broth will not be used as per USP guidqrlines) , 

ViroMed Labs per@rmed a 14 day USP Sterility test. Ten (10) single pouched reprocessed biopsy forceps units 
were aseptically out into approximately 30 cm segments. The segments were aseptically placed into a jars of 
500 ml of TSB and incubated at (20-25°C) for 14 days. 
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Page 4 of 4 

RESULTS: A total of four devices supported growth, out of ten (10) biopsy forceps, or 40% were NON- 
STERILE (Reference Accession No. R8132848). The results are listed in Table 1 below: 

.’ 

TABLE 2 

TEST RESULTS FOR USP PRODUCT STERILITY - EXTRA LARGE 

I- prQ&2t Isel VI wowth 1 plicroor~anisn7 I _.- . . Code -- mtiticaluu 

952534 1 No 

952530 2 Yes, On Day 4 

952533 3 No 

952536 4 Yes, On Day 4 

952531 5 No 

Paenibacillus apiarius 

Staphylococcus epidermidis 

952529 6 No 

952528 7 No 

952527 8 Yes, On Day 8 Brevibacterium stationis 
1 , 

952535 

952537 

9 

10 

No 

Yes, On Day 7 Staphylococcus hominis 

CONCLUSION 

This provides evidence the Radial Jaw Biopsy Forceps, reprocessed by Vanguard Medical Concepts, Inc. are 

not sterile and do not meet the required sterility assurance level of IO d implied by the Sterile listing on the label. , 

These results would indicate that the Radial Jaw Biopsy Forceps do not meet the FDA criteria for a medical 

device intended to be reused. 

APPROVALS 

PREPARED BY: 

,: ’ 
/ 

‘..&[(, ‘1 
‘L , 

C. Philip Cogdilj 
Director Corporate 
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ACCT #: 1128377 
*BOSTON SCIENTIFIC 
' 'ATTN: MIKE LANGE 
. -6470 SYCAMORE CT 
,MAPLE GROVE MN 55369 i 
h 

SAMPLE: BSCO1,VANGUARD MEDICAL CONCEPTS REPROCESSED 
LOT #: 240334 ACCESSION NO.: R8144802 

ID: RADIAL JAW BIOPSY DATE COLLECTED: NO DATE 

STERILITY DATE: TIME COLLECTED: NO TIME 
DATE RECEIVED: 05/14/99 
DATE REPORTED: 06/09/99 

STERILITY METHOD: ETHYLENE OXIDE 
Fw MANFU SOURCE: 
;,,P.o.:9913301 

NOTES : FORCEPS,STERILITY DATE 11-98,SEE ATTACHED LETTER. STERILITY PORTION. 
-_______________-_-_------------ --mm 

* ----_-_-____________--------------- m-------- 
RESULT METHOD / TEST REPORT 

P" " s-----_--_-_-____ ..___-_-_------------ --s--w----- ____________-_______------------ 

-USP PRODUCT STERILITY-EXTRA LARGE 
r+ 

TEST ACCEPTANCE CRITERIA: 
1. Positive controls must be positive 
2. Negative controls must be negative 

MEDIA TYPE 

TRYPTIC SOY BROTE 

INCUBATION 
TEMP (C) DAYS 

20-25 14 

TEST RESULTS: 
Positive Media Control: 
Control Organism - B. Subtilis 
Positive in Tryptic Soy Broth 
Negative Media Control 
No growth after 14 days 

CYCLE INFORMATION NUMBER OF TESTS NUMBER 9F POSITIVES 
-s--------mm-- -______________________L________________--------------- 

10 5 

PRODUCT 953866 WAS POSITIVE ON DAY 3 WITH GRAM POSITIVE RODS. 

PRODUCT 953862 WAS POSITIVE ON DAY 3 WITH GRAM POSITIVE RODS. 

PRODUCT 953861 WAS POSITIVE ON DAY 3 WITH GRAM POSITIVE COCCI. 

PRODUCT 953859 WAS POSITIVE ON DAY 3 WITH GRAM POISITVE COCCI. 

PRODUCT 953856 WAS POSITIVE ON DAY 3 WITE GRAM POSITIVE COCCI. 

PRODUCTS WERE-.fl!,ESTED IN TSB ONLY PER CLIENT REQUEST. 

STERILITY PORTION OF TESTING PERFORMED PER BOSTON SCIENTIFIC 
PROCEDURE. 

SEE ACCESSION NUMBER R8135410 FOR THE BIOBURDEN PORTION OF TEE 
TESTING. PROIjnCTS WERE ON TEST AT 37 PLUS OR MINUS 2 DEGREES CELCIUS 

FOR 7 DAYS PER CLIENT REQUEST. 



ACCT #: 1128377 
@'-BOSTON SCIENTIFIC 

ATTN: MIKE LANGE 
'6470 SYCAMORE CT 

,-MAPLE GROVE MN 55369 

F- 

SAMPLE: BScol,VmGUARD MEDICAL CONCEPTS REPROCESSED 
LOT #: 240334 ACCESSION NO.: R8135410 

NO DATE ID: RADIAL JAW BIOPSY DATE COLLECTED: 

STERILITY DATE: TIME COLLECTED: NO TIME 
DATE RECEIVED: 05/14/99 
DATE REPORTED: 06/09/99 

STERILITY METHOD: ETHYLENE OXIDE 
MANFU SOURCE: 

1 P.O.:9913301 
NOTES: FORcEPS,STERILITY DATE 11-98,SEE ATTACHED LETTER. BIOBURDEN PORTION. 

~------------"""""'-------------~-- ______________-_-_------ -------------__--------- 

RESULT METHOD 
: ,TEST REPORT 

_-_-__-_-_-_________-------- s-ss.w.m---w- ___________-_-_-_---- -------------------- 

-AEROBIC BIOBURDEN 
? 1 

c AEROBIC 1 cl0 CFU 
P+ AEROBIC 2 cl0 CFU 

AEROBIC 3 cl0 CFU 
AEROBIC 4 1ocFu 
AEROBIC 5 cl0 CFU 

m AEROBIC 6 40CFU 
AEROBIC 7 cl0 CFU 
AEROBIC 8 cl0 CFU 

m AEROBIC 9 cl0 CFU I 2 
S‘ i AEROBIC 10' <lo cFu 

DEVICES WERE PUT ON TEST PER BOSTON SCIENTIFIC PROCEDURE. 

DEVICES WERE CUT INTO APPROXIMATELY‘30 CM SEGMENTS.’ THE DEVICES WERE 
PLACED INTO 500 ML OF TSB AND WERE PLACED ON A ROTARY SHAKER AT 150 
RPM FOR 15 MINUTES. 50 ML OF THE EXTRACT WAS THEN FILTERED AND PLATED 
ONTO TSA. I ML OF THE EXTRACT WAS ALSO PLATED IN DUPLICATE ON TSA. 
BOTH THE PLATES AND THE DEVICES IN TSB WERE INCUBATED FOR 7 DAYS AT 37 
PLUS OR MINUS 2 DEGREES CELCIUS. SEE ACCESSION NWIBER R8144802 FOR 7 

DAY STERILITY PORTION OF TESTING. 

e SEE SEPARATE MICROCHECX REPORT FOR IDENTIFICATION RESULTS. 
:. 

0 CFU = <lo CFU 

1"* ALL RESULTS ARE IN COLONY FORMING UNITS. 
*. 

DILUTION FACTOR = 500 ML/50 ML = lo 
P 

TEST START DATE 5-14-99 TEST COMPLETION DATE 6-9-99 
j .I 

rra TECH/REVIEWER D. PAULY/J. MACKCOi 
* 

G TESTING FACILITY: 2540 EXECUTIVE DRIVE / ST. PAUL MN 55120 

3 



ACCT #: 1128381 
&BOSTON SCIENTIFIC CORP. SAMPLE: SYMOl,REPROCESSED RADIAL JAW BIOPSY FORCEPS 

! ~TTN: PHILIP COGDILL LOT #: 238282 ACCESSION NO.: R8132848 

' GNE BOSTON SCIENTIFIC PLACE ID: DATE COLLECTED: NO DATE 

-NATRICK, MA 01760-1537 STERILITY DATE: TIME COLLECTED: NO TIME 
DATE RECEIVED: 05/10/99 
DATE REPORTED: 06/09/99 

STERILITY METHOD: ETHYLENE OXIDE 

F"t MANFU SOURCE: 
t P.O.:9912701 

NOTES: STERILITY DATE 10/98,KEEP PACKAGING FOR ID,BY VANGUARD MEDICAL CONCEPT 
sYI'-----"--"'------------------I;;Esa ----_------------------------------------- 

b :TEST REPORT 
METHOD 

* .___________________------------------------------------ ------------------__----- 

USP PRODUCT STERILITY-EXTRA LARGE 
r- 

TEST ACCEPTANCE CRITERIA: 
p"i 1. Positive controls must be positive 

2. Negative controls must be negative 

MEDIA TYPE INCUBATION 
TEMP (Cl DAYS 

TRYPTIC SGY BROTH 20-25 14 

TEST RESULTS: 
Positive Media Control: 
Control Organism - B. Subtilis 
Positive in Tryptic Soy Broth 
Negative Media Control 
No growth after 14 days 

CYCLE INFORMATION VER OF TESTS NUMBER OF POSITIVES 
_-__________________-~----------~------~-----~--- -------------------- 

10 4 

PRODUCT 952530 WAS POSITIVE ON DAY 4 WITH GRAM POSITIVE RODS. 

PRODUCT 952536 WAS POSITIVE ON DAY 4 WITH GRAM POSITIVE COCCI. 

PRODUCT 952527 WAS POSITIVE ON DAY 8 WITH GRAM POSITIVE COCCI. I 

PRODUCT 952537 WAS POSITIVE ON DAY 7 WITH GRAM POSITIVE COCCI. 

PRODUCTS WERE TESTED IN-TSB ONLY PER CLIENT REQUEST. 

SEE SEPARATE MICROCHECK REPORT FOR IDENTIFICATION INFORMATION. 
E , 

TEST START DATE 5-18-99 TEST COMPLETION DATE 5-9-99 1 
1. 

TECH/REVIEWER D. PAULY/3. MACKCOW 

q TESTIBG FACILITY: 2540 EXECUTIVE DRIVE / ST. PAUL MN 55120 



CCT #: 1128381 
OSTON SCIENTIFIC CORP. 

"- \TTN: PHILIP COGDILL 
' 3NE BOSTON SCIENTIFIC PLACE 
*3\NATRICK, MA 01760-1537 

: c . 

SAMPLE: SYMOl,REPROCESSED l---m- RADIAL JAW BIOPSY FORCEPS 

LOT #: 238282 ACCESSION NO.: R8132848 
NO DATE 

ID: DATE COLLECTED: 

STERILITY DATE: TIME COLLECTED: NO TIME 
DATE RECEIVED: 05/10/99 
DATE REPORTED: 06/09/99 

STERILITY METHOD: ETHYLENE OXIDE 

“” MANFU SOURCE: 

. P.O.:9912701 
NOTES : STERILITY DATE 10/98,KEEP PACKAGING 

FOR ID,BY VANGUARD MEDICAL CONCEPT 
----------------- 

---s----- --------- __________---------- ____________-_----------- 

RESULT 
METHOD 

TEST REPORT __________-_m------- ----------------- 
:-..----.------------ _______________---------- 

*** FINAL REPORT *** 



ACCT #: 1128381 
aOSTON SCIENTIFIC CORP. 

SAMPLE: BSCO2,REPROCESSED RADIAL JAW BIOPS;8;;t;;;S 

' ;TTN: PHILIP COGDILL 
LOT #: 238282 ACCESSION NO.: 

952537 DATE COLLECTED: NO DATE 

'&E BOSTON SCIENTIFIC PLACE ID: 
NO TIME 

SATRICK, MA 01760-1537 
STERILITY DATE: 

TIME COLLECTED: 
DATE RECEIVED: 05/10/99 

DATE REPORTED: 06/09/99 

STERlLITY METHOD: 
MAM?U SOURCE: 

m 
I ~.0.:9912701 
' NOTES : REFERENCE R8132848-10 MICORBIAL ID._______________________,___,,,--------------- _____---s-- METHOD -___________ --------- ________--- 

?!%T REPORT 
RESULT -------- _____-__---- ____________- 

_^___---- ______-__---s- 
-___-______ _________---- 

MICROBIAL ISOLATE ID 1 
I%ps K * 

SE'E SEPARATE MICROCHECK REPORT. 
Ic 

TEST START DATE 5-19-99 
TEST COMPLETION DATE 6-9-99 

rrs 
: 1 

TECH/REVIEWER D. PAULY/J. MACKCOW 

r" 2540 EXECUTIVE DRIVE / ST. PAUL MN 55120 
p ; ESTING FACILITY: 

~. 



ACCT #: 1128381 RADIAL JAW BIOPSY FORCEPS 

FBOSTON SCIENTIFIC CORP. 
SAMPLE : BSC02,REPROCESSED R8144910 
LOT #: 238282 ACCESSION NO.: 

ATTN: PHILIP COGDILL 952530 
DATE COLLECTED: NO DATE 

"ONE BOSTON SCIENTIFIC PLACE ID: 
NO TIME 

MA 01760-1537 STERILITY DATE: 
TIME COLLECTED: 

e,NATRICK, DATE RECEIVED: 05/10/99 

DATE REPORTED: 06/09/99 

BSC02,~PR0--3 fi 
238282 

952530 DI! 
: 

!Y DATE: 

STERILITY METHOD: 
WQJFU SOURCE: - 

. p.0.:9912701 
NOTES : REFERENCE R8132848-2 MICROBI"-'":-----------------------------~,,~D--- __------- 

@tg+ m--m ---em ______------ ___----- 
RESULT __------- ___-__--_--- ______-__-- 

; TEST REPORT 
..____________-_---- _____________---m-s- __------- 

r.MICROBIAL ISOLATE ID 1 

SEE SEPARATE MICROCHECK REPORT. 
*I 

TEST START DATE 5-19-99 
TEST COMPLETION DATE 6-9-99 

r*ri * 

TECH/REVIEWER D. PAULY/J. MACKCOW 

I 
'TESTING FACILITY: 2540 EXECUTIVE DRIVE / 

‘tr\os,l,U~ 
FINAL REPORT 

ST. PAUL MN 55120 

LCb\qr 
*** 



ACCT #: 1128381 
-+OSTON SCIENTIFIC CORP. 
: ATTN: PHILIP COGDILL 

ONE BOSTON SCIENTIFIC PLACE 
-NATRICK, MA 01760-1537 

P 

SAMPLE: BSC02,REPROCESSED RADIAL JAW BIOPSY FORCEPS 

LOT #: 238282 ACCESSION NO.: R8144901 

ID: 952536 DATE COLLECTED: NO DATE 

STERILITY DATE: TIME COLLECTED: NO TIME 
DATE RECEIVED: 05/10/99 
DATE REPORTED: 06/09/99 

STERILITY METHOD: 
MANFU SOURCE: 

:r ~P.o.:9912701 
NOTES: REFERENCE R8132848-4 MIuwo~r "'--"+TiL ID. 

_________--_---- ____________--____-_------- 
________B-w-m---- r--------------------. ..-cIvw nl METHOD 

i- (TEST REPORT KEIPUUI _________________-___ 
____________--------- ____________-_---- ---I 

* ,m,-w---.--------- mm_-- 

MICROBIAL ISOLATE ID 1 
F* 
83 , 

: SEE SEPARATE MICROCHECK REPORT. *. j 

6 

r-f TEST START DATE 5-19-99 TEST COMPLETION DATE 6-9-99 

/ TECH/REVIEWER D. PAULY/Je MACKCOW 

f- 

: 
:;xi-r;axiNG FACILITY: 2540 EXECUTIVE DRIVE / ST. PAUL MN 55120 

b , ; 

f!- ,r , 



ACCT #: 1128381 
rcjOSTON SCIENTIFIC CORP. SA MPLE: nnc!02.REPROCEE -- -__,___ -_-- :sED RADIAL JAW BIOPSY FORCEPS 

R8144894 
: kTTN: PHILIP COGDILL LOT #: 238282 ACCESSION NO.: 

. ;INE BOSTON SCIENTIFIC PLACE ID: 952527 DATE COLLECTED: NO DATE 
NO TIME 

dATRIC!K, MA 01760-1537 STERILITY DATE: TIME COLLECTED: 
DATE RECEIVED: 05/10/99 

STERILITY METHOD: 
6-W MANFU SOURCE: 

b 'P.O.:9912701 
NOTES: REFERENCE R8132848-8 MICROBIAL ID. 

p”---------------------““““’ ..s---------- 

F TEST REPORT RESULT 
-___________________----------- ----------- 

---e-s 

-SW--- 

-w-- 

,-s-m 

DATE REPORTED: 06/09/99 

----m --------- 

-------------- 

---w 

-s-e 

---------- 

METHOD 
---------- 

,MICROBIAL ISOLATE ID 1 

SEE SEPARATE MICROCHECK REPORT. I( 

p"' TEST START DATE 5-19-99 TEST COMPLETION DATE 6-9-99 

TECH/REVIEWER D. PAULY/J. MACKCOW 

II 
I TESTING FACILITY: 2540 EXECUTIVE DRIVE / ST. PAUL MN 55120 

m&&c Lo \ \+7 q 
m *** FINAL REPORT *** 



ACCT #: 1128381 
-0sTON SCIENTIFIC CORP. 
' 'YTTN: PHILIP COGDILL 
' ONE BOSTON SCIENTIFIC PLACE 
gATRICK, MA 01760-1537 

SAMPLE: BsC02,REPROCESSED RADIAL JAW BIOPSY FORCEPS 
LOT #: 240334 ACCESSION NO.: R8144885 

ID: R8135410-5 953861 DATE COLLECTED: NO DATE 

STERILITY DATE: TIME COLLECTED: NO TIME 

DATE RECEIVED: 05/14/99 

DATE REPORTED: 06/09/99 

STERILITY METHOD: 
MANFU SOURCE: 

P.O.:9913301 
NOTES: REFERENCE STERILITY PORTION OF TESTING R8144802. 

__________------- ____________----------- ___-_-_-_---_---__-_--- 
METHOD 

RESULT 
____..______---- _-___---_---_---____--- 

: , -___________________- _________------------ 

dkMICROBIAL ISOLATE ID 1 

SEE SEPARATE MICROCHECK REPORT. 
* 

"* TEST START DATE 5-19-99 TEST COMPLETION DATE 6-9-99 

TECH/REVIEWER D. PAuLY/J. MACKCOW 

2540 EXECUTIVE DRIVE / ST. PAUL ESTING FACILITY: 

vjpkcwLn uJ\+w 
FINAL REPORT *** 

MN 55120 

F" 
i 



ACCT #: ACCT #: 1128381 1128381 
rBOSTON SPTRTsTTT~TC CORP. f-BOSTON SCIENTIFIC CORP. SAMPLE: BSCO2,REPROCESSED RADIAL JAW BIOPSY FORCEPS 

ATTN: PI3 ATTN: PHILIP COGDILL LOT #: 240334 ACCESSION NO.: R8144876 

L *om ROS!c "ONE BOSTON SCIENTIFIC PLACE ID: R8135410-4 953862 DATE COLLECTED: NO DATE 

mEATRICK, MA -NAT 01760-1537 STERILITY DATE: TIME COLLECTED: NO TIME 
DATE RECEIVED: 05/14/99 
DATE REPORTED: 06/09/99 

STERILITY METHOD: 
fam * MANFU SOURCE: 

P.O.:9913301 
NOTES: REFERENCE STERILITY PORTION OF TESTING R8144802. 

------ ------ ------ -___________-_-_------------~--------- ~""""""'----------- 
1. TEST REPORT RESULT METHOD 

----______________. ------- ------------------------------- ------..m.---..-_--..-- ---- ---- -----~ 
MICROBIAL ISOLATE ID 1 

SEE SEPARATE MICROCHECK REPORT. 
G 

F”* TEST START DATE 5-19-99 TEST COMPLETION DATE 6-9-99 

TECH/REVIEWER D. PAULY/J. MACKCOW 
111 
i ESTING FACILITY: 2540 EXECUTIVE DRIVE / ST. PAUL MN 55120 

v\~cu4-- Lcwl- 
Mm FINAL REPORT *** 



ACCT #: ~1128381 
,mmBOSTON S IENTIFIC CORP. SAMPLE: BSCO2,REPROCESSED RADIAL JAW BIOPSY FORCEPS 

ACCESSION NO.: R8144867 
. ATTN: PH 'LIP COGDILL 

$ 

LOT #: 240334 NO DATE 
ONE BOST #Es SCIENTIFIC PLACE ID: R8135410-9 953856 DATE COLLECTED: 

NATRICK, ~$A 01760-1537 STERILITY DATE: TIME COLLECTED: NO TIME 
DATE RECEIVED: 05/14/99 

” DATE REPORTED: 06/09/99 

~ STERILITY METHOD: 

*" MANFU SOURCE: 

P.O.:991 301 
NOTES: 

I 
FERENCE STERILITY PORTION OF TESTING R8144802. _______________--___-- -------s--------- 

-------- ----------- ______________-_----- 
r RESULT 

METHOD 
m 
, TEST REPORT 

---_____,-_____-_____-- ____-__--w-v------ --s----------- _______-______-______ ---_- 

MICROBI& ISOLATE ID 1 

5-19-99 TEST COMPLETION DATE 6-9-99 
rrr 

TECH/REVIEWER D. PAULY/J. MACKCOW 

ING FACILITY: 2540 EXECUTIVE DRIVE / ST. PAUL MN 55120 



t 

ACCT #: 1128381 
.mOSTON SCIENTIFIC CORP. 
: ATTN: PHILIP COGDILL 

;ONE BOSTON SCIENTIFIC PLACE 
mNATRICK, MA 01760-1537 

m 
STERILITY METHOD: 
MA~?FU SOURCE: 

P.O.:9913301 
NOTES: REFERENCE STERILITY PORTION OF TESTING R8144802. ~___ 

Fn)""""""""--- w-s _________s__-_-----. 

y iTEST REPORT RESULT 
-____________________ _______s_------. 

.-------- _____________-__--_----- ------ 

METHOD 

------- ____________---------- _______-___--_- 

SAMPLE: BI- 
--^ --w.F,rr"E9~~~ SCuz,KsrnuLauYYD RADIAL JAW-BIOPSY FORCEPS 

R8144858 
LOT #: ?a 640334 ACCESSION NO.: 

ID: RE 1135410-z 953866 DATE COLLECTED: NO DATE 
NO TIME --_--w q" 

STEKALLi?Y DATE: TIME COLLECTED: 
DATE RECEIVED: 05/14/99 
DATE REPORTED: 06/09/99 

MICROBIAL ISOLATE ID 1 

SEE SEPARATE MICROCHECK REPORT. 
” 

rl”\ TEST START DATE 5-19-99 TEST COMPLETION DATE 6-9-99 

TECH/REVIEWER D. PAULY/J. MACKCOW 

” TESTING FACILITY: 2540 EXECZfiIVE DRIVE / ST. PAUL MN 55120 



ACCT #: 1128381 
FOSTON SCI@7TIFIC CORP. SAMPLE: BSCO2,REPROCESSED RADIAL JAW BIOPSY FORCEPS 

AT~:'PHILIP' ~OGDILL LOT #: 240334 ACCESSION NO.: R8144849 

bNE BOSTON SCIENTIFIC PLACE ID: R8135410-2.1 953866 DATE COLLECTED: NO DATE 
NO TIME 

dATRICK, MA 01760-1537 STERILITY DATE: TIME COLLECTED: 
DATE RECEIVED: 05/14/99 I 
DATE REPORTED: 06/09/99 

STERILITY METHOD: 
P MANFU SOURCE: 

: P.O.:9913301 
NOTES : REFERENCE STERILITY PORTION OF TESTING R8144802. -- 

___________-__-_------- _________-____---_--- ___________-_-______------- 
r------- 
P TEST REPORT RESULT METHOD 

_________-_-_-------------- ----w ------ ------ ------ 
-------- __________-_-_-------- 

r MICROBIAL ISOLATE ID 1 

SEE SEPARATE MICROCHECK REPORT. 
L 

.F TEST START DATE 5-19-99 TEST COMPLETION DATE 6-9-99 

TECH/REVIEWER D. PAULY/J. MACKCOW 
wn 
” 

P TESTING FACILITY: 2540 EXECUTIVE DRIVE / ST. PAUL MN 55120 
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ACCT #i: 1128381 
,OSTON: SCIENTIFIC CORP. SAMPLE: BSCO2,REPROCESSED RADIAL JAW BIOPSY FORCEPS 
iTTN: ??HILIP CbGDILL' LOT #: 240334 ACCESSION NO.: 

'hi BdkTON~SCIENTIFIC PLACE ID: 
R8144830 

R8135410-2.2 953866 DATE COLLECTED: NO DATE 
NATRICk, MA 01760-1537 STERILITY DATE: TIME COLLECTED: NO TIME I 

I DATE RECEIVED: 05/14/99 
* DATE REPORTED: 06/09/99 

Fc” 
P.O. : 
NOTES 
-m-w- 

!- j rEST 
I -s-m- 

MICRO 
mm 

p” T 
I 

T 

STERILITY METHOD: 
MANFU SOURCE: 

13301 
REFERENCE STERILITY PORTION OF TESTING R8144802. 

------------------------------~------------------------------------------ 
'PORT RESULT METHOD 
-----------__------------------------------------------------------------ 
AL ISOLATE ID 1 

SEPARATE MICROCHECK REPORT. 
4 

T START DATE 5-19-99 TEST COMPLETION DATE 6-9-99 

H/REVIEWER D. PAULY/J. MACKCOW 

TING FACILITY: 2540 EXECUTIVE DRIVE / ST. PAUL MN 55120 



ACCT #: 1128381 
r-BOSTON SCIENTIFIC CORP. 
' &iTTN: PHILIP COGDILL 

ONE BOSTON SCIENTIFIC PLACE 
NATRICK, MA 01760-1537 

SAMPLE: BSC02,REPROCESSED RADIAL JAW BIOPSY FORCEPS 
LOT #: 240334 ACCESSION NO.: R8144821 

ID: R8135410-2.3 953866 DATE COLLECTED: NO DATE 

STERILITY DATE: TIME COLLECTED: NO TIME 
DATE RECEIVED: 05/14/99 
DATE REPORTED: 06/09/99 

STERILITY METHOD: 
MANFU SOURCE: 

: 'P.O.:9913301 
NOTES: REFERENCE STERILITY PORTION OF TESTING R8144802. ____________-__------ _____-_______________ 
---_..-____________ ________---s-------- 

TEST REPORT 
RESULT 

METHOD 
___________________ -.w------- 

__________________ _________-_-__--_------ ----------- 

MICROBIAL ISOLATE ID 1 
b", 

SEE SEPARATE MICROCHECK REPORT. 
e 

F TEST START DATE 5-19-99 TEST COMPLETION DATE 6-9-99 

TECH/REVIEWER D. PAULY/J. MACKCOW 

TESTING FACILITY: 2540 EXECUTIVE DRIVE / ST. PAUL MN 55120 

q--p& L!!\s\m 

FINAL REPORT *** 

p”” 



ACCT #: 1128381 
-0STON SCIENTIFIC CORP. 

ATTN: PHILIP COGDILL 
ONE BOSTON SCIENTIFIC PLACE 

*ATRICK, MA 01760-1537 

P.O.:9913301 
NOTES: REFERENCE STERILITY 

SAMPLE: BSCO2,REPROCESSED RADIAL JAW BIOPSY FORCEPS 
LOT #: 240334 ACCESSION NO.: R8144811 
ID: R8135410-6 953859 DATE COLLECTED: NO DATE 
STERILITY DATE: TIME COLLECTED: NO TIME 

DATE RECEIVED: 05/14/99 
DATE REPORTED: 06/09/99 

STERILITY METHOD: 
MANFU SOURCE: 

PORTION OF TESTING R8144802. 
~““““““““‘““““““““““------------------------------------------- 

: ~TEST REPORT RESULT METHOD 
_-------____________------------------------------------------------------------ 
MICROBIAL ISOLATE ID 1 

SEE SEPARATE MICROCHECK REPORT. 
* 

Fr* TEST START DATE 5-19-99 TEST COMPLETION DATE 6-9-99 

TECH/REVIEWER D. PAULY/J. MACKCOW 
m I_ _. TESTING FACILITY: 2540 EXECUTIVE DRIVE / ST. PAUL MN 55120 

@- 



ACCT #: 1128377 
eBOSTON SCIENTIFIC 

ATTN: MIKE LANGE 
6470 SYCAMORE CT 

-MAPLE GROVE MN 55369 

SAMPLE: BSCOl,VANGUARD MEDICAL CONCEPTS REPROCESSED 
R8144802 

LOT #: 240334 ACCESSION NO.: 

ID: RADIAL JAW BIOPSY DATE COLLECTED: NO DATE 
TIME COLLECTED: NO TIME 

STERILITY DATE: 
DATE RECEIVED: 05/14/99 
DATE REPORTED: 06/09/99 

STERILITY METHOD: ETHYLENE OXIDE 

MANFU SOURCE: 

.P.o.:9913301 
-----w--- NOTES: FORCEPS,STERILITY DATE ll-98,SEE ATTACHED LETTER. STERILITY PORTION. 

-..--s---- ______________-_----- _____-_----- 
________------ METHOD -_____--------- 

'TEST REPORT RESULT -__----------w--- 
----w--- ________-s-------- _________________------ 

.._____-------- 
SEE SEPARATE MICROCHECK REPORT FOR IDENTIFICATION INFORMATION. 

t-w 

TEST START DATE 5-14-99 TEST COMPLETION DATE 6-9-99 

111 

* 

TECH/REVIEWER D. PAULY/J. HACKCOW 

TESTING FACILITY: 2540 EXECUTIVE DRIVE / ST. PAUL MN 55120 

"r 
4. 
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m 

Company: Viromed Laboratories Microcheck Report for: Julie Mackcow 

w 

3taphylococcus hominis 

Page: 2 

2 R8132848-2 Paenibacillus apiarius 
Virgibacillus pantothenticus 
Bacillus lentimorbus 

3 R8132848-4 J2 
2 

Staphylococcus epidermidis 
Staphylococcus capitis ureo&ticus 
Staphylococcus aureus 
GC subgroup C 

4 4 R8132848-8 R8132848-8 Brevibacterium s ta tionis 

95252-l 

5 5 R8135410-5 R8135410-5 
1 1 
1 1 
1 1 

Micrococcus lylae GC subgroup A 
Micrococcus luteus GC subgroup B 
Micrococcus luteus GC subgroup C 
Micrococcus luteus GC subgroup A 

Brevibacillus laterosporus 
Deinococcus erythromyxa 
W4%b~ A $33438 s 

6 R8135410-4 .’ Pseudomonas putida biotype A 

0.441 B TSBA 
0.310 ---n-- 0.274 

7 R813541 O-9 d2 

2 

1 

Staphylococcus epidermidis 
Staphylococcus aureus 
GC subgroup C 
Staphylococcus cap& ureo/yticus 

-l--l-= 
I I I 

0.556 B TSBA 
0.434 
0.349 
0.219 
0.381 
0.338 

0.568 B TSBA 

I I 

CONFIRM 
TEST 

:oag- 

GPC in 
tetrads 

coag’ 

tur coagulase test 

es& supports 
narked (2) FAME 
dentification 

our stain result 

supports marked 
(1) FAME 
identification: saa 
Lab Director’s 

Notes at end of 
RawIts Table 

our coagulasa 14 
result supports 
marked (2) FAh 
identitication 



Company: Viromed Laboratories Microcheck Report for: Julie Mackcow 

r 
8 

8a 

8b 

8c 

9 

SAMPLE 
ID LABEL 

38135410-2 

R8135410- 
2.1 (large tan 
colony) 

R813541 O- 
2.2 (cream 
colony) 

R813541 O- 
2.3 (yellow 
colony) 

R8135410-6 

Lab Director’s Notes: 

F 1 The fatty acid profile of the organisms in the sample at LINE NO. 5 in the Results Table was compared to several species 
of Micrococcus Brevibacillus laterosporus, and Deinococcus erythromyxa. Although Micrococcus is commonly known to 
form cocci in teirads Deinococcus may also occasionally form cocci in tetrads too. However, the colonies of this isolate an 

.- c ‘J yellow which is characteristic of Micrccoccus luteus, and are not the red or orange of Deinococcus. The comparisons to 
MicroLoccus luteus thus represent the best choice for the identity of this isolate. 

Results represent only the sample(s) as received. All analytical data and reports are client confidential and available only to the client. Authorization fc 
publication of excerpts, statements, or conclusions regarding our reports is reserved pending written WprOVal from 

Microcheck, Inc. 

J 
- 
- 

7 

7 

7 

- 

MICROORGANISM IDENTIFICATION U/SD TYPE MEDIA CONFIRM 
TEST 

\10 MATCH to Exiguobacferium 
sce@xrn GC subgroup B 

6 TSBA 
20.4 SD 

see lines 8a, 8b, 8c below I I 1 [ 

95z,sccu, 6% I~cr‘ir’i8 
Bacillus cereus GC subgroup B 0.724 B TSBA 

Y5 3yuu 

Acinetobacter radioresistens 

PI% ‘WV3 0 

95 33’dcou 

0.721 B TSBA 

Pseudomonas putida biotype A 0.496 B TSBA 

Staphylococcus epidermidis 
Staphylococcus warneri 

0.480 B TSBA 
0.286 

Page: 3 

LAB 
COMMENTS 

diflerent colony 

types apparent 
atter analysis 



Kev to Svmbols and Abbreviations in the Microcheck Results Table 

FAME Automated, fatty acid methyl ester (FAME) analysis by gas liquid chromatography for identification of 
’ ANALYSIS aerobic and anaerobic bacteria, yeast, and actinomycetes. 

J A check mark next to a microorganism name indicates an excellent FAME match (See SI and SD) 

SI The Similarity Index (SI) is a value between 0.001 and 0.999 which expresses the FAME similarity 
between the unknown isolate and the database match. 
0.500 to 0.999 excellent match for genus and species 
0.300 to 0.999 excellent for a single match to genus and species 
0.100 to 0.300 good match for genus 
0.001 to 0.099 weak match for genus 

NO MATCH A NO MATCH analysis occurs when the unknown isolate has no close comparisons in the database. 
SD The Standard Deviation (SD) value is listed for a NO MATCH analysis. The SD is a mathematical 

e@ie&ion of the distance between the fatty acid profile of the unknown and the mean profile of the 
closest database entry. A NO MATCH with no SD indicates that the microorganism was not even 
distantly related to any of the 2,000 entries in the databases. 

TYPE Microorganism TYPE 
*AC actinomycete FAN facultative anaerobe 
AN anaerobic bacterium M mycobacterium 

’ B aerobic bkterium TH thermophilic bacterium 
F fungus Y yeast 

( ) Parentheses ( ) around an entry in the TYPE column indicates that the microorganism was a different 
type than listed on the Test Request Form. 

MEDIA The subculture MEDIA used by our laboratory to grow microorganisms. 
BHIA brain he&t infusion blood agar PYGT peptone-yeast-glucose broth w/ Tween 80 
CLIN blood agar R2A defined minimal nutrient agar 
MB7 Middlebrook 7HlO agar SDA Sabouraud dextrose agar 

M RSA M RS Lactobacilius agar TSB trypticase soy broth 
PPP potato dextrose agar, and phosphate glucose agar TSBA trypticase soy broth agar 
PYG peptone-yeast-glucose broth 

( ) Parentheses ( ) around an entry in the MEDIA column indicates that growth of the microorganism on 
this medium was insufficient for analysis. 

CONFIRM CONFIRMATION TESTING is done on an isolate whose FAME analysis result is inconclusive. 
TEST 

1 = stain 2 = coagulase test 3 = oxidase test 4 = API 20E test 

CONFIRM GPR Gram positive rods GPC Gram positive cocci 
TEST GNR Gram negative rods GNC Gram negative cocci 

RESULTS GVR Gram variable rods 
coag+ coagulase positive coag’ coagulase negative 

+ oxidase positive OX- oxidase negative 
%20E Metabolic characterization which is done to confirm FAME results for members of the 

family Enterobacteriaceae. API 20E results often provides a more reliable identification 
than FAME analysis because this group of microorganisms is very similar in their FAME. 

We encourage you to call our Lab Director with any questions you may have about the analyses or the results: 

i?? Dr. Mike Sinclair - 802/4856600 @ ext.22 



3 %4 
-M 

DATA:C99601474B 02-3113-99 05:52:48 
3 
I i ____.____._.*___._--.-.---- e.mI--ee-.. ______._____-__-.----- 

___________._.______l_____l______ ..ae._.ae-.. 

@@ 12520 VRB R8132848-10 (1, 5/20) Date of run: Ol-JUN-99 11:48:03 

- I. ‘4 SAMPLB ITSBAQOI 

Comment 1 Comment 2 
.________._*--e-e.-- _______-_-------- 

< min rt 

AT Area Ar/Bt Respon BCL Name t 
-mmIaee e--ee.--. ------ ---.-- -.---. mme------e.-w..m---- ---_-. 

: : 1.626 466133040 0.030 . . . 6.983 SOLVENT PEAK . . . , . . s 
2.518 8.810 *<a, .*a 

fi 5.358 1::: :*;:; ; ;)38 12.612 li:i ii : : . . . . 0.93 

j 5.461 643 0:034 1:035 12.704 13:0 ANTKISO . . . . 0.42 
6.619 8459 0.036 1.002 13.618 14:0 IS0 . , . . . . 5.32 

~ 7.131 779 0.039 0.989 14.001 14:O . . . s . . . . 0.48 
8.071 $141 0.038 0.972 14.624 15:O IS0 ) . . , . . 5.58 
8.207 
9.664 

53617 0.039 0.969 14.714 15:0 ANTBISO . . . . 3i.i; 
2392 0.045 0.948 15.627 16:O IS0 . . . . . . . 

10.274 
11.349 

3131 0.041 0.941 16.000 16:0 . . . . . . . . ;.;: 
SO22 0.045 0.930 16.630 17:O IS0 . . . . . . . 

L * 11.507 5962 0.045 0.929 16.723 17:O ANTEISO . . . . 3.48 
* 11.980 642 0.043 0.925 17.000 17:O . . . . . . , . 0.37 
li 13.076 2198 0.046 0.918 17.631 18:O IS0 , . . . . t 1.27 

13.716 
14.814 

19619 0.046 0.915 17.999 18:O . . . . . . . . l;.:; 
4221- 0.046 0.911 18.634 19:O IS0 . . . . . . . 

J’“‘j 14.980 2787 0.046 0.911 18.730 19:O ANTKISO . . - . 1.59 
: 15.450 4392 0.045 0.910 19.002 19:o * * . . * . . . 2.51 

645 0.044 0.908 19.636 2O:O IS0 . . . . . . 0.37 
44001 0.048 0.908 19,999 20:0 . . . . . , , . 25.11 

813 0.035 a , , 20.878 . . , , . . . . . . . . . 
417 1925 0.156 . , . 21.312 . . . , , . . < , . . . . 

bj.603 1003 0.033 , . . 21.419 , . * . * * * . . , . . . 
7 19.746 226 0.063 , . . 21.503 . , . . . , . . . . . . . 
4 / 

< ruin rt 
KCL deviates -0.002 
KCL deviates 0.002 
KCL deviates -0.001 
KCL deviates 0.001 
KCL deviates 0.001 
KCL deviates 0.001 
KCL deviates -0.000 
XL deviates -0 .OOO 
XCL deviates 0.000 
BCL deviates 0 .OOO 
BCL deviates 0.000 
KCL deviates -0.001 
BCL deviates -0.001 
KCL deviates -0.000 
KCL deviates -0.001 
XL deviates 0.002 
KCL deviates 0.001 
KCL deviates -0 .OOl 
> max rt 
) max rt 
> max rt 
> max rt 

Reference 0.005 
Reference 0.009 
Reference 0.004 
Reference 0.005 
Reference 0.005 
Reference 0.005 
Reference 0.003 
Reference 0.002 
Reference 0.002 
Reference 0.002 
Reference 0.002 
Reference -0.001 
Reference -0.001 
Reference -0.000 

Reference 0.001 
Reference 0.000 
Reference -0.002 

Solvent Ar Total Area Named Area t Named Total Amnt Ibr Ref ECL 
ma..aele.- mew.mes.sm -W.---e -ee*.em-_. .**.--- -.a ~~~~~~~~~. 

466133040 169079 169079 100.00 159168 17 
___.__.__________.-_--..-----.-. ____.-..________________________ --e-e 

fikt TSBA40 IRev 4.101 Staphylococcus . . . . . . . . . . . . . 
S. hominis+ . . . . . - . , . . . . . 
S,epidermidis* . . . . . . . . . . . 
S. warneric . , . . . . . . . . . . . 

m 

Deviation Ref KCL Shift 
___._____s e-e.emwm-s--- 

0.001 0.004 
____________________----------- --------- 

, . 6 . . 0.546 
, , 6 . * 0.546 
. . . < 4 0.426 
. . . , . 0.397 

--- 



DATA:C99601474B 02-JUN-99 05:52:48 
All 
i Bntinue: 12520 VRB R8132848-10 (1, S/201 (TSBA40] Ol-JUN.99 .1:48:03 

______.___.............----- _ . . . . ., . . . . . . . . . . -.............. 

r\3:0 ISO. . * . * 4 
t .13:0 ANTBISO. . . . 

14:o ISO. * * . * * 
k+l4:0. , . * . * . . 

;5:0 ISO. * * * . ‘ 
’ 15: 0 UTEISO. . . . 
,16:0 ISO. . . . . . 
’ 16:O. . , . . 0 . . 

b7:o ISO. * . . . . 
17:O ANTBISO. . . . 

r-17:0. . . . * . * . 
i :18:0 ISO. . . . . . 

18:O. . . . < . . . 
19:o ISO. . . . . . 

, ,l$:O ANTBISO. . . . 
.-.I 19:o. . . , , * . * 

20:o ISO. . . . 6 *. 
,*“?: 2o:o. , , * . . . * 

______.___.._._..._~...----------- . . . . . . . . .._.._....... 

u with TSBAQO jRev 4,101: Staphylococcus-hominist 

25 30 35 40 45 

Distance: 3.909 

55 60 

. 

65 

. 

70 75 80 85 



‘;“t 
DATA:C99521508B 24.MAY-99 06:26:59 

-. ..~..~.............._____I______________............~~...............~...........~~..~~........--------- 

wa VRB R8132848-2 (2, S/20) Date of run: 21.MAY-99 13:56:05 
io SAMPLE [TSBAQO] 

u a 
RT Area Ar/Ht Respon KCL Name k Comment 1 Comment 2 

.,pm...... . . . . . . . . . . . . . . . -...-. . . . . . . . . . . . . . . . . . . .._..... . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . 

i 1.628 482078160 0.031 , , . 6.980 SOLVENT PBAK . , . . . . . < min rt 
. * 2.524 1036 0.034 . . . 8.812 

633 0.036 1.008 13.619 1;:fr ISO : : : : : : 
< min rt 

,* 6.628 ‘214; BCL deviates -0.000 Reference 0.004 
8.081 4009 0.040 0.978 14.623 15:O IS0 . ti , . . . 15.01 KCL deviates -0.000 Reference 0.004 

: ! 8.217 11324 0.039 0.975 14.713 15:O ANTKISO . . . , 42.28 KCL deviates 0.000 Reference 0.004 
,049 0.953 15.628 16:0 IS0 . . , . , . 8.32 BCL deviates 0.001 Reference 0.004 
038 0.950 15.757 16:1 wllc . . , . . 3.36 BCL deviates -0.000 

:045 0.945 15.999 16:O . . . . . . . . 5.92 BCL deviates -0.001 Reference 0.002 
1.045 0.937 16.388 IS0 17:1 wlOc . . . 2.29 KCL deviates 0.000 

2054 0.045 0.933 16.631 17:O IS0 . . . . . . 7.34 KCL deviates 0.001 Reference 0.003 
3660 0.048 0.931 16.723 17:O ANTKISO . . . . 13.05 KCL deviates -0.000 Reference 0.002 
300 0.069 , . , 21.548 . . , . , . . . . . . . . > max rt 

9.679 2281 0 
F 9.890 924 0 
: '110.287 1636 0 

10.951 639 0 

19.952 103 0.047 . . . 21.614 . . . , . . , , . . . . . > max rt 

-, Solvent Ar Total Area Named Area t- Named Total Amnt Nbr Ref ECL Deviation Ref KCL Shift 
. . . . . . . . . . .-....C... .-...-.... .-.e... . ..e...... -...-.. . . . . . . . . . . . . . . . . . . ..-..... 

;f’9 482078160 27161 27161 100.00 26120 7 0.000 0.004 
- * QIJKSTION ANALYSIS: TOTAL ARKA LKSS TBAN 50000. CONCKNTRATK AND RK-RUN, 

~..~................_________I__________......~.........~........~.......... . . . . . . . . . . . . . ..__............ 

TSBA40 [Rev 4.101 Paenibacillus . . , e , , . . . . . . . . . . . . 0.441 (‘Bacillus apiarius” 
P. apiariusff , . , . . , . . , , . , . . , . . 0,441 (*Bacillus apiarius’ 
P. gordonaet , , , . , . . . , . . . . . . . . , 0.266 (Bacillus gordonae) 

Virgibacillus , . , . . . . , . . , . . , . . , . 0.310 (Bacillus) 
am 
;: ’ 

V. pantothenticust . . . , . , . . , , , . . . . 0.310 (Bacillus) 
Bacillus . , , . , . . . . , . . . . , . . . . . . 0.274 

B. lentimorbus** . . . . . , , , , . . . . . . . 0.274 

.m..... 

B. filicolonicus . , . . . , . , , , . , . . , . 0.244 [not an approved name) 
B. subtilist . . . . . . . , . , . , . . . , . . 0,240 

. . . . . . . . . . . ..-._........-.. . . . . . . . . . . . . .._-.....-....-....-........-......-.. _...._..............__l____________l____...... 

F* Comparison with TSBA40 [Rev 4.101: Paenibacillus-apiarius’t(‘Bacillus apiarius”) Distance: 4.543 
L , 
* 0 5 10 is 20 2s 30 35 40 45 50 55 60 65 70 75 80 85 90 95 100 

, . * . . . *. * *. * *. , 4. * 

ll:O ANTKISO, . . . it- : : . . . . . . . . . . . + . . . t .’ . 
/ : 14:o ISO. . . , , , -tx , . . . . . , , . . . I . , . , , . . , !, 

14:o. , , . . . . , xt- . . , , . . . . . , . , . . . . . . . . 
ppi$ 15:o ISO. . . . , , . , . -t-x . . , . . , I . . , . . . , . . . 
I 15:O ANTKISO. . , , . , , . . . . . . x , --t- . . . , . . . . . . 

16:1 wlc alcohol. . xt- . . . , . . . , . . . . . . . . . . . . 
16:O ISO. . , . . . . -t-x. . * , . , . . . . . * . . . , . . . 

r; 16:1 wllc . . , , , .-tx-. . . . . . . . . . , . . 9 . . . . . . 
16:O. , . . . . . . , -t--x . . . . , . . . . . . . . , . . . . . t. 



i 

DATA:C99521508A 24.WAY-99 06:26:59 
m 

___.._............ _~_________..........----- 
_.._._...e........- . ..-.-.... . . . . . . . . . . ..~... 

-. . . . . . . . . ..-.... 

VRB R8132848-4 (3, 51201 Date of run: 21.MAY-99 14:22:08 
I@ 2195 
a , 11 SAMPLK (TSBA401 

KCL Name 0 Comment 1 Comment 2 
. .._................ 

; 1.594 409402368 0.029 . . . 
. ,’ 2.482 
m 5.336 
’ 6.609 
; ’ 7.124 

8.074 
p 8.211 
: ‘! 9.686 

10.301 

;’ ill.546 
. 13.131 

13,777 
“O”14.888 

15.056 
15.529 

e 17.258 
? 18.300 

9 
6 
8 

_, ,9 

594 0.026 . . . 
2561 0.032 1.047 
8758 0.035 1.012 
2270 0.037 1.000 

29578 0.038 0.982 
50434 0.039 0.980 
2580 0.040 0.957 
5575 0.042 0.949 
7569 0.045 0.936 
5061 0.044 0.935 
1010 0.046 0.920 

18231 0.046 0.915 
6504 0.047 0.908 
1531 0,047 0.907 
712 4.040 0.904 

45073 0.047 0.898 
589 0.033 , * * 
376 0.052 . . . 
206 0.062 . . . 
150 0.030 . * * 

1676 0.043 . . . 

8.784 ,... .a. < min rt 
12,608 13:i ;Sh : : . , . . 1.51 BCL deviates -0.006 
13.616 14:O IS0 . , . , . . 4.98 BCL deviates -0.003 
13.997 14:O . . . . . . . . 1.28 KCL deviates -0.003 
14.623 15:O IS0 . , . , . . 16.34 KCL deviates -0.000 
14.713 15:O AKTKISO . , . . 27.78 KCL deviates -0.000 
15.628 16:O IS0 . . , . . . 1.39 KCL deviates 0 .OOl 
16,000 16:0 , . , . . . . . 2.97 KCL deviates -0.000 
16.631 17:O IS0 , , . . . . 3.98 XCL deviates 0.003 
16.723 17:O ANTKISO . . . . 2.66 KCL deviates -0.000 
17.631 18:O IS0 . . . , . . 0.52 BCL deviates -0.001 
17.999 18:O . . , . , , , . 9.38 BCL deviates -0,001 
18,634 19:0 IS0 , . . , , . 3.32 KCL deviates -0.000 
18.730 19:O ANTKISO ; . , , 0.78 KCL deviates -0.001 
19.001 19:0 . . . . . , , . 0.36 KCL deviates 0.001 
20.000 2O:O . . . , . , . . 22.75 KCL deviates -0.000 
20.602 , . 0 . . . . , . . . . . ; rx ;; 
20.861 . , . . . , , . . . . a . 
21.039 . . . . , , , . . . . . . > max rt 
21.184 . . . . . . , . . . I . , > max rt 
21.387 , . . . , . . . . , . + . > max rt 

Reference -0.013 
Reference -0.013 
Reference -0.010 
Reference -0.011 
Reference -0.009 
Reference -0.010 
Reference -0.010 
Reference -0.010 
Reference -0.009 

Reference -0.007 
Reference -0.007 

FSolvent Ar Total Area Named Area % Named Total Amnt Nbr Ref KCL Deviation Ref BCL Shift 
............. i ........... ......................................................... 

409402368 187448 187448 100.00 177885 11 0.002 0.010 

........... ........ .... ...... ... .. . .. .. 
........................................................................... 

TSBAQO [Rev 4.101 Staphylococcus 
S. epidermidis’ 

:.:7’: 
. 

S. capitis ureolyticus 0.555 
S. aureus ........... 

.................................................................... 
0.531 

S, a. GC subgroup C* 0.531 

m 
i 



m ,,.._ .,I ,.‘.’ , ” _ ,’ _‘.. 
. 

DATA:C99521508A 24.MAY-99 06:26:59 
m 
Z “ontinue: 12195 VRB R8132848-4 (3, S/201 (TSBA40] 21.MAY-99 14:22:08 
< _______________............--.----- . . . . . . . . . . . . . . . . . . . . . .._........~..~.........~........ . . . . . . . . m...............-.- 

e 3n with TSBA40 [Rev 4.101: Staphylococcus-epidermidis’ 
Distance: 2.785 

P 
b 

“. 0 5 10 15 20 25 30 35 40 45 75 80 85 90 95 100 

“““t3:o ISO. . , . , , :-*- : : : : . I I . . 
1!4:0 ISO. . . , , ( .---tx- . . . . . . . . 
1410. . , . . , . . -xt--- . I . . I . . . 

p-15:0 ISO. . . . . . , , -----t--x- I . . . . . 
; f5:O ANTKISO. . . , . . . . -------t--x---- . s . 

16:O ISO. . . . , . -t- . . . . . s . . . 
16:O. . . , , . , . ---x-t----, , . . , . . . 

Fl7:o ISO. . --tx- , , , , . . . . 
: “17:O ANTBISO: : : : :-tx t . . . . . . . . 

18:O ISO. . . . . , tx- , , , . , . . . . 
?+*18:0. . , . . . , . . . x---t--- , , t I . * 
{ 119:o ISO. . . ( , , ---t-- , , . * . . . . 

‘19:O ANTBISO. , , , -* . t . . . . . . . 



DATA:C99524532B 25-MAY-99 06:58:02 m : 2; 
v 1 

__._________._______--..------.---. .-------- ______-_-___-_._____-*--.-..- ___l____._.______-____I_________ 

VRB R8132848-8 (4, 5120) 
SAMPLB [TSBAQOJ 

Date of run: 24-HAY-99 17:58:47 

‘ I 

RT Area 
ror I *._____. *--.----- 

1.629 435737472 
2.517 435 
9.913 3834 

10.283 20137 
/ .’ 13.327 17008 

13.725 2451 
c”;! 3576 
! J 

14.407 
18.809 2132 
19.391 452 

/b*s 19.488 641 
! 19.551 592 

19.715 710 

fl 
19.773 228 
19.896 712 

Ar/Et Respon BCL Name % Comment 1 Comment 2 
-e_-_ --.--. -----e ew-e-_m-m- mw_._-eae- .--_-- -----.----- - ._-m-mv - --~~~~~~~~~--~~-~--~ 

0.030 * * I 6.997 SOLVBNT PEAK . , , . , . . c min rt 
0.027 . . . 8.810 , . , . . . , , . . . . . < min rt 
0.042 0.952 15,774 16:l w9c , , . , . . 8.28 XL deviates 0.000 
0.043 0,948 16.000 16:0 , , , . , , . . 43.32 BCL deviates 0.000 Reference -0,000 
0.047 0.927 17.771 la:1 w9c , . . . . . 35.78 BCL deviates 0.002 
0.055 0.925 18.000 1a:o * , * I . * * . 5.14 XL deviates 0.000 Reference -0.003 
0.046 0.922 18.395 TBSA lOMe18:O . . . 7.48 BCL deviates 0.003 
0.055 . . . 20.953 , . . . . . . . . . . I . > max rt 
0.049 . . . 21.290 . . . . . . . . . . . . . > max rt 
0.052 , . , 21.346 . . . , , , . . . . . . . ) max rt 
0.068 . . . 21.383 . . . . . . , . . . . . . > max rt 
0.075 , , , 21.478 t . , . . . . . . . . . . > max rt 
0.037 . . , 21.512 , . . . . . , . , . . . . > max rt 
0.096 t . . 21,584 . . . . . . , . . . . . . > max rt 

Solvent Ar Total-Area Named Area % Named Total Amnt Nbr Ref KCL Deviation Ref BCL Shift 
#St ---s.-- ~~.~~~~*~~ mmm-eewmae ~~~~~~~~.* .I----- ___..__s_. _sev._e em.ameee.s--- -e-s-- 
f *, 

435737472 47006 47006 100 .OO 44071 2 0.002 0.002 

’ * QURSTION ANALYSIS: TOTAL ARRA LBSS TRAN 50000. CONCBNTRATB AND RR-RUN. me-e-m- -______________-___-_____I_______ 
*y” 

_______I_______-_____ ~~~~~~~.*~ ________._________________I_____________-- 
” TSBA40 [Rev 4.101 Brevibacterium . . . , . . . . . . . . . . . . . . 0.122 (unlike other brevibacteria) 

B. stationis+ . . . . . . . . . . . . . . . . . 0.122 (unlike other brevibacteria) 
-----a.- eemm.mweee ~~~~~.~~~~ -~~~~-.~-~~~~-~~-~-- _._____________--___---------------*---.-------------. m-mm-e-e-- -w----.-- 

? Comparison with TSBAQO (Rev 4.101: Brevibacterium-stationis* (unlike other brevibacteria) Distance: 7.287 
i ~ 
! I 

0 5 10 15 20 25 30 35 40 45 50 55 60 65 70 75 80 85 90 95 100 

p-j . . * 
14:o. , . . . * * , x-t * . 

4*‘y 15:o. . . , . , . . x+----- * 
M 16:l w9c. t . , , , .+ . x . 
“v” 16:O. . . . . . . . . . . 

’ 17:l r9c. , . , . . X-f------ * 
17:o. , . * . . . . xt---. . 

,yT 38:l w9c. . * . * * * * . 
5 > 18:O. . . , . . . . , -X-t--. 



DATA:C995215088 24-MAY-99 06:26:59 

me.-.-. m..--e. .--em.. .-..---. e.-.-e.-.- -.--.a-. ..--.*e... -e.mewm... _______.___....~....~..~.~~.~.....~.~. 

12196 VRB R8135410-5 (5, 5/20) Date of run: 21-MAY-99 14:22:08 

12 SAMPLE [TSBA40] 
/ 

RT Area Ar/Bt Respon BCL Name % Comment 1 Comment 2 
: arut -. _ _ _. .e..... _.me.w .v.-... ..w......-w-. .-..--*-.. w..-.-e..- _._._____ __.___ . . . .._ see.-. .w..-.-e-.--e L j 

: 1.611 484099344 0.031 * * I 6.959 SOLVKNT PEAK , . , . I . . < min rt 
2.507 

+ 5.358 
5.457 

‘i i . 6.621 

391 0.022 . * . 
1351 0.032 1.044 
1427 0.031 1.040 
4077 0.036 1.008 
773 0.033 0.999 

4361 0.037 0.996 
2369 0.038 0.982 

41843 0.038 0.978 
a4527 0.039 0.975 

a94 0.048 0.956 
2463 0.041 0.953 
2681 0.047 0.948 
1052 0.043 0.945 
1680 0.039 0.931 
1212 - 0,064 , . . 

Reference -0.003 
Reference -0.002 
Reference -0.001 

8.788 .*a. .*. x min rt 
12.614 13:o ISO : : , . , . 0.97 KCL deviates -0.000 
12.702 13:0 ANTKISO . , , , 1.02 BCL deviates 0.000 
13.618 14~0 IS0 , , . , , . 2.81 BCL deviates -0.001 
13.901 14:l w5c * * . . I . 0.53 KCL deviates 0.000 
14.000 14:O . . . . , . . , 2.97 BCL deviates -0.000 
14.478 Sum In Feature 1 . . 1.59 BCL deviates -0.000 
14.623 15:O IS0 . , . , , . 28.00 KCL deviates 0.000 
14.714 15:O ANTKISO . , . , 56.43 KCL deviates 0.001 
15.462 16:l IS0 B . . . . . 0.59 KCL deviates 0.001 
15.627 16:0 IS0 . . . . . . 1.61 KCL deviates -0,000 
15.818 Sum In Feature 3 . . 1.74 KCL deviates -0.004 
16.000 16:0 . . . , . , , . 0.68 KCL deviates 0.000 
16.723 17:O ANTKISO , , . . 1.07 KCL deviates -0.000 
20.971 , , . . . . . . . , . . . > max rt 

7.001 
iw 7,133 

’ 7.856 
8.075 

4 ’ 8.213 
) 9.401 
..’ 9.672 

’ ,F 9.985 
10.283 

“ 11.515 
18.854 

* 19.409 
k ttttttt 

ttttttt , ( 

Reference 0.000 
16:l wlc/15 iso 20H 
Reference 0.000 
Reference -0.001 

350 0.050 . . , 21.294 , , . q . . . . . . . . . > max rt 
2369 , . . , . . . , . SUMMKD FKATURK 1 . . 1.59 15:l IS0 H/13:0 30H 13:0 30H/15:1 i I/H 

,*a ,.a .,.,,...,I **. 15:l IS0 I/13:0 3OE 

p ttttttt ‘268; : : : , , . . , , SUMMKD FKATURK 3 . , 1.74 16:l ~7~115 iso 20H 15:O IS0 2OH/16:lw7c 

t Ar Total Area Named Area % Named Total Amnt Nbr Ref KCL Deviation Ref KCL Shift 
...-.-- ..-s...m.e.m- .-..-.-...-.e ..--....-. . ..-..-. . ..-....-. ....emev-. ..--*.. 

E 484099344 149499 149499 100.00 146082 9 0.001 0.001 
. . . . . . . . . . . . ..*.._.._____________I______ . . . . . . ..m. .._.__.._._..__._.._....--..-..- i” -, -....._........__....-........- 

TSBA40 IRev 4.101 Hicrococcus , . , . . . . . . . . . . . . . . . . 0.556 
$&# H. lylae . . . . . . . , . . , , . . . , . . . . 0.556 

M. 3. GC subgroup A . . . . , , . . , . . . . 0.556 
M. 1, GC subgroup Ct . , . . . . . . , . , . . 0.370 
M. 1, GC subgroup B* . . . , . . . . . . . . . 0.366 

M. luteus . . , . . . . . . . . . . . , . . . . 0.434 
M. 1. GC subgroup Bt , . . . . . . . . . . . . 0.434 
M. 1, GC subgroup Ct . . . . , . . . . . . . . 0.349 
El. 1, GC subgroup At , . . . . . . . . . . . , 0.219 

Brevibacillus . , . . . . , . . . . . . . . . . . 0.381 (Bacillus) 
B. laterosporust . . . . . . . , . . . . . . . . 0.381 (Bacillus) 
B. brevisf , . . . . . . . . , . . . . . . . . . 0.307 (Bacillus) 
B. agrit* . . , , , . . , . , . . , . . , . , . 0.256 (Bacillus) 

Deinococcus . , . . , , , . . . . , , . . . . . , 0.338 
D. erythromyxat . , . . . . . . . . . . + . . . 0.338 

Reference -0.001 
15:l IS0 I/13:0 30B 
Reference 0.000 
Reference 0.001 



LI 
DATA:C99521508B 24.MAY-99 06:26:59 

. . 

T13:O ISO, , , . . , -t- . 
13:O ANTKISO. . . . -t . 

’ l4:O ISO. * , ‘ . . I -xt-- 
e&4:1 w5c. . . . * . tx- . 

14:o. , . , , * . . .-tx . 
15:o 150. , . . I . , * 
15:0 ANTKISO. . . . . . 

““16:l IS0 H. . . . . tx- . 
~ 16:0 ISO. . . . . . . X-t- 

16:O. . . . . . . . ::- . 
++7:0 ANTBISO. . . . - . 
.’ SUMMKD FKA’TURK 1, . t-x . 

SUMMKD FKATURK 3. . t-x . 

f-5 
VRB R8135410-5 (5, 5/20) 

[TSBA40] 21.HAY-99 14:22:08 
____.____.....~....----- / ‘ontinue: 12196 

___________.______~___I_____ ___________.__._~~.~-...---- 

--ii-;ith TSBA40 [Rev 4.101: Micrococcus-lylae-CC subgroup A 

0 5 25 30 35 40 45 50 55 60 10 15 20 65 

. ._____.______._....~I________ 
Distance: 3.851 

a5 



DATA:C99521508A 24.HAY-99 06:26:59 

. . . . ..~~.~..~..._~...~.~~....~.~~~~~~.~.~.~.~~~.....~....~...~...~...~.~~.~.~.~~~~-..-.-.----------------. 
VRB R8135410-4 (6, 5/201 Date of run: 21.MAY-99 14:48:12 
SAMPLK [TSBA40] 

1.613 408972192 0.028 . * I 7 
2.171 615 0.036 . . a 8 

g.l$ 4.133 5940 0.030 1.094 11 
& i 4.653 1264 0.039 1.070 12 

6.021 10749 0.035 1.027 13 

012 SOLVKNT PKAK , . . s . . , < min rt 
149 , . . , . #.. . . . , . < min rt 
423 1O:O 30K . . . . . . 3.66 KCL deviates 0.001 
000 12:o * * t . . . . * 0.76 KCL deviates -0.000 Reference -0.013 
178 12:o 20H . . * . * . 6.22 KCL deviates 0.001 
454 12:O 30H . . . . s . 4.19 KCL deviates -0.000 

‘~-4 
6.393 7300 0.036 1,018 13. 
7.132 545 0.037 1.000 14.000 14:o , . . * , . * * 0.31 KCL deviates 0.000 Reference -0.010 

’ 10.003 51222 0.044 0.953 15.817 Sum In Feature 3 27.51 KCL deviates -0.005 16:l wlc/15 iso 20H I . 
10.305 52178 0.042 0.949 16.000 16:0 . . . . . . . . 27.91 KCL deviates -0.000 Reference -0.008 

;“i 11.835 3268 0.044 0.932 16.888 17:o cycL0 . . . . . 1.72 KCL deviates 0.000 Reference -0.007 
. 13.470 52815 0.045 0.917 17.823 18:l W~C 27.31 KCL deviates -0.000 . . . . . . 

13.781 799 0.043 0.915 18.000 la:0 . . . . . . + . 0.41 KCL -0.008 deviates -0.000 Reference 
p 18.985 200 0,125 . . , 20.996 , . , . , . . . . . , . . max rt > 
i 19.309 760 0.074 21.183 > max rt , . . . . , , , . . , . . . . . 

19.402 655 0.080 . . . 21.237 . . . . , . . . . . . . . > max rt 
19.472 567” 0.073 . . . 21.277 . . , . . . . , . . . . , > max rt 
19.595 204 0.056 . . . 21.348 . . . . , . . . . . . . . > max rt 

< 19.636 113 0.034 * . * 21.372 , , . . . . . , . . . . . max rt > 
19.798 95 0.036 . , . 21.466 > max rt 

51222 . . . . . . . , , SirUnKD &TURK 3 : : 27151 16:l ~7~115 iso 20H 15:O IS0 20H/16:lw?c 

kt Ar Total Area Named Area % Named Total Amnt Nbr Ref BCL Deviation Ref KCL Shift 
ma.-..-- ~~~~~~.~.~ ..-.-..... . ..-..- -~..*-.-.- v.em.e. ._....___.__. .-...-..----- 

T 408972192 166079 186079 100.00 177388 5 0.002 0.010 
* 
: .___.._......._.__......................-.....-...-.-.-..-...-......-.---.-.--......-...--..-........-....-...--. 

TSBA40 [Rev 4.101 Pseudomonas . . . . . . . , . . . . , . . . . . . 0.568 
P-q P. putida . . . . . . . . . , , . . . . . ‘. . . 0.568 
i 1 P. biotype At 0.568 p. . . . . . , . . . . . . . . . 

._...__.._.._.__.........--.-.....-..-.--... _.._.......___.__.....-...-.-.---.....---.-.......--.-...-.--..-.-.---.-..--... 

Fr”s Comparison with TSBA40 [Rev 4.101: Pseudomonas-putida-biotype At Distance: 3.779 
i : 

0 5 10 15 20 25 30 35 40 45 50 55 60 65 70 75 80 85 90 95 100 

T”3 1O:O 30H. , . , , . .---*---- q . . , . . . . + . . . . . . . . , . 
12:o. * * . . , . . .xt--. . . * . . . * , . . . . * . . . * . . 
12:O 20H. , . , . . . --tx , , , . . , , . . , . . . . . . , . . 

;ci, 12:O 30H. , , . . . , -*- , . , , , . . . . . . . . . . . . . . 
i ’ 14:o.. , . . , , , t- * . , * , . . , * . . , ‘. . * . . . . . 

16:O. . . . . . . . . . . . . *--x-t----. , * . . . * . . . * . * . 

ri*’ 17:o CYCLO, . , , * --x---t------ , . . . . , . . . . * . . . * . . . 
la:1 W~C. . . , . . . . . ------t------ x . . . . . . . . . . . . . . . 

" 
' I 1a:o. . . . . . , , xt . . . . . . . . . . . . . . . . . . . . 

i9:o cyc~o wac. , . t- . . . . . . . . . . . , . . . . . . . . 
m SUMMKD FKATURK 3. . 

;rrs-na, ...w...m...mem....e: ! h ' 
. . . . . . ..-.. t e.....w-me , . . ( . . . . ( . , t . 

_-......____..____.____I________________. ___.._.._._....._.....-......-.......-..---..-.-.---..-.-..- 
/ 



DATA:C99521508B 24-MAY-99 06:26:59 
4 * 

_____.___________..---.------ -..-.-..... .m.....m....- .‘. _____________..._..~-..---------- __...s..-e.e.....- 

.2198 VRB R8135410-9 (7, 5120) Date of run: 21.MAY-99 14:48:12 
e e s , 14 SAMPLK ITSBA401 

RT Area Name % 
...___e...m.._.._-.- ._...I 
SOLVKNT PKAK . . . , . . . 

. . . . .,a 

KCL 
..--.. 
6.978 
8.810 

12.613 
12.703 
13.619 
13,999 
14.623 
14.714 
15.627 
16.000 
16.630 
16.723 
17.632 
18.000 
18.634 
18.726 
18.936 
la.949 
la.999 
20 .ooo 
20.876 
20.973 
21.056 
21.405 
21.487 

Comment 1 
..i............----- 

Comment 2 
.._....--- ._*....... 

fi...... ._..e.--. 

1.630 480693552 , 
2.525 948 

&y 5.368 3966 
1 5.468 866 

6.631 9718 
7.140 6810 

eF4 8.082 28226 
8.218 55138 
9.677 2368 

(“I 10.287 13134 
: 11.362 5220 
’ 11.520 4217 

Ar/Ht Respon 
..__._ .-.... 
0,031 . * * 
0.027 . . . 
0.032 1.044 
0.036 1.040 
0.036 1,008 
0.037 0.996 
0.038 0.978 
0.039 0.975 
0.042 0.953 
0.042 0.945 
0.043 0.933 
0.046 0.931 
0.044 0.918 
0.045 0.934 
0,051 0.909 

-0.048 0.908 
0.109 * . . 
0.017 * * * 
0.060 0.906 
0.048 0,904 
0.061 . . . 
0.150 * . . 
0,313 . . * 
0.054 * * * 
0.056 . . . 

< min rt 
< min rt 
KCL deviates -0.001 
KCL deviates 0.001 
KCL deviates -0.000 
KCL deviates -0.001 
KCL deviates 0.000 
KCL deviates 0.001 
KCL deviates 0.000 
KCL deviates -0.000 
BCL deviates 0.000 
KCL deviates -0.000 
KCL deviates -0.000 
KCL deviates -0.000 
KCL deviates 0 .OOO 
KCL deviates -0.005 
> max ar/ht 
< min ar/ht 
BCL deviates -0.001 
KCL deviates 0.000 
> max rt 
> max rt 
> max rt 
> max rt 
> max rt 

13.091 
@T 13.731 

665 
27039 

9 ’ ii.029 3351 
14.986 649 

fm 15.350 2010 r : 15,372 290 t 
. 15.460 1850 

49998 
997 

I 4034 
a.990 4344 

f? 19.589 2819 
19.729 379 

1;:i ;Sb : : , . . . 2.05 
13:O ANTKISO , . . . 0.45 
14:o ISO . . . . . . 4.84 
14:o . , . , * . . . 3.35 
15:O IS0 . . . . . . 13.64 
15:0 ANTKISO , . . . 2;.;; 
16:O IS0 . . , . . . 
16:0 . , . , . . . . 6:13 
17:O IS0 t . . . . . 2.41 
17:O ANTKISO , . . . 1.94 
1a:o Is0 . . . . . . 0.30 
la:0 , , . . . . . . 12.22 
19:o IS0 . * * . . . 1.51 
19:O ANTKISO . . . . 0.29 

,,....*... .*a 

Reference 0.006 
Reference 0.008 
Reference 0.006 
Reference 0.004 
Reference 0.005 
Reference 0.005 
Reference 0.003 
Reference 0.003 
Reference 0.002 
Reference 0 .OO2 
Reference 0.001 
Reference 0.001 
Reference 0.001 

Reference -0.001 
Reference -0,001 

pu‘ Solvent Ar Total Area Named Area % Named Total Amnt Nbr Ref KCL Deviation Ref KCL Shift 
-....... .-*-...-..--e i , . . . . . . ...* _...._m.m. e-e-...-.- .-.-s.. ..ee..-..._ e....m- . . ..- 

0.004 I 480693552 215516 213215 98.93 202270 15 0.001 
__....._._..........*...~.~....-.. .__...............~______^_______ . . . . . . . . . . . . ..-e. . . . . . . . . . . . . . . . . . . . . ..~...... 

p” TSBA40 ]Rev 4.10) Staphylococcus , . . . . . . . . . . . . . . . . . 0.835 : 
S. epidermidist . . . , , . , . . . . . . . . . :.!:: 
S. aureus + . . . . . , . . . . . . . . - . . . o.766 

F S. a. GC subgroup Ct . . . . . . . . . . . . . . : 
S. a. GC subgroup A & Bf . . . . . . . . . . . :.i$ 
S. a. GC subgroup K . . . . . . . . . . . . . . 

bir S. capitis ureolyticus , , , . . , . . , . . . . 0.664 

i 



i+’ .h $ ,1 ? ../V 2” 

/ 

DATA:C99521508B 24-HAY-99 06:26:59 
jc 

‘ontinue: 12198 VRB R8135410-9 (7, 5/20] [TSBA40] 21.MAY-99 14:48:12 
. ..-__._..-....__....- .--.*-.- _-.-..-..__..._..__..-. .~._..........~..~.~________I_ ....e_....m---.. . . ..-..-.e 

on with TSBA40 [Rev 4.101: Staphylococcus-epidermidiP Distance: 2.136 

1 0 5 10 15 20. 25 30 ’ 35 40 45 50 55 60 65 70 75 80’ 85 90 95 100 
.., , . *a I.. I , ., *. . . I.. 

*13:0 ISO. . , . . , :t- . . . . . I * . I * . . . . . . . . * - 
r 43:O ANTEISO. . . , t-- . . . . , , . . , . . . . . - . . . . . 

14:o ISO. . , ( . ( .---tx- . ( . . . . . I . . . * I * . . . . * 
14:O.. . , , , . . --tx-- , , * I . , * * . . . * * . * - * * * 

Fp15:o ISO. , . . * . , . -----+x--- . ( . , ( . . * * 8 , * . 4 . . . 
* J5:O ANTKISO, . , , ( . , . -------t-x----- . , . , . , . . . . . . . a 

16:O ISO. . . , . , -+- . . , . . . . . . , s . . . . . . . . . 
16:fj. . , . . , , . -----+x---a , a . . , . . . . . . . . . . . . . 

L 17:o ISO. , , . , . :xt-- * , * . * . . * . . . * * * * * . . * 
17:O ANTKISO, . , , .-f- , , . . . . . . . . . . a 0 . . . . . 8 

fla:oIso., , . . , t-- . , . . . . . . . . . . . . . . . . . I 
u 2a:o. . . . . . , . . . --x+--- . ( , , . . . , , , , . . * . , * 

i ‘19:O ISO. . . . . . --xt-- . ( * , , . . * . I . * . . . . * . . 
19:O ANTKISO. , . , xt , . . . . . . . . . . . . . . . . . . . 

fy19:o. , , . , , ( , tx- , , , * . . . . * . * . * * I . . . * . 
: 2o:o. . . , ( . . ( . , , . ---x----t-------- . . . , , t * * . . * * . 

,..,,,.......-.--3--------------I------ .e..ee. .e..-m-e. mm-w-.. mm......- e..mm..-..a.-.. ma..--... _._.____.___-..-.._-________ 



#F 
\r z ?c 

* .e 

DATA:C99521508A 24.MAY-99 06:26:59 %“r 

..__..~...-..-.---- ..-_...... 1 _____..._.......--_.-- __.___...._...~~.~~.-..-.------ .-................--.-. 

12199 VRB Rai35430-2 (a, 5/201 Date of run: 21.HAY-99 15:14:07 
rn’ ,? . , 15 SAMPLB [TSBA40] 

RT Area Ar/Ht Respon KCL Name % Comment 1 Comment 2 
. . . ..-...... . . . . _ . . . _____._.._..._.~~~.. tQy- . . . . . . .-___....._.--.--... . ..-.. . . . . . - . . . ..__.. .._... -..-.- 

1.612 410204160 0.029 . . 8 7.010 SOLVKNT PKAK . . , . . . . c min rt 
1.768 7,329 . , , . . , . , . . . . . < min rt 

7,404 , , . , , . . , , . . . , < min rt m 1.805 
2.497 8.812 ,. ..I < min rt 

11.609 12~0 ISb 1 : 1 : . , 0.78 KCL deviates 0.000 Reference -0,013 4.302 
4.654 il.999 12:o . , . . . . . . 2.83 KCL deviates -0.001 Reference -0.013 

.d Reference -0.011 5.347 12,614 13:o IS0 . t , . , , 4.25 KCL deviates 0.000 
Reference -0.010 5.447 12.703 13:O ANTKISO . + . . 1.07 KCL deviates 0.001 

6.022 13,178 12:O 208 . , , . , , 0.74 KCL deviates 0.001 
;“I ’ 6.394 13.454 12:O 308 . , . . . . 2.06 KCL deviates -0.000 

6.617 13.619 14:O IS0 . . . . , . 3.95 KCL deviates -0.000 Reference -0.010 
Reference -0.010 7.131 14.000 14:O . , , , . , , . 3.24 KCL deviates -0.000 

14.623 15:O IS0 . . . , , . 13,30 KCL deviates 0.000 Reference -0.009 p 8.080 
14.714 15:O ANTKISO , , . . 3.93 KCL deviates 0.001 Reference -0.008 i 8.218 

8.655 15.001 15:O . . , . . , . . 0.60 KCL deviates 0.001 Reference -0.008 

9.294 15.388 l6:l W~C alcohol . . 1.27 KCL deviates 0.001 
15.484 Sum In Feature 2 . . 2.63 KCL deviates -0.004 14:O 30H/16:1 IS0 I ” 9.454 : ? Reference -0.009 15.626 16:O IS0 . . . . . , 4.94 KCL deviates -0.001 9.689 

10.003 15 .a16 Sum In Feature 3 , , 9.05 KCL deviates -0.006 16:l w7c/15 iso 208 
15.856 Sum In Feature 3 , , 4.98 KCL deviates 0.004 15:O IS0 20H/l6:1wlc SF-? 69 
15.999 16:O . . . , . . . . 9.69 KCL deviates -0.001 Reference -0.009 

?5 
I5 16.388 1s0 17~1 ~30~ . . . 1.67 KCL deviates -0.000 

,l.lOO 16.461 IS0 17:l w5c . . . . 1.71 KCL deviates -0.000 
“r 11,240 16.542 17:l ANTKISO A . , . 0*79 KCL deviates 0.002 

16.629 17:O IS0 . . , . . q 3.53 KCL deviates -0.001 Reference -0.009 11.389 
Reference -0.007 11,552 16,723 17:O ANTKISO , . , . 1.09 KCL deviates -0.000 

P” 11.670 16.791 17:l wac . . * . , I 1.68 KCL deviates -0.001 
12.032 17.002 17:O , . . , . . , , 0.82 KCL deviates 0.002 Reference -0.005 

32.669 17.365 e . . . t . , . . . , . . 
17.768 18:l w9c . . , . . . 17.51 KCL deviates -0.001 
17.821 18:l w7c , . . . . , 1.28 KCL deviates -0.002 
18.000 la:0 . . , . . . . . 0.60 XL deviates 0.000 
20,937 . , . . . . . . , . . , . > max rt _- 

880 0.029 . . s 
2143 0.028 . . . 
401 0.029 . * . 
700 0.032 1.086 

2575 0.033 1.070 
3946 0.033 1.047 
1001 0,033 1.044 
700 0.038 1.027 

1969 0.036 1.018 
3794 0.036 1.012 
3152 0.058 1.000 

13168 0.040 0.982 
3899 0.039 0.980 
605 0.041 0.972 

1286 * 0.049 0.963 
2667 0.043 0.960 
5023 0.045 0.957 
9236 0.042 0.953 
5089 0.041 0.952 
9938 0.042 0.949 
1726 0.044 0.941 
1767 0.046 0.940 
822 0.044 0.938 

3667 0.044 0.936 
1132 0.045 0.935 
1755 0.048 0.933 
853 0.038 0.930 

1563 0.055 . , . 
38560 0.045 0.918 
1355 0.045 0.917 
634 0,034 0.915 
242 0.077 . . . 

Lrr, 13.376 
,“’ I; 13.471 

Reference -0.006 13.784 
18.851 

m 
19.661 

369 0.192 . . . 21.385 . . . . . . . . . . 
: : 

ttttttt 2667 
2 . . b2a6; . ;2P;A;& , unknown 10.928 

, , . 
. . . , . . SUMRBD FKATURK * _ 

* 
9 * * 1611 Ijl4:O IS0 30H 14:O 30H/lC:l IS0 I 

t**tttt . . , . . , ( . . * . . . . . * . f , * . . * ttttttt 14325 . . . , . . . . . SUMMED FKATURK 3 . . 14.03 16:1 ~7~115 iso 208 15:O IS0 20H/l6:lwlc p 

Solvent Ar Total Area Named Area % Named Total Amnt Nbr Ref KCL Deviation Ref BCL Shift 
.-.__.. --......-...- ..*.. m....sw- -.-.- . .._. ..-.... -....--e.. _e....e... we........ 

ra 15 0.002 0.009 
i 410204160 102585 

101022 98.48 97275 
_____.__.._....._^...~...........- ___._____...___..._-.....---- -.......--..--.... & / _____________..._~...~~.~...~~.~ 

TSBAQO [Rev 4,101 t NO MATCH t 



DATAf99521508A 24.HAY-99 06326359 
m 
z .ontinue: 12199 VRB Ral35410-2 (a, S/20) [T$BAtO] 21-MAY-99 15:14:07 

__._______._______~______I______ .__________._..----- ______________._..~..~~.~..~~... 
. . .____________.__....~~...----- 

with TSKA40 (Rev 4 .iO] : Kxiguobacterium-acetylicum-GC subgroup B+ (other than type] 
Distance: 20.430 

0 5 lo 15 20 25 30 35 45 50 60 70 75 80 a5 90 

.  .  .  .  .  

.  *  

,““1212:0 ISO. . . . . I - t -  (  ,  .  .  .  .  

12:o. . , . I . * . t-x . * . * * * 
-j3:0 ISO. , ( ) , . , x--------t-------- I * 

p?13:0 AN’J’BISO. , . , .x--------t-------- . , . 
i 12:O 20H. , . . . , tx- . . . . . 0 

12:O 308. . , . . , t-x . . . . . . 
14:o ISO. , , , , I -t--x. . . * . * 

Tl4:O. * , . , . * , .-tx . . . . . . 
15:o ISO. . * , . , . . .--x-t----* * * 
15:O ANTBISO. . . . ----t-----. . . . . 

P-15:0. . * . * . . . ix- . . . . . 0 
” 16:1 wlc alcohol. . tx- . . . . . I 

16:O ISO. , , . , , --t--x--- . . . . . 
i” 16:1 wllc . . . . , x-t--. . . . . . 

.;16:0. . , , . . , . . . x .-.-.-.t-.-----. 

IS0 17:l WlOC . . . -tx . * . * * * 
IS0 17:l w5c. . * “. t-x . . . . * * 

@! 17:l ANTBISO A. , , tx- , . . . . . 
. 17:O ISO. . , . . . * x-------t-------. . . 

17:O ANTKISO. . . , -xt---- . . . . . 

. 

. 

. 
. 

. 

rgc. . . , * * t-- , , . x * . 4 
.l wlc. . , , . , ,t- * * . . * . 

1a:o. . . . , . , , -x---t------ . . . . 
SUMMBD FKATURK 1. . t - . + . 4 . . 
SUWMKD PKATURK 2. . f--x . . . , . . 
SUNMKD FBATURK 3. , , --t-- . x. . . a 

65 

. 
. 

. 

. . 

. 



I %_2r zp 3. 

DATA:C99527582A m 28.MAY-99 06:09:30 

_.__._.._~~~..~. 
I 

_.______._..__.~.....--.-- 
1 _____..________...._......-...----- 

___.__._........~...~......- 

Date of run: 27.MAY-99 23:56:58 12463 ORB Ral35410-2.1 LARGK TAN la, 5/20] 
F e . . 47 SAMPLK [TSBA401 

Comment 2 RT Area Ar/Ht Respon KCL Name % Comment 1 
_..__..._._-~.~..... _.-.e.-.-. . ..-....-. . . ..-- ____._m..m_......... wt.,.,.. _.__..... ---..- .-.-.- . ..__. 

:: ! 
’ 1,611 39123loao 0.029 . * . 7.016 SOLVKNT PKAK . . . . . . . < $n rt / 

1.767 
F 1.803 

1.922 
2,494 
4.295 

M-4 d 5.339 
5.440 
6.609 

p-y 7.122 
8.070 L i 
8.208 
8.643 

.7 9.284 
9.443 
9.677 

pe* 10.059 
10.295 

’ 10.964 

JO 
d.541 

y” 18,.230 
; 19.469 

19.770 

.jq 
ttttttt 
ttttttt 
ttttttt 

1754 0.025 . . ti 7.333 
7503 0.029 * . . 7.407 
793 0.027 . . a 7.649 
370 0.028 . I . 8.814 
828 0.032 1.093 11.608 

6304 0.032 1.044 12.614 
1540 0.034 1.040 12.703 
4874 0.037 1.004 13.619 
2443 0.040 0.990 14.000 

20304 0.039 0.971 14.624 
6014 0.039 0.969 14.714 
646 0.035 0.961 14.999 

1229 0.042 0.951 15.388 
2793 0.041 0.949 15.484 
6802 eO.046 0.946 15.626 
8280 0.042 0.941 15.857 
4892 0.043 0.938 15.999 
2680 0.044 0.930 16.389 
2755 0.048 0.929 16.463 
1059 0.046 0.928 16.542 
5677 0.043 0.926 16.630 
1877 0.044 0,925 16.724 
1476 0.108 . . . 20.564 
121 0.021 * , *. 21.279 
603 0.122 . . . 21.453 

2791 *. . . . . . *. 
.,. 

‘aisi 1 1 1 
.,. 
. + . . . . 

.*,.,,.I.. .I. < min rt 
,,.,,..,,* a.. < min rt 
,*.****..* *.. < min rt 

..,*.. ..I < min rt 
1i:o isi * 1 . I I . 1.16 KCL deviates -0.001 
13:o IS0 , , . * * * 8.41 KCL deviates -0.000 
13:0 ANTKISO . , . . 2.05 KCL deviates 0.001 
14:o IS0 . * . . * 0 6.25 KCL deviates -0.000 
l4:O . , . * * . . . 3.09 KCL deviates -0.000 
15:o IS0 . * . . . ‘ 25.21 KCL deviates 0.001 
15: Q ANTKISO . . . . 7.45 KCL deviates 0.001 
15:o . . * . . I . * 0.79 KCL deviates -0.001 
16:1 w7c alcohol . . 1.49 KCL deviates 0.001 
Sum In Feature 2 . . 3.39 KCL deviates 0.004 
l6:O IS0 . . , . . . 8.22 BCL deviates -0.001 
Sum In Feature 3 . , 9.96 KCL deviates 0.005 
16:O 4 . . , , . . . 5.86 KCL deviates -0.001 
IS0 17:l WlOC . * . 3.19 KCL deviates 0.001 
IS0 17:1 w5c . . . . 3.27 KCL deviates 0.002 
17 :1 ANTBISO A . . . 1.26 KCL deviates 0.002 
l7:O IS0 . * * I * * 6.72 KCL deviates 0.000 
17: 0 ANTKISO . . . . 2.22 KCL deviates 0.001 

*.*,....I. .a. > max rt 
,.**.,...I .a. > max rt 

sDMMKD PKATDRK 2 : : 
* * * > max rt 
3.39 12:o ALDK ? 

Reference -0.013 
Reference -0.011 
Reference -0.010 
Reference -0.010 
Reference -0.010 
Reference -0.008 
Reference -0.008 
Reference -0.889 

16:l IS0 I/14:0 30H 
Reference -0.010 
15:O IS0 2OH~l6:lw7c 
Reference -0.009 

Reference -0.008 
Reference -0.007 

siwE;BD ~KAT& i 1 1 
16:l IS0 I/14:0 30H 

‘9:9i 16:l ~7~115 iso 20H 

unknown 10.928 
l4:O 30H/16:1 IS0 I 
15:O IS0 2OH/l6:lwlc 

? Solvent Ar Total Area Named Area % Named Total Amnt Nbr Ref KCL Deviation Ref KCL Shift 
.-..... ..w..w-e..... . . ..m-..-..w. .....emmw. -..-....a. .e.a.e-ee. vw.e-.- .-*-....-. 

39l23loao 80997 80997 100.00 78215 12 0.002 0.009 
_____._._._..._._....~~.....~.. . . . . . . . . . . . . . -.. fl ____....____________...~..~~.......~~......~..~..........~..~.~~.. 

: ! 0.724 
hi , TSBA40 [Rev 4.101 Bacillus . . . . . . . . . . . , . . . . . . . . . o.724 

B.cereus . . . . . . . . . . . . ..-.... 
B. c. GC subgroup Bt* . . , . . . . . . . . . 0.724 

#p-Z * B. c. GC subgroup A* . . . . . . . . . . . . . 0.489 
B. thuringiensis kenyae sv.” . . . . . . . . . 0.397 
B. thuringiensis kurstakiitt . . . . . . . . . . 0.392 

F 
a*, 



m 
i * DATA:C9952?582A 28-MAY-99 06:09:30 
: Zontinue: 12463 VRB R8135410-201 LARGB TAN (8, S/20) lTSBA401 27-MAY-99 23:56:58 

--.-----.-__.___.___--.-.-.-------.---..--..----------.-.----..--.-----..-..--------*.----------.-----.-----------. 
on with TSBA40 [Rev 4.101: Bacillus-cereus-GC subgroup B*+ Distance: 2.853 

0 5 10 15 20 25 30 

p12:o ISO. . . , . . I*- : : : : : : 
i 13:o ISO. I , , . . , ----+---- # , , , 

13:0 ANTBISO. , . . . xt-. 
f--.14:0 ISO. . . . . . , ---xt-.I- : : : : 

14:o. . . . . . . . . *-, . I . I . 
15:o ISO. . . . . I . . . .------t--x-- . 
15:0 ANTBISO. . ----x.---+-----.---- 

F7 15:o. , , . . . : : ix- . * * . : : 
16:l w7c alcohol. . .xt . . . . . . 
16:0 ISO. . . . . . . ---xt--- . , 3 * 

” 16:l ullc , . . . . xt- , 
; 16:O. , , . , , . , . ---*---I : : : : 

IS0 17:l WlOC . , . , -+ . . . I . . 
p IS0 17:l w5c. . . . --tx-. , . . . * 
* 17:l ANTEISO A. , , -xt--- , . , . , 

17:o ISO. . . . . . I -t-x . . I . . 
17:0 ANTBISO. , .*. .-xt--- . . . . . 

r” SUMBD FBATURB 2. . .-tx-. . . . . . 
SUMMBD FBATURB 3. . . .---tx-- . , . . 

35 40 60 65 70 80 85 90 



28-MAY-99 06:09:30 “r DATA:C99527582B 
; 

““““...““.““..~ ““..““.““““““““““““““.“““““” “““““i... __“““.“__“““.““.“__.““““.“.“..““”””””.”””.””.-”“---- 

F 2464 VRB R8135410-2.2 CRBAM (8, 5/20) Date of run: 27-MAY-99 23:56:58 
..“. ‘40 SAMPLB [TSBAIOI 

RT Area Ar/Et Respon 
y. ” ” ” ” ” ” “.“.““.“” “““““” .----- 
, 1.626 454731072 0.030 < . . 

2.517 495 0.024 . . . 
p”s 2.580 1211 0.023 . . . 

3.719 560 0.028 1.110 
4.668 7021 0.031 1.059 
5.216 822 0.041 1.039 

$” 6.031 1730 0.035 1.013 
6.399 4233 0.037 1.004 
7.126 911 0.045 0.987 

” 9.437 1193 0.042 0.951 
9.976 36744 0.044 0.945 * 

10.274 34403 0.043 0.942 
“7 11.348 1028 0.042 0.933 

11.627 775 0.040 0.931 
13.318 72335 0.046 0.921 
13.410 6588 * 0.044 0.920 

* 13.714 3655 0.047 0.919 
19.307 856 0.043 . . . 

ttttttt 1753 . . . . * . 

’ ’ ;6;4; : : : : : : 

BCL Name % Comment 1 
“““““. “““““““““““““““.“““” .““““. ““““““” ““““““““““““” 

6.988 SOLVENT PEAK . , . . . . I c min rt 
8.811 . . . . . . , . . . . . , < min rt 
8.941 , , . . . , . , , , , . . c min rt 

10.923 Sum In Feature 2 . . 0.38 KCL deviates -0.005 
12.000 12:0 , . . . , . . . 4.59 ECL deviates 0.000 
12.489 unknown 12.484 . + . 0.53 XL deviates 0.005 
13 .I80 12:O 20B . , , - , . 1.08 BCL deviates 0.003 
13.456 12:O 30B , , . . . . 2.63 BCL deviates 0.002 
13.999 14:O . , . . . - , - 0.56 BCL deviates -0.001 
15.489 Sum In Feature 2 . I 0.70 BCL deviates 0.001 
15.819 Sum In Feature 3 . . 21.46 XL deviates -0.003 
16.000 16:0 . . , , . . , . 20.03 XL deviates 0.000 
16,631 17:0 IS0 . , . , . . 0.59 RCL deviates 0.001 
16.795 17:l w8c , . . . , . 0.45 BCL deviates 0.003 
17.771 18:l w9c . , , . , . 41.17 BCL deviates 0.002 
17.824 18:l w7c . . , . . s 3.75 BCL deviates 0.001 
17,999 18:0 . . , . , . , , 2.08 BCL deviates -0,001 
21.251 

Comment 2 
“““““..“.“““.““.“-“. 

unknown 10.928 
Reference 0.008 

Reference 0.005 
14:0 30H/16:1 IS0 I 
16:l w7c/15 iso 208 
Reference 0.004 
Reference 0 - 004 

Reference -0.000 

* . . S&K;) &IR~( 2 : : 
‘ * * > max rt 
1.09 12:o ALDK ? 

.a* . ..I....., ,,. 16:l IS0 I/14:0 30B 

. . * SUMMBD FBATURR 3 . - 21.46 16:l ~7~115 iso 208 

unknown 10 a 928 
14:0 3OE/16:1 IS0 I 
15:0 IS0 20H/16:lw7c 

YYlvent Ar Total Area Named Area Z Named Total Amnt Nbr Ref KCL Deviation Ref RCL Shift 
“~““““““““““” . ...*..... “““““““““” “““““.“““. . ..*e.. ““~““..““” ““““.“. ““““““““““““- 

454731072 171998 171998 100 -00 161792 5 0.003 0.005 
“.“.““_““““.“““““.“*“~“““.““““““”.”””””””””””””“.“““““. ““““““““““““““““““““” ““*“““““““~“““““““.“““““““““““““””..”” 

t- TSBA40 [Rev 4.101 Acinetobacter , , . . , . . , , , . . . . . . . . 0.721 
A. radioresistens . . . . - . . - . . - . . . . 0.721 
A. calcoaceticus . . . + . . . - . . . . . - . . 0.489 

““““““““““.“..““_“.“““““““.“““~~””””~”~~””..”””““.“.“““““.”~ I”~““““.“““~““.“““““” “““““““” “““““““““““““...“““““““.““““““““”” 

‘*lj Comparison with TSBA40 [Rev 4.10) : Acinetobacter-radioresistens # Distance: 2.875 

0 5 10 15 20 25 30 35 40 45 50 
p”i i . . ‘, 1. * , * *a 
L ; 12:o. , . . . . , . , xt- . . . , , * * * . 

unknown 12.484. . . -t . . . - . - . . . . 
“* 12:0 20H. . . . , . .xt , . . . . . . . . . c A : < 12:o 30H. * , , . . . x-t . * * . . * . . . 
h ’ 14:o.. * . , . . * tx- * , . , . . * . . * 

16:l w9c. , , . , . xt - . . . - , - . . . 
16:0. . . , . . , . , - .a “I”““” t-x-e-.. ( , ) , . 

in J 17:o ISO. . . . . t tx , * . . , . . * . . 
17:l w8c. . . . , , x-t--- . . . . . . - . . 

00. , , * , , . , xt---. , . . . . . . * * 
1 wgc. * , ) , . , , , , , . , * ----x+---- . 

.l wlc, . * . , , , -+x. *’ . * * * * . . * 

,UBD FBATURB 2, . . ’ . . . . . . . . - . 
SLMMBD FBATURB 3. , . . , ---t---x , . . . . - 

85 90 95 100 



DATA:C99527582A 28”MAY-99 06:09:30 

““““““““““““““““““““““““““” ““““““““““““““““““““____I_ __“““““_“““““_““““““““““““““““““”””””””””””””””““““” 

VRB R8135410-2.3 YBLLOW (8, 5/201 Date of run: 28”MAY-99 00:23:04 
SAMPLB (TSBA401 

~ 
RT Area Ar/Ht Respon 

jT+-y”“““““” ““““““““” “““““” ------ 
1.612 394077312 0.029 . 0 . 

- ‘& 4.128 5186 0.029 1.103 
+- 4.648 1463 0.037 1.072 

6.013 9651 0.035 1.020 
6.385 6539 0.036 1.010 
7,124 578 0.044 0.990 
9.993 47151 0.045 0.941 

10.294 44097 0.042 0.938 
11.824 2961 0.046 0.922 

F 13.458 51290 0.046 0.910 
e 13.769 724 0,041 0.908 
“i. i 19.479 774 0.131 . . . 

19.651 206 0.062 . 0 . 
” 19.966 384 0.038 . . . 

ttttitt 47151 * . . . I I 

% 

.““““” 

BCL Name 
“““““” “““““““““““““““““““” ” 
7.017 SOLVKNT PKAK , . . , 

11.422 1O:O 30H . . . . . . 
12.000 12:o - . . . . . . . 
13.177 12:o 20H . . . . . . 
13.453 12:o 30B . . . . . . 
14.001 14:o . I . . I . . . 
15.817 Sum In Feature 3 . . 
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“““““““““““““““““““” 
< min rt 
ECL deviates 0.000 
ECL deviates -0,000 
BCL deviates 0.000 
BCL deviates -0.001 
BCL deviates 0.001 
KCL deviates -0.005 
BCL deviates -0.001 
IlCL deviates 0.001 
BCL deviates -0.000 
BCL deviates 0,000 
> max rt 
> max rt 
> max rt 
16:l ~7~115 iso 2dH 

Comment 2 
“““““““““““““““““““” 
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Reference -0.008 
16:l wlc/15 iso 20X 
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Reference -0.008 

Reference -0.009 
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F- i6 SAMPLR \TSBAllO\ 

Area Ar /Rt Respon 
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6987 0.037 1.008 
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Comment 2 
______“““““-- ““““““- 

Comment 1 
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< min rt 
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ATTACHMENT 3 

COPIES OF TEST SAMPLE IDENTIFICATION 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

cr 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

h 

,kr 

Vanguard Medical Concepts, Inc. 

CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

E 

c 

m 
Reprocessed & R 

Mfg Name: MICROVASIVE -Watertown, MA 02172 

Mfg-Cat-No: 1537 Desc: RADIAL JAW 3 BIOPSY FORCEPS 

Tracking No: 953867 
SERRATED W/NEEDLE ENDOGLIDE SHE 

Uses: 1 3+ 
WORK LEN-240CM OUTSIDE DIA-23MM 
REQ. BIOPSY CHANNEL-2.8MM 

CadiOn: Federal Law (USA) r&icts the use of this 
Lot Number: 240334 

device to use by or on order Of a physician. Sterilization Date: 1 q/g8 

Follow recommended hospital procedure. For One Procedure Only r”4 
i : 
; 
L . 

ars 

COPY CERTlFlED 
b\\cQ 7 b BY 236 
- - s/J7/,02 PP 

P 
.’ 



c 

m 

c 

r*% 

- 

8-T 

I : 

a 

h 

g* 

:. d 

VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 . 

(800) 887-9073 
CONTENTS STERILE UNLESS OPENED OR DAMAGED- 

f 

Reprocessed & 

Mfg Name: MICROVASIVE -Watertown, MA 02172 

Mfg-Cat-No: ? 537 Desc RADIAL JAW 3 BIOPSY FORCEPS 
’ SERRATED W/NEEDLE ENDOGLIDE SHE 

Tracking No: 953866 WORK LEN-240CM OUTSlDE DIA-22MM 

Uses: 1 REQ. BIOPSY CHANNEL-2.8MM 

Caution’ Fed& Law (USA) restricts the Use Of this 

Lot Number: 240334 

* &vim to use by or Oil order Of a physician. 
Stefili&ion Date: qjjg8 

FOIIOW recommended hospital Procedure. 
for One Procedure Only 

COPY CERTIFIED 
BY 

I s/ _ 
236 
T/,09 lip 



m 

VANGUARD 
Medical Concept?, Inc. 

Lakeland, Florida 

““1 

CONTENTS STERILE UNLESS PACKAGE 
1s OPENED OR DAMAGED 

p”? 

h 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

.#m c r 

F 

*r, 

Reprocessed & Re 

Mfg Name; MICROVASIVE -Watertown, MA 02172 

Mfg-Cat-No: 1537 Desc: RADIAL JAW 3 BIOPSY FORCEPS 

Tracking No: 963865 
SERRATED W/NEEDLE ENDOGLIDE SHE 
WORK LEN-240CM OUTSIDE DIA-2.2MM 

Uses: 1 REQ. BlOPSY CHANNEL-2.8MM 

Caution: Federal Law (USA) restricts the use of this 
Lot Number: 240334 

device to use by or On order Of a physician. 
Sterilization Date: 1 l/g8 

Follow recommended hospital procedure. For One Procedure Only 

,, COPY CEfTi-rt’;i~- n 
BY 236 
5/17/93 OP. 



. 

VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 
(800) 887-9073 CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

Reprocessed & Repackaged for: 

\ r, $ 
Mfg Name: MICROVASIVE’~ Watertown, MA 02172 

Mfg-Cat-No: 1537 Desc: &lAL JAW 3 BIOPSY FORCEPS 

Tracking No: 953862 SERRATED W/NEEDLE ENDOGLIDE SHE 

‘Uses: 1 
WORK LEN-240CM OUTSIDE DIA-2.2MM 
REQ. BIOPSY CHANNEL-2BMM 

Caution: Federal Law (USA) restricts the use of this Lot Number: 240334 
device to use by or on order of a physician. SteriIiration Date. , ,,g8 . 
Follow recommended hospital procedure. For One Procedure Only 

COPY CiRTlFIED 
i 

BY 236 
UACT co 

dc- mDATE lD\w hi s/t+9 DP 
INIT 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 SS OPENED OR DAMAGED. 

Reprocessed & Re 

Mfg Name: MICROVASIVE -Watertown, MA 02172 

Mfg-Cat-No: 1537 

953861 Tracking No: 

Uses: 

Desc: RADIAL JAW 3 BIOPSY FORCEPS 
SERRATED W/NEEDLE ENDOGLIDE SHE 
WORK LEN-240CM OUTSIDE DIA-2.2MM 

1 REQ. BIOPSY CHANNEL-2.8MM 

Caution: Federal Law (USA) restricts the use of this 
Lot Number: 240334 

device to use by Or on order Of a physician. Sterilization Date: , 1/98 

Follow recommended hospital procedure. For One Procedure Only 

“VI . -- 
RTiFtED 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, FlorIda 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

0 6 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 

CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

Repocessed & Re 

Mfg Name: MICROVASIVE -Watertown, MA 02172 

Mfg-Cat-No: 1537 Desc: RADIAL JAW 3 BIOPSY FORCEPS 

Tracking No: 953859 
SERRATED W/NEEDLE ENDOGLIDE SHE 
WORK LEN-240CM OUTSIDE DIA-2.2MM 

Uses: 1 REQ. BIOPSY CHANNEL-2BMM 

Caution: Federal Law (USA) restricts the use of this 
Lot Number: 240334 

device to Use by Or On order Of a physician. Sterilization Date: , j/g8 

Follow recommended hospital procedure. For One Procedure Only 

COPY CERTlF 
BY 236 

s/17/99 



m 

m 
: 
I, 

m 
) 

. 

n 

4 

VANGUARD ’ ,’ 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

0 3 
Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 
(800) 887-9073 CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

. . 
Reprocessed & Repackaged for: 

I . ..‘ c - I 
Mfg Name: MICROVASWE - w&town, MA’ 02&2 

Mfg-Cat-No: 1537 Desc: RADIAL JAW 3 BIOPSY FORCEPS 
Tracking No: 953858 SERRATED W/NEEDLE ENDOGLIDE SHE 

Uses: 1 
WORK LEN-240CM OUTSIDE DIA-2.2MM 
REQ. BIOPSY CHANNEL-2.8MM 

Caution: Federal Law (USA) restrkts the use of this Lot Number: 240334 
device to use by or on order of a physician. Sterilization Dateq , ,,g8 . 
Follow recommended hospital procedure. 

. For One Procedure Only 

I# llllllllll ill Ill! 11111 II 
~9 5 3 8 5 8 

. 

COPY CERTlFiED 

nAclcoPY 
BY 236 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
3s OPENED OR DAMAGED 

0 0 
Vanguard Medical Concepts. Inc. 
Lakeland, FL 33815 
(800) 887-9073 

CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

Reprocessed & Re 

Mfg Name: MICROVASIVE -Watertown, MA 02172 

Mfg-Cat-No: 1537 Desc- f?ADlAL JAW 3 BlOPSY FORCEPS 

.Tracking No: 953857 
’ SERRATED W/NEEDLE ENDOGLIDE SHE 
WORK LEW24OCM OUTSIDE DIA-2.2MM 

Uses: 1 REQ. BIOPSY CHANNEL-2.8MM 
1 

Caution: Federal Law (USA) restricts the use Of this 
Lot Number: 240334 

device to us8 by or On order of a physician. Steriliation Date: 4 7198 

Fnllow recommended hospital procedure. For One Procedure Only 

COPY CERTIFIED 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Vanguard Medical Concepts, Inc. 
Lakeland, FL 33815 
(800) 887-9073 CONTENTS STERILE UNLESS OPENED OR DAMAGED. 

Reprocessed & Repackaged for: 

Fa . 
! : 
I . 

r” 

Mfg Name: MICROVASIVE - Watertown, MA 02172 * __’ ‘. ” ‘v 

Mfg-Cat-No: 1537 Desc: RADIAL JAW 3 BIOPSY FORCEPS 

Tracking No: 953856 SERRATED W/NEEDLE ENDOGLIDE SHE 

Uses: 1 
WORK LEN-240CM OUTSIDE DIA-2.2MM 
REQ. BIOPSY CHANNEL-2.8MM 

f 

iac 
p’, , 

Caution: Federal Law (USA) restricts ihe use of this Lot Number: 240334 
device to use by or on order of a physician. Steri,ization Date. , ,,g8 

Follow recommended hospital procedure. For One Procedure Only 

COPY CERTIFIED 
BY 236 

G/17/99 OP 



VANGUARD 
Medical Concepts, Inc. 

Lakeland, Florida 

CONTENTS STERILE UNLESS PACKAGE 
IS OPENED OR DAMAGED 

Reprocessed & Re 

Mfg Name: MICROVASIVE -Watertown, MA 02172 

Mfg-Cat-No: 1537 

Tracking No: 953855 

Uses: 1 

Desc: RADIAL JAW 3 BIOPSY FORCEPS 
SERRATED W/NEEDLE ENDOGLIDE SHE 
WORK LEN-240CM OUTSIDE DIA-2.2MM 
REQ. BIOPSY CHANNEL-2BMM 

Caution: Federal Law (USA) restricts the use of this 
Lot Number: 240334 

device to use by Or On order Of a physician. Sterilization Date: 1 q/g8 

Follow recommended hospita! procedure. For One Procedure Only 



To: Phil Cogdill 

Faxz (508) 650-8935 

Photm (508) 650-8137 

Re: Sterility Report # R8132848 

from: Julie Ma&cow 

Pages: 1 

Date: 07/l 5l99 

Cc: 

0 Urgent IZi For Revlow 0 Please Comment 0 Please Reply Cl Pleass Recycle 

Dear Phil, 

The packages that the devices were received in for testing were not photocopied. The technician did 

retain the ID numbers on the raw data, they are as follows: 

Product 1 - 952534 

Product 2 - 952530 

Product 3 - 952533 

JDq Product 4 - 952536 

Product 5 - 952531 

mei Product 6 - 952529 

Product 7 - 952528 
rar 

Product 8 - 952527 

Product 9 - 952535 

Product 10 - 952537 

If you need anything else please call me (612) 939-4236. 



IQ.RMNcw 
BApTIStI’ MEDICAL 
CENTER 

Montdair Cenler lor Digestive Diseases 
BOO Monlclair Road 

Birmingham. Alabama 35213-1994 
20x592~5824 

Fax 205/599-4669 

WebSile hltp://www.bhsah.com 

October 11, 1999 

Mr. Larry spears 
Food and Drug Administration 
Office of Compliance 
2094 Gaither Rd. 
Rockville MD 20850 

RE: Sterility of Reprocessed Single Use Medical Devices 
r”i /( 

Dear Mr. Spears: 
m 
k ! Financial pressures on hospitals are immense and continue to increase every day. As Director of the 
k .: Gastrointestinal (G.I.) laboratory for Baptist Montclair Hospital, I am always pursuing ways to cut 

r 
expenses while continuing to provide the highest quality care to our patients. Some months ago, a 
major, IS0 9002 certified, third party reprocessor suggested that I consider contracting with them to 
reprocess single use endoscopic biopsy forceps as one potential way of safely reducing expenses. 

have spent the last five months thoroughly studying the issue of reuse of single use medical 
evices, especially endoscopic biopsy forceps. Because patient safety is our number one priority, I 

m began my analysis as a skeptic. However, I visited the third party reprocessor’s facility and learned 
x more about their processes and procedures. After having the opportunity to personally evaluate their p 1 

processesand question their engineers and sterility experts, I became convinced that this was a safe, 

p” cost cutting alternative. 
; _ ., However, due to the paramount importance of patient safety, I did not stop there. I continued to 

investigate. I met with manufacturers, sterility experts, and other hospital personnel. The cm P : 
i manufacturers and some of the sterility experts argued that reprocessed single use biopsy forceps had 

the strong potential for compromised sterility. Although some of these arguments held merit, I was 
still convinced that reprocessing single use biopsy forceps through this particular third party m , i reprocessor was a viable option. 

t-u . 
As a final check, I sent a batch of used biopsy forceps to the third party reprocessor for reprocessing. . 

“f These devices were used only once. I then sent 25’of the reprocessed devices to Viromed Biosafety 
L L.* Laboratories in St. Pauf, MN to have them tested for sterility using the United States Pharmacopeial 

(LISP) standard procedure, as well as the Kinetic Chromogenic LAL (KAL) test. I was truly 
m v: shocked when 14 out of 20 devices were determined to be non-st@e. The five items subjected 
r x to the KAL test were determined to be within acceptable limits. The results of this testing are _I \ ‘.j ” ., 

attached. 
sn 

hese results have forced me to change my point of view concerning the reprocessing of-disposable 
+iopsy forceps. I am now convinced that current technology does not allow the effective 

mm 



m 

processing of singlk use biopsy forceps. Continuing to allow this practice is an alI. too real threat 
patient safety. I am disappointed that the FDA has not acted before now to establish guidelines to 

hollow and standards to meet concerning the reprocessing of single use devices. Because FDA has 
not acted, I and countless other hospital personnel have gone through the arduous task of 

mm determining if a particular single use medical device can be safely reused. @ this case, it was a 
waste of my time because the sterility testing showed the biopsy forceps were not properIy sterilized. 
I fear that other hospitals may stop much earlier i&&&valuation process than I did. This particular 

F third party reprocessor’s facility was modern, and the engineers and biochemist believed in their 
process, as did I. If I had not had the biopsy forceps evaluated by an independent laboratory, my 
hospital would have most likely decided to begin using their services. 

We only studied biopsy forceps and do not have the time or resources to study every device that this 
or any other third party reprocessor says it can reprocess. Obviously, someone needs to establish 
standards that must be met by third party reprocessors before allowing these devices to be used in 
patients. My understanding is that this is FDA’s responsibility. With FDA oversight, reprocessors 
would only be able to market devices that FDA verifies are safe and working properly, and the 

We could simply ask the reprocessor for a list of FDA burden would be removed from hospitals. 
approved reprocessed single use devices and feel cor$ident that we were providing patients the 
highest quJity of care. 

p” I understand that FDA will be announ+ng a new proposal to regulate reprocessors in the near future. 
,. _ I look forward to reviewing this proposal. 

p s& i 

I? 
R David Hambrick III, RN 
Director, Gastrointestinal Laboratory 
Montclair Center for Digestive Diseases 

p Montclair Baptist Medical Center 
; 800 Montclair Road 

Birmingham, Alabama 35213 

7 
Phone: 205-592-5824 
Fax: 205-599-4669 i 

E”” Encl: Test Results 
& 1 



GROUP: MICROBIOLOGICAL TEST PROTOCOL 
II 

DOCUMENT NO.: REVISION NO.: A 
t 

INITIATED BY: Page 1 of 4 

TITLE: Sterility and Pyrogen Testing for Quality Assurance Evaluation 
of Reprocessed Biopsy Forceps 

II 
r 

1.0 Purpose 

This protocol provides the steps to be followed in order to evaluate sterility and the absence of pyrogens 
(LAL Test) for Biopsy Forceps post reprocessing. 

P! I_ ; a 
: , 

Test Article: 

The sponsor will submit the test article to be evaluated. Detailed information about the test article will 
be provided by the sponsor, i.e., product label. 

P4 
2.0 Reference Documents: 

2.1 IS0 11737-l ~1995 “Sterilization of Medical Devices -Microbiological methods - Part I: Estimation of 
the population of microorganisms on product” 

2.i IS0 11737-2 (in press) ‘Sterilization of Medical Devices -Microbiological methods - Part 2: Tests of 
sterility per$ormed in the validation of a sterilization process ” 

2.3 USP 23; The United States Pharmacopeial, ~121 I > Sterilization and Sterility Assurance of Compendia1 
Articles, I995, pgl980. 

?Py 2.4 Association for the Advancement of Medical Instrumentation @AMI). Designing, testing, and labeling 
A , reusable medical devices for reprocessing in health care facilities: a guide for device manufacturers. 

AAiW TIR No. 12. Arlington PA): AAiUk 1994. 

$ 
3.0 Scope: 

1 ” 

Manufacturers are required to conduct very stringent testing processes for reusable products. They must 
meet FDA%iteria which follow the Association for the Advancement of Medical Instrumentation 
(AAMI)’ guidance document with four fundamental aspects of device design that manufacturers should 
consider when developing a medical device intended to be reused. These include physical, material, 
total system, and user-related design considerations. Good device design accounts for the environment 
in which the device will be used and the environment in which it will be reprocessed within the 
healthcare facility. 

Cleaning and decontamination are recognized as the crucial first steps in any effective reprocessing 
protocol, and devices must be designed to be compatible with these protocols. The size, shape, and 
configuration of an instnunent can significantly affect how adequately it can be cleaned. Fine surface _. 
&-&i&e& porok’ tiateriils, or other phykical fe&i.res that encourage the retention of microbes, toxic 

Pm - -. sterilants, cleaning solution residues, and physiological fluids or residues must be avoided. Biofilms 
: that form on instrument ,surfaqes contacting body fluids can be tenacious and require vigorous scrubbing 

P 
’ Association for the Advancement of Medical lnstrumentatiy (AAMI). Designing, testing, and labeling reusable medical devices for reprocessing in 
health care facilities: a guide for device manufacturers. AAMI TIR No. 12. Arlington (VA): AAMI; 1994. 
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I- ! ; to effectively remove. The design must also take into account variations in technique and skill of central 
t , sterile supply personnel, and any design that does not allow unobstructed access to surfaces for cleaning 

cannot be considered for a,.reus.abl,e medical device. 
W” ’ II.. 

Adequate cleaning entails removal of visible and non-visible soil from body fluids, tissues, and other 
debris that remain following use of the device. 

r 
All surfaces of the device, including channels and 

lumens that may have been in contact with the patient or physiologic fluids, must be accessible to ensure 
t ) proper .cleaning. If the product cannot be adequately cleaned, sterilization will not be reliable, and 

pyrogenic reactions may occur even if the device is sterile*. 
T 

Moreover, if all potentially contaminated 
surfaces of a critical or semicritical device cannot be inspected for cleanliness after each use, then it 
should not be reused3. 

This study will evaluate the biopsy forceps, which have been used and reprocessed. The reprocessed 
biopsy forceps must meet the same sterility and non-pyrogenic state per the validated reprocessed 
instructions. 

4.0 Equipment and Materials 

T Equipment 

4.1 ‘ Face masks 
4.2 Gloves, sterile surgeon’s latex 
4.3 Bunsen burner 
4.4 Scissors, sterile 
4.5 Forceps. 
4.6 wire Cutters, flame sterilized 
4.7 t-4 Graduated cylinder, various sizes as needed, sterile 

c 4.8 Pipets, various sizes as needed, sterile 
k : ‘4.9 Test tubes, various sizes as needed, sterile 

4.10 
p 

Petri dishes, 100 mm x 15 mm, sterile 

b* 4.11 Incubator, 30-35°C 
4.12’ 20-25°C room temperature Cabinet 

p? 4.13 Colony Counter 
i : ; 4.14 Laminar Flow Biological Cabinet, Class 100 

4.15 Standard Clean Room Garments, sterile 
sm, 4.16 Rotary Shaker 
L 

Culture Media and Reagents 

4.1 

4.1 

Tryptic Soy Broth (TSB) or Soybean Casein Digest Broth (SCDB), pH 7.3 Z!Z 0.2 
l 500 ml screw-cap containers 
l Terminally sterilize at 121 “C, liquid cycle 

Tryptic Soy Agar (TSA) or Tryptic Soy Agar with 5% Sheep Blood or Soybean Casein Digest 
Agar (SCDA), pH 7.3 & 0.2 
0 Screw-cap containers 
l Terminally sterilize at 121°C, liquid cycle 

4.1 Disinfectant - Sodium hypochlorite, minimum 0.2% solution 

* 2 ECRI. Special Report: Reuse of Single-Use Medical Devices: Making Informed Decisions. Plymouth Meeting (PA):ECRl;lgg7. 
3JcW-anAcasdIc*lonof- ao~0.19EnwYediubnmaluai~lmplo*,rsdbn2.Suvsll;ncs. FlmwtkmndmrMldhfedbn(lc). OaJxmkTana, (IL): xAHo:4530. 



F 5.0 Procedure: 

&oburden\Sterilitv test of Reprocessed Clinicallv used BioDsv Forceps units i 4 

5.1 Perform a Bioburden\Sterility testing on the 10 single pouched reprocessed biopsy forceps units. 

111 
I : / 1 

5.2 Aseptically cut forceps into approximately 30-50 cm segments and put each device into sterile 
containers (containing a minimum of 500 mL of TSB). 

p 1 
f 

5.3 Rotary shaker the containers (do not allow media to contact the lid of the container) for 15 
minutes at approximately 150 rpm at room temperature. 

M 5.4 Aseptically filter 50 mL onto a 0.45~~ or smaller filter media and place on TSA or BAP plate for 
Bioburden testing (Aerobic and Fungal). 

5.5 Additionally, Plate duplicate1 mL aliquots and incorporate with molten, tempered TSA (pour 
plate method). 

!m 5.6 Incubate all plates for 72 hours at 30-35°C and then transfer the plates to room temperature (20- 
25*C) for an additional 4 days. 

5.7 If any plates or broth are positive, Streak out all positive broth for isolation of bacteria, and have 
all colony morphologies identified to species. 

mr Modified USP Sterilitv Testinp (ThioPlvcollate Broth will not be used as Der USP midelines). 

5.8 Perform a 14-day USP Sterility test (20-25°C) on additional 10 pouched reprocessed biopsy m4 
forceps units. 

m 
: 
? i 

5.9 Aseptically cut the forceps into 30-50 cm section and aseptically place the device into sterile 
containers (containing a minimum of 500 mls of TSB). Repeat procedure for all remaining 
devices; 

5.10 Incubate all broth for 14 days at (20-25°C). 

Bacterial Endotoxin cLfi1 Testing 

tm 
L 
p- ! 5.11 Perform a quantitative determination of pass/fail endotoxin limit on 5 units single-pouched, 

reprocessed biopsy forceps units. 
?- 

5.12 Aseptically cut each biopsy forcep and place into 40 mL SWFI volume to cover the device. The 
devices will not be pooled into one container, but tested as individual units for the each 

#ml extraction. L /)^ : 
.O Acceptance Criteria 

I*1 i; - 
For these tests to be acceptable, there must be no units with positive microbial growth for the 14 day .i 1 
USP sterility test and the bioburden\sterility test should correspond to the USP Sterility test data. The 

n-8 endotoxin level must be 0.5 EU/ml or less for the samples tested. 
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accr 11: I iztm5 
MONSECLCllR B6PTIST NED 
880 MONTECLClfR RO D 
BIRMINGHAM. GIL $ 3 213 

. 

CENTERSEIMPLE: MTC61,REPROCESSED BIOPSY FORCEPS CIND SNfrRES 
LOT 8: MIT BCIICH ACCESSION NO. : R8186553 
ID: DATE COLLECTED:NO DATE 
STERILIIY DeTE: * TIME COLLECTED: NO TIME 

“( ,. -A+- DCITE RECEIVED: Ug/fl9/1999 
DClTE REPORTED: 09/24/1999 

STERILITY METHOD: ETHYLENE OXIDE 
MANFU SOURCE: 

P .O . :MNTlBSlB45 
NOTES: PLECISE MIX SClMPLES RCINDOMLY 
-------------------------------------------------------------------------------- 
TEST REPORT RESULT METHOD . 
____-----------__-_--------------------------”---------------------------------” 
USP PRODUCT STER IL 1 TY-LC)RGE 

TEST CICCEPTANCE CRITERICI: 
1. Positive controIs must be positive 
2. Negative controls must be negative 

NED16 TYPE 

TRYPTIC SOY BROTH 

INCUBATION 
TEMP (C) DEIYS 
za-25 14 

TEST RESULTS: 
Positive Ned ia Contro 1: 
Control Organism - B. Subt i 1 is 
Positive in Tryptic Soy Broth 
Negative Ned ia Contro 1 
No growth after 14 days 

CYCLE INFORNPTION NUMBER OF TESTS NUMBER OF POSITIVES 
------------_-_-____“------------------------------------------------ 

10 

ON DCIY 3, PRODUCTS 1,2,5,6, (rND 18 
GRCIM POSITIVE RODS. 
ON DAY 3, PRODUCT 8 SHOWED GROWTH. 
cocc I l 

SHOWED GROWTH. GRC~M STAIN SHOWED 

GRClM STCIIN SHOWED GRAM POSITIVE 

ON DClY 16, PRODUCT 4 SHOWED GROWTH. GRAM STfiIN SHOWED GRClM POSITIVE 
RODS. 

7 

TEST STCIRT DATE y-1&99 TEST COMPLETION DCITE D-24-99 

TECH/REVIEWER: J. REEDY/J. RUHME 

TESTING FACILITY: 2548 EXECUTIVE DRIUE / ST. PtYJL MN 



F& w24m a:5283 U iromd Laborator ies ’ Page: 2 
c : w 

: . 

‘* . * 
i 

n 

’ ’ ACCT % : 1126’ 
MONTECLCIIR Bfi! m-.-m ::y.- y mm.-, -mo~.i”r ;.~----‘-~----------- -~~ *, ,, _, j _,._ 
869 MONTECLAIR ROAD : MIT BATCH - ‘3iitX33IUN No. : R‘8186562 

PP~T mn i2~ati~R2fiMPI.E~ MTCRl.REPROCESSED BIOPSY FORCEPS CIND SNClRES 

m BIRMINGHAM. EIL 55213 ID: DATE COLLECTED :NO DCITE 
TIME COLLECTED: NO TIME 
DATE RECE IUED : 89/09/ 1999 
DATE REPORTED : 09/24/ 1999 

STERILITY METHOD: ETHYLENE OXIDE 
MANFU SOURCE: 

P.O.:MNT1961845 
NOTES: PLEASE MIX SCrHP&ES RCSNDOHLY 
-------------------------------------------------------------------------------- 
TEST REPORT . RESULT _ METHOD 
-------------------------------------------------------------------------------- 
USP PRODUCT STERILITY-LfiRGE 

TEST ACCEPTCINCE CRITERICS: 
1. Posittve controls must be positive 
2. Negative controls must be negative 

MEDIII TYPE INCUBATION 
TEMP (C) DCIYS 

iWmc SOY tiRd~H ie-25 14 

TEST RESULTS : 
Positive .Mqd i.3 Contrqj : 
Control Organism - B. Subtilis 
Positive in Tryptic Soy Broth 
Negative fled ia Contro 1 
No growth after 14 days 

m CYCLE INFOR?QTION NUMBER OF TESTS NUMBER OF POSITIVES 
: -1---------11-------------------------------------------------------- 1 b , 18 7 

r . ON DAY 3, PRODUCTS 4.7,9 AND 1B SHOWED GROWTH. GRClM STAIN SHOWED GRAM 
k : POSTIUE RODS. 

ON DfrY 3. PRODUCT 1 SHOWED GROWTH. GRfiM STCIIN SHOWED GRfrM POSITIUE 
cocc I . 
ON DCIY 6, PRODUCT 2 SHOWED GROWTH. GRfiM STfiIN SHOWED GRfifl POSITIVE 
RODS. 
ON DCIY 9, PRODUCT 5 SHOWED GROWTH. GRfVl STAIN SHOWED GRAM POSITIVE 
COCCI. 

TEST START DATE g-18-99 TEST CONPLIZZION DATE g-24-99 
c* : 

TECH/REVIEWER: J . REEDY/J. RUHME 
*. 

TESTING FfaCILITY: 2548 EXECUT IUE DRI’JE / ST. PAUL MN 
,E 
L 1 

\. )tw FINfiL REPORT )HH( 
I”* 
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$Xr #: 1126195 l 

MONTECLAIR BC\PTIST NED CENTERSAMPLE: 
880 MONTECLfiIR ROA 

! 
LOT 8: 

MTCHl,REPROCESSED BIOPSY FORCEPS"CIND SNORES 

BIRMINGHfiM, bL 
MIT BATCH 

35 13 
c)CCESSION NO.: 

ID: 
R8186571 

STERILITY DQrf: 
DCITE COLLECTEDiN DclTE 

,. 7 TIME COLLECTED: NO TIME 
,, '1 __ ssb DllTE RECEIVED: a!Va9/1999 

: .’ 

DflTE REPORTED: EKV.l0/1999 
STERILITY MErHOD: ETHYLENE OXIDE 

P.O.:MNTl09la45 
MllNFU SOURCE: 

NOTES : 
-------------------------------------------------------------------------------- 
TESr REPORT . REsUL.T METHOD --------------------____________________---------------------------------------- 
KINErIc CHRO~IOGENIC LAL.LIMIr TEST-FINISHED PRODUCT TESTING 

KINETIC LlsL SfiMPLE RESULT 
a.174 EU/ML 

KINETIC LCIL POSITIVE CONTROL 

A PRODUCT POSITIVE CONTROL WI% RUN fiND fiN aCCEPTaBLE LEVEL OF 
ENDoroxIN was RECOVERED IN THE CONTROL saHpLE. 

THE CSE DILUTION SERIES , THE StUlPLE CSND THE CONTROLS WERE TESTED 
IN DUPLICfiTE. -__- ~~ 
THE RESULTS OF THE CSE DILUTION SERIES AND CONTROLS INDICtirE CI 
UfiLID TEST SYSTEM. 

” L b 

IF THE KINETIC CHROMOGENIC L(rL METHOD HAS BEEN UClLIDClrED FOR THE 
DEVICE, 4HIS SfltiPLE DEMONSTRATES GIN &ZCEPTfiBLE LEVEL OF ENDOrOXIN 
MEDICAL DEVICES f%ZCORDING TO THE FDEl GUIDELINES IF THE ENDOrOXIN 
LEUEL IS (8.5 EU/ML FOR BLOOD CONTACTING DEVICES AND a.86 EU/ML 
FOR DEVICES CONTACTING CEREBRCSL SPINCIL FLUID. IF FOLLOWING THE 

'USP 23 GUIDELINES, THE (rCCEPT&BLE L&EL OF ENDOTO)(IN FOR 
DEVICES CONrACrING CEREBRaL SPINAL FLUID IS a.95375 ELI/ML. 

TESr STclRT DClTE 9-la-99 IEST COMPLETION DarE 9-18-99 

TECHIREUIEWER J. RUHMEIL. PETERSON 

TESTING FaCILITY: 2548 EXECUTIVE DRIVE 

tfm FINAL REPORT 

FOR 

I sr. path MN 55128 
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